19, 2014 8 3A No. 1573 P 2
R SOURITIREATT O AT ENION SERVIGES ’
STATE PUBLIC HEALTH LABORATORY to
BREATH ALCOHOL PROGRAM :

_ _ DATAMASTER MAINTENANCE REPORT _ - RECEIVED 2/19/14- CD RRPORT #6 “
Com !ele lhls report at the tm o regul avenllve mal ¢o check ‘
Comglale this regor! wh:nevmett?efa tltr}nslru%e?\: ?Qos’m;fé {:rre re:palr?da Qfgedni'ileng?:r il I(g REVIEWED J

" | Rélaln the origlnal and send a copy within 15 .days (o the Brealh Alcohol Program, DHgq By Carol Day at 9:51 am, Mar 14, 2014
DATAMASTER 8t . NAME OF AGENCY DATE OF INSPEOTION

203040 .. [-Aurora Police Deparlment w0 | 0211172014
LOGATION OF INSTRUMENT (STREET ANG CITY) TME OF INSPECTION
106 8. Elliott, Aurora, MO 66605 - : | 3:16 am

CHECKLIST: Place a mark In the box by each llem If found lo be satlsfaclory or If operalmg wilhln astabllshed limits. (Wil In. observed va!ues '
-|whare, determmad ) Unmarked ltems musl be corrastsd bafore using inslrument.

Il piaaNosTIC CHEGK (PRINTOUTATTACHED) . . DATE AND TIME (irom printout) 02/11/14 0316
':.QQMF'L_i_Téﬁ; T - Hlpetecton
Werooram . -~ = . .. R éiens
= HgAT‘EB_s éA_MPLE cHAM_B'En ‘ 49 ¢ QUARTZ STANDARD:
‘ua FL&)W OETEGTOR CALIBRATION
‘.-leI PUMP HIGH SPEED S _ I PRINTER
|2 ikoncator L{GHTS P R | |
. E,Z];.;s LlATOR soumow SUPPLIEH Guth- _Lor # 13100 __EXP. DATE 04/23/2015.
@:'*‘S.IMULATOH TEMP (3400:5:02°C) - 34.0 oc SMULATOH 8N 502258 EXe, DATE 04/30/2012

2 RATION CHECK (ONLY ONE STANDARD [S TO BE USED PER MAlNTENANCE REPORT)

Fiun"lhrea tgsts usmg ] slandard solution. All thres tests must be within £6% of the slandard valite and must have a spread of .005 or .
ark,the box correspondlng to the slandard solulion bsing used. (PH!NTOUT ATTACHED)

% 0100% STANDARD : MUST READ BETWEEN 0,095% AND 0.105% INCLUSIVE
:0.080% STANDARD s MUST READ BETWEEN 0,076% AND 0.084% INCLUSIVE
El 0, 040% STANDAHD MUST READ BETWEEN 0.030% AND 0,042% INCLUSIVE

TEST1- 101 : L TEST2- 402 . ‘ _ TESTSI-'-_102

o lessl

l PEHFOHM a FI TEST (PRINTOUTATTACHED)

INDICATE THE NUMBEFI OF BREATH TESTS IN THE FOLLOWING HANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT iNCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 ©o09 © 0 f(os08 0 [(10.14) . 0 (1518 1 |ovem.s o

LIBT ANY NE\YPAHTBAND DESOHIBE ANY ALTEHATION OR MOD]FECATIOH THAY WAS MADE TO RESTORE THE INGTRUMENT 70 GPERATE SA'I’ISFAG‘I‘ORI'LY AND WITHIH ESTABLISHED I.IMITS
(USE OTHER SIDE IF NECESSARY}.

None

INSPECT]NG OFFICER —— _ |
’ “ PRINT FULL NAME

Christopher L, Rackley

: ‘ TELEPHONE NUMBER
220112 05/08/2014 (417) 678-5025

RETURN GOMPLETED REPORT TO THE: Breath Alcohol Program, MO Depariment of Health and Senlor Services, Southeas! Dislrot Office
B 2875 James Blvd; : : ' :
Poplar Bluif, MO 63801
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GUTH LABORA'FORIES, lNc -

B0 NONTH lq_ JBR

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference- Soliition  for Simulator

Random San;ples aof Let Number 13100 of _. o ,
Alcoho! Refefence SBolution for Simulutor were analyzed by R
'gas  chromgtography on April 29, 2018, using a Perkly Blner Gas L
Chromatograph Autosystem XL $/Ni 610N9030209, and found to contain . i
0.1284%:(wivol) ethyl alsohol. The axpitativn date for this Jot ' | L
~nythber ig Ai}ﬂuﬁﬂﬂiﬁ at 11:59 PM, o .

. When use;d in 8 ealibraied Slmulator, operating at
34“0 +/+ 2*’(.: this soluﬂém will ‘give a breath aieohol
‘analysis iagtiument reading .of 0,100 glzlﬂL +/« 3%.,
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Feb, 19, 2014 8:13AM | Mo 1573 2. 3

' State of Missouri'
o DEPARTMENT OF HEALTH.

PERMIT
TYPE II

CHRISTOPHER L RACKLEY

Is hereby authorized to instruct and supervise operators, traln Instructors, inspect,
calibrate, perform fleld repairs, and oporate the following breath analyzer(s):

DATAMASTER

for the dstermination of the afeoholic content of blood from a sampls of expired (alveolar)
alr. (ssued under the provislons of sections 677.020 through 577,041, RSMo 1986.

05/09/2012 (A

Dlre._elqr ol S1ale Publla Heallh Leboratory
Numbor 220112 :

oy
exaires 05/09/2014 G
Dirastor, Daparimen! of Heallh

A iy -.'}_ A
MO 6800771 (1-88) . . Lab. 4 (R7-68)

Date






