Mar 110 2074 10:21AM No. 1850 P 278

MISSOUR!I DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT RECEIVED 3/22&519&1'[5&

;j REVIEWED J

By Carol Day at 2:56 pm, Mar 31, 2014

Complela this report at the lims of he regular monthly preventive malntenance check {nol to excesd 35 d
Complsis this repon whansver the instrumsnt Is serviced or repaired and whenaver It Is placad Into servic
Relain the crlginal and send a copy wilhin 15 days lo Ihe Breath Alcehol Program, DHSS.

DATAMASTER BN NAME GF AGENCY DATE QF INSPECTICH
203040 Aurora Police Department 03r15/2014
LOGCATION OF INGTAUMENT [STAEET AND CITY) TIME OF INSPECTION
106 8. Eltioll, Aurora, MO 65605 5:06 am

CHECKLIST: Place a menk In the box by each llem il found lo be satlsfaclory or If aperating wilhin eslablished itmlis. (Write In observed valuss

whara delermined.) Unmarked llems must be corracted before Uslng inslrument.
[Z] DIAGNOSTIC GHEGK (PRINTOUT ATTAGHED) DATE AND TIME {from printout) 03/15/2014 0506
COMPUTER ' 1 oeTecTOR
{71 PrOGRAM ' A FiLTERS
I/} HEATERS SAMPLE CHAMBER 49~ [/l QuaRTZ STANDARD
[¥] FLOW DETECTOR 7] CALIBRATION
PUMP HIGH SPEED [/1 PRINTER
[Z] INDICATOR LIGHTS
SIMULATOR SOLUTION SUPPLIER Guth Lot # 13100 EXP. DATE _04/23/2015
SIMULATOR TEMP (34°C 3 0.2°C) 34.0 °C SIMULATOR SN 502268 gxp. DATE 04/30/2012

[¥] CALIBRATION GHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run thrae tests using a standard solulion. All three lests must be wilhin 25% of the standard value end must have a spread of .005 or
lesa. Mark the box corresponding {o the standard eolullon belng used. (PRINTOUT ATTACHED)

m 0.100% STANDARD - MUST READ BETWEEN 0,005% AND 0.105% INCLUSIVE
[ 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0,084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST1 = {04 TEST 2% 404 TEST3 W {04

PERFORM R.F L TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWINQ AANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |(0-.04) 0 {-05-.09) 0 {10-14) 0 {.15-.19) 1 OVER .19 1

LIST ANY HEW PARTS AND DESCAIBR ANY ALTERATION OR MODIFICATICH THAT WAS MADE TO RESTORE THE RISTAUMENT TO OPEAATE SATIIFAGTORILY AND WITHIN E3TABLISHED LIMITS
{USE OTHER R(DE IF NECESSARY),

1 None

ANSPECYTING OFFICER '}~ 20t

SiONATURE . : ) . . l FR]HTFULLHE —

Y L /lﬂ/,//yf'/’ ' Christopher L. Rackley

TYPE Il P"ERMﬂ' NUMBEFVEXPIAATION DATE TELEPHONE NUMBER

220112 05/09/2014 (417) 678-5025

RETUAN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Dapariment of Health and Senior Services, Soulheas! District Offlce

2875 James Bivd,
Poplar Bluff, MO $3901

MO 5BO-1468 (2-08) AH EQUAL OP PORTURTVIAFAIRNATIVE ACTION ERPLOVER
aefviosa prov (i on a nondeamesry it

1LAB-118
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CERTIFICATE OF ANALYSIS ‘
Certified “Alcskol Reference Solution for Simulator S
" - Random Samples of Lot Number 13100 of | : ;
Alcohol  Reference Solutien for Simulator were analyzed by -

* gas chromatography on April 29, 2013, using 2 Perkin Elmer Gas \
Chromatograph Autosystem XL S/N: 6E0N9030209, and found to comain BT
0.1214%(wivol) ethiyl slookol: The expiration date for this fot R
mntber s ApHl33,2015 it 11:99 PM, S L

T

1 ; ll‘ :’

) When used in a cahbr‘tted Simulatar, opcratmg at _
.34°C /- 2°C, this s‘oh.mbn will give a breath atcerhol o 1
analysas instrument readmg .of 0,100 gIZIOL +/- 3%. : ok
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Mar. 1. 2004 10:21A8 No. 1850 P 376

State of Missouri
‘ DEPARTMENT OF HEALTH

PERMIT
TYPE I

CHRISTOPHER L RACKLEY

Is heraby authorized to Instruct and supervise operators, traln Insiructors, Inspect,
callbrate, pertorm fletd repalrs, and operate the following breeth analyzer(s):

DATAMASTER

for the determination of the alcohollc content of blood from a sample of explred (alveolar)
alr, Issued under the provisions of sactions §77.020 through 577.041, RSMo 1986.

05/09/2012 (s

200112 Diractar of Stats Publlc Hoalth Liboratory
Humbars : oA /; . »
e #,‘“4/‘4':% WS
expnen 05/09/2014 fep ek

Director, Dapariment of Heajlh
MO S80-0771 {7-09)

Lab. 4 (A7-49)





