¢ STATE PUBLIG HEALTH ABORATORY
BREATH ALCOHOL PROGRAM J

DATAMASTER MAINTENANCE REPORT RECEIVED
By Carol Day at 10:02 am, Oct 03, 2014
Complete this report al the lime of the regular monthly preventive malnienance check (not to exceed 35 UAYS}.
Complete hls report whenever the Inslrument Is serviced or repalred and whenever Il Is placed Inlo service.
Retaln the orlginal and send a copy within 15 days to the Brealh Alcoho! Program, DHSS.

DATAMASTER SN HAME OF AGENGY DATE OF INSPECTION
203040 Aurora Pollce Department 10/02/2014

LOCATION OF INSTAUMENT (STREET AND GITY) TIME OF INSPECTION
1086 8. Elllott, Aurgra, MO 65605 8:54 am

CHECKLIST: Place a mark in lhe box by each ilem if found to be sallsfaclory or If operaling within establishad limits. (Wrile In observed valuss
where determined.) Unmarked tems must be corrected before using instrumenl,

) DIAGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TIME (from printout) 10/02/2014 0854
I/l compuTER 1 eTECTOR
Ml proGRAM K FiLTeRS
] HEATERS SAMPLE CHAMBER 49+c ] QuaRTZ STANDARD
1 FLow DETECTOR K] CALIBRATION
E] PUMP HIGH SPEED /] PRINTER

/] INDICATOR LIGHTS

EXP. DATE 08/05/2016

K] SIMULATOR SOLUTION SuppLIER Gulh LOT # 14200
602258 EXP. DATE 04/30/2012

] SIMULATOR TEMP (34°C # 0.2°C) 34.0 °GC SIMULATOR SN

/] CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run hree lests using a slandard solution. All three tegts must be within 5% of the standard value and musl have a spread of .005 or
Isss. Mark the box corresponding to the standard solullon belng used. (PRINTOUT ATTACHED)

¥ 0.100% STANDARD - MUST READ BETWEEN 0.095% AND? 0.105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[ 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST1# 400 TEST 2w 101 TEST3 % (08

m PERFORM R.FI. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANGE REPORT;
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS G [(0-09) 0 (.05-.09) 0 {(.10-.14) 0 (.16-.19) 0 OVER .19 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAY WAS MADE YO RESTORE THE INSTHUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHEN SIDE IF NECESSARY).

None

SIGNATURE g PRINT FULL NAME

A Christopher L. Rackley

TYPE 1| PERMIT RUMBEA/EXAIRATION DATE = TELEPHONE HUMBER
240282 06/13/2016 (417) 678-5025

AETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Departmenl of Heallh and Senlor Services, Southeast Distrot Office
28765 James Blvd,
Poplar Bluff, MO 63901

MO BBO-1464 (2-08) AN EQUAL OPPORTUTY/AFRIFMATIVE ACTION EALOYER
B&VICK PAOMcN o bests

LAB-1(8



dayc
Received


318> GUTH LABORATORIES, INC.

8¢9 NORYH #7th STREET ®  HARRISBURG, PA 17411 45116 TELEPHONE! TATE05470

CERTIFICATE OF ANALYSIS

Certlfied Alcohol Rcferéxxce Solution. for Simulator

Raoddm Samples of Lot Number 14200 of
Aleohol Reference Solution for Simplatar’ were analyzed by
gos  chromatography on August 6, 2014, using a Perkin Elmer Gas
Chrotiatograph. Autosystemn XL S/N: 610N9030209, and found to dontain
- 0213% (Wivol) ethyl alcohol. The expiration dafe. for this lot
number iz August 8, 2016 at 11:59 PM.

Wheh wsed {n a callbrated Simulator, operating at
34°C +/+ 2°C, this solution will give a breath aleohol
aftalysis instrament reading of 0,100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test Interfering substances.

Ted L. Pauley, Presidedf
GUTH LABORATORIES, INC.

NIST Traceabllify;

Testing was canducted using Cerltlfant Refeirerice Standard lof number FNI22211-02 whose.
values are tracedable 1o NIST.

All balances are calibrated annually by an outside agency using NIST traceable weights.
Calibration verifioation Is done prior 16 each-use ufilizing NIST traceable weighty.
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND: SENIOR SERVICES -
BREATH ALCOHOL PROGRAM

PERMIT
TYPE ii

CHBISTO?HER RACKLEY .

is hereby authiorized 10 instruct and supervise operators, train instructors, mspect calibrate, perform field service and repairs,
and operate the following breath analyzer(s):

___ DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired gir. Permit tssued under the provigions of sections
577.020 through 577,041, RSMo and 306,111 through 306 119 RSMo.

DATE __6/13/2014 . _ : Lo ' .

DIRECTQR OF 8TATE PUBLIC HEALTH LARBORATORY

e

EXPIRES G/13/2016

, DIREGTOR OF DEPARTMENT OF HF_ALTH ANO SENIOR SERVICES
MO 5800774 {8:10) ) i LAB-S RE-10) ©

STATE OF MISSOURE
OEPARTMENT OF HEALYH AND SEHICR SERVICES
BREATH ALCOHOL PROGRAN
R INSTRUME‘!T OPERATOR CARD
The nomed eongholter ix authgzed tr.- B gvidential brasth afcohol
wvﬂwnené Mlna dslerminetion of ma of cofrfart fn broath form of oxplrad ] \

| TR

Operator  RACKLEY, CHRISTOPHER
PermitNo 240282
Dale'isgued 6/13/2014  Date Explres 6132016




