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]85 GuTH LABORATORIES, INC.

£90 NORTH 67th STREET € HARRISBURG, PA 17111- 4511 8 TELEPHONE: 717.684-5470 '

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13100 of
Alcohol Reference Solution for Simulator were analyzcd by
gas  chromatography on April 29, 2013, using a Perkin Elmer Qas
Chromatograph Autosystem XL $/N: 610N9030209, and found to contain
0.1214% (w/vol) ethyl alcohol. The expiration date for this lot
number is April23,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C /- .2°C, this solution will give & Breath alcohol
analysis instrument veading of 0,100 g/210L +/~ 3%,

The alcohol and water used in this solution were

" free of test inferfering substances.

Ted L. Pauley, President
GUTH LABORATORIES, . INC,

NIST Traceability:

Tuesting was conducted using Ceritliant Raferance Standard lot number FNIZ2211-02 whose
values are traceable (6 NIST,

All balances are calibrated amnmlly by an vutside agency ysing NIST (raceable weights,
Caltbration verification Is done prior to each use utilizing NISI traceable weights,
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otate of Missouri
DEPARTMENT QF HEALTH

PER MIT
TYPE |i

RUSSELL MILLER

Is heroby authorized to Idelruct and supervise operalors, traln tnalruclore, Inspact,:

calibrate, petHorm field repairs, and operate the foHowing brealh analyzer(s):
' DATAMASTER. ‘

for the delormination of the aleoholic contant of blood from a aample of explred {alveolar)
alir. lssuod undur the provistons of sections 577.020 through 5?710_4_&!‘-3_35)\«10 1686,

o 0510912012 | .

* Dlrector o!ﬁl;lulu fulin Heplih Laberatory
Numhnr-—z-_zﬂg.?__— /, Jf,él-/}z {;‘?
i 05/09/2014 4 .

Dlreolor, Depanimnnt of Heallh
MO $AD-0711 (758} Lab. 4 [RT-28)
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