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L7 BREATHALOOHOL PROGRAM RECEIVED
: DATAMASTER MAINTENANGE REPORT By Carol Day at 1:45 pm, Apr 01;2014
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CERTIFICATE OF ANALYSIS

Certified Alcoho] Reference Solution for Simulator

Random Samples of Lot Number 13100 of
Alcohol Reference Solution for Simulaior were analyzed by
gas  chromatography on April 29, 2013, using a Perkin Elmer QGas
Chromzilograph Autosystem XI, S/N: 610N9030209, and found 1o contain
0.1214% (wivol) ethyl alcohol. The expiration date for this lot
number is April 23,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- 2°C, this solution will give a Gieath alcolol

aﬁalysis instrument reading of 0.100 g/210Y, +/- 3%.

The alcoho! and waler used in this solution were

free of test interfering substances.

C?’,;r/,jﬁz L{,«r 2

Ted L. Pauley, Presid{m
GUTH LABORATORIES,_ INC.

NIST Tracceability:

Texting was conducied waing Cerilliant Referenge Standard lot number FNI122211.02 whose
values are traceable 10 NIST. 7

All balanoes are callbrated annually by un outyide agency wxing NIST truceable weights,
Calibration verification s done prior to each use utilizing NIST traceable weights,
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f& hereBy authorized g Inslruct and Supervise oparnlors, Iraln inetruclora, Inepect,
¢allbrate, perform figld repairs, and operate the [oliowing braath analyzer(s):

DATAMASTYR.

for the delerminailon of (he aleoholle contant of blood from a sampla of oxplred (alveotar)
dir. lsstod under the proylsions of sactlons §77.020 throunh 677,041, RSMo 1988,
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