3. MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
;7 STATE PUBLIC HEALTH LABORATORY g
y1,} BAEATH ALCOHOL PROGAAM

"' DATAMASTER MAINTENANCE REPORT : RECEIVED 8/1/14-C

D

Cemplele this repor! al the time of the regular menthly preventive mairitenance check (not to exceed 35 day REVIEWED
Complate this repert whenavar the inslrument Is serviced or repalrad and whenever il is placed Into servica,

By Carol Day at 8:56 am, Aug 28, 2014

Retain the original and send a copy wihhini 15 days ta the Brealh Alcohol Ptogram, DHSS,

DATAMASIE 5 HAME OF AGENCY DATE OF INSPECTION 1
204068 Pulaskl Co. SO, Waynesville . . 0712172014 !

LLCALDN OF INSERUMERT (STHEET AND CiTY) THIE OF INSPEC DN T !
2920 North Shamrock Road, Jefferson City 13:15 :

CHECKLIST: Place a mark in the box by each item il found 1o ba satisfactory or if operaling within established Emils. (Write in observed values,
| where determined.) Unmarked items must be corrected before using instrument,

1
i
i
H
S
!

W] DIAGNOSTIC CHECK (PRINTOUT ATTACHED) . DATE AND TIME {from .prinloul) 07/21/2014 @ 1315 .
] COMPUTER & DETECTOR i
PROGRAM ' 7] FILTERS I
HEATERS SAMPLE CHAMBER *9°C_ W] QUARTZ STANDARD
FLOW DETECTOR ' W] CALIBRATION ]
PUMP HIGH SPEED W] PRINTER

.
W] INDICATOR LIGHTS

]

M1 SIMULATOR SOLUTION SUPPLIER _Guth Laboratorigs LOT# 13060 EXP.DATE _ 02/04/2015 |

Ml SIMULATOR TEMP (34°C 1 0.2°C) +34.00°C SIMULATOR SN MP2122 _EXP.DATE ___06/03/2015

lv] CALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

fun thres lests using a s!a_ndérd,so!ulion. All Ihree lests must be wilhin +5% of the standard value and must have o spread of .005 or
less. Mark the box corresponding o tha standard solutfon being usad. (PRINTOUT ATTACHED)

[]0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0,105% INCLUSIVE
[]0.080% STANDARLD' > MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
v] 0.040% STANDARD.MUST READ BETWEEN 0.038% AND 0.042% INGLUSIVE

TEST 1= 040 TEST 2 wr 040 TESTa w 040

v} PERFORM R.F.L. TEST (PRINTOUT ATTAGHED)

 —

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS) .

REFUSALS 0 .|{0-.04) 0 {.05-.09) o (.10-.14} 0 {15-.18) 0 OVER .19 0
{ LISTANY NEW PARTS AND DESCRIRE AY ALTERATION 0 MODIFICATION THAT WAS UAOE TO RESTORE THE INSTRUMENT T OPERATE SATISFAGTOMTLY AND WiTHiH ESTABLISIES TS
{USE OTHER SIDE IF NECESSARY) :

Replaced breath path ubing bet_u-}eer_x the Row thermistor block, five way valve assembly, and sampla chamber, Slightly reduced source lamg intensity, l
. 1

INSPECTING OFFICER

FRINT FULL NAME

SIGNATURE
» (Y g M.’i Dewayne D, Carver

| T¥TE w e rxuuak{’exﬁuﬂon—ﬁ,\ ~ TELEPHONE NUMBER ;
23010 : 05/28/2015 {573) 751-4722 :
RETURN COMPLETED REPORT TO THE: Brealh Alcohol Program, MO Department al Health and Senior Services. Southeas! District Office §
' 2875 James Bivd. _ :
‘ Poplar Biuff, MO 63901 o
E’Tmsl—h Rl APk EQUAL OF POR FUNITYZAF FU DAATIVE AZTICH EMLOYLIY LA -

Wy prnddad o a ronbecnnicty hass

)




GUTH LABORATORIES, INC.

530 NORTH 67th 3TREET @ HARRISBURG, PA 17411- 4511 © TELEPHONE: 717-584-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13060 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on February 7, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.0482% (w/vol) ethyl alcohol. The expiration date for this lot
number is February4,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this soilution will give a breath alcohol
analysis instrument reading of 0.040 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

7

Ted L. Pauley, Presidént
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FNI120110-04 whose
values are traceable to NIST.

All balances are calibrated annually by an outside agency using NIST traceable welghts.
Calibration verification is done prior to each use utilizing NIST traceable weights.
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FACE THIS SIDE DOWN - THIS EDGE IN FIRST FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
_‘ . Evidence Ticket

MISSOURY - STATE HTGHUAY PATROL
BAC DATAMASTE

TEETIHG GFFIEEF;
fHR”EFzﬂEMH”HE'
OFFICER 1. E,= d i
FERMIT MUMBER: #2mint
EXPIRATION DRTE: Hq/uufiﬁ
MISCELLRMEDUS: DATH:
SEIE I HFUP HrtHFH Cy THECH

GUTH LARS LOT 12068 THP 2-4-5015

- éuPEé¥zéDE MOTIE ~em

PLEME TERT B = 5 1<
IHTEmhﬁ‘ ETAHDARD . WERIFIED
5

HMBER SR4053

BAC DataMaster
Evidence Ticket

MISEOURT ETATE HIGHWAY PARATROL
BAC DATAMASTER ZERIAL HUMBER 2840483

Broeiold

ARREST TIME: ;68
IURMECT HAME:

™
TOEy fis61-.51 SEME M
ESTRTEADLL. 1 RBHESH
ARREZTING DFFICER:
OFFICER 1,08 ¥
TEZTING OFFICER:

CARVER-TEWAYHE-TI
OFFICER T.0.: [Cdi
FERMIT HUMBER: =3Bi01
EAFIEATION DATE: B5-51
MISCELLAHEDET DRTA:

EXTERMAL STAMDARD . B 2
BLAHKE TEET Co L EEE o : RFI TEXY
EXTERHAL STAMDART . B4 219 i I
BELAMK TEZT , BER 13180 : ~= BREATH AHALYRIE ---
ATERBMAL STAMDARD - L 43 IRELRaE] ‘ n o o
ot i 13iml ELANE TEST B I b
i T ) . IWTERAAL STHHDART: VERIFIELR  13:oo
4= _ PEURJECT SAMFLE « G 12123
STH. = 4 T RARID THTERFERENCE
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