STATE PUBLIC HEALTH LABOHATDRY RECEIVED

MISSOUR! DEPARTMENT OF HEALTH AND SENIOR SERVICES . - S : :
: BREATH ALCOHOL PROGRAM. & et {

By Carol Day af 2:58 pm, Aug 11, 2014

DATAMASTER MA!NTENANCE REPORT: , Lo | . TEROAT 76

Lmnplnlp lhm reporl at the lime of the raqular monthly prevenhve mainlanance ¢heck {nol 1o excged 35 days).-
,(_,mnpieln this repart whenever the Inslrumant is sarviced or repaired and whanever il is pfaced into’ service. .
ﬂuum the unqmnl and send a copy wilhin 15 days lo Ihe Brealh Aicohol Program, DHSS, ' T

IN\II ‘\ ITHsH HAME OF AGENCY ) DATE 0[_—‘ 1»‘4%5’9:}!(0"‘ Wt
204125 Audrain Co. SO, Mexico _ o T OBI0TR2014
|¢ AL G S TRUMERT (STHRERT AND 1T THE OF INSPTCTION ] ;
2920 Norih Shamrock Road, Jefferson City | 1110

i CHECKLIST: Place a mark in tha box by each itam if found la be satistaclory or if operating w;lhln es!abllshed limits. (Write in abserved values:
_where determined.) Unimarked ilems must ba correclad befors using instrument. - o

[ PIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) .. __08/07/2014 @ 11:10
D COMPUTER ’ W] DETECTOR - _
e -
M PrROGRAM ] FILTERS :
S e
? V] HEATERS SAMPLE CHAMBER _ *50°C 1 QUARTZ STANDARD

| FLOW DETEGTOR [Vl CALIBRATION

™ PUMP HIGH SPEED ' /] PRINTER

| W] INDICATOR LIGHTS

IMUI AT(}R SOLUTICN SUPPLIER _ Guthtaboratorles . LOT# 13280 _ __ EXP. DATE 10/16/2015

_ BIC  gyuiatonsy  _ MP2OS3  gxpoare  O5/19R2015

1__| HIMULATOR TFMP {34°C 1 0.2°C)

If,!} {.AIJBHATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run Ihree lesis using a standard solulion. All fhves lasls musl be within +5% of the standard value and must have a spread of .05 or
loss. Mark the box corresponding to the standard solulion being used. (PRINTOUT ATTAGHED)

P[] 0.100% STANDARD - MUST READ BETWEEN 0.095% AND §,105% INGLUSIVE
| ] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
_ [ ]0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

iTEST | » 100 TEST 2 = ’ 100 TEST3 & 100
| .
PERFORM R.FIL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINGE THE LAST MAINTENANGE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

1
i

REFUSALS 0 {(0-.04) 0 {.05-.09) 0 {.10-.14) 0 {15-.19) 0 OVER .19 0

, LIST ANY NEW PARTS AND DESCRUGE ANY ALTERATION OR MODIFICATION THAT WAS MADE TG RESTQRE THE INSTRUMENT T OPESTATE SATISFACTORKY AND WITHIN ESTARLISHED LitaTs

P HISE CHHER $414: IF HECESSARY)
Replaced five-way valve solenold piston and readjusted solenold for proper clearance & movemant of five-way piston. Replcaced O-ring on breath tube

~mouthplece receplacte, Replaced printer ribbon.

INSPECTING OFFICER R e e R A e
} o saring PRINT FULL NAMF :
-. M Dewayne D. Carver

rERL ATOH DATE == ) TELEP[IONE NUMIFR e
2301 1 0512812015 (573} 751-4722

"RETURN COMPLETED REPORT TO THE: Braalh Alcohol Program, MO Deparlmem of Heallh and Seniar Services, Southeast Dmucl Oﬂu o
2875 James Blvd.
Poplar Bluif, MO 63801

AN EQUAL CERO VAT AT HERMATIVT AEZTie LY 0ad f1
IEOGES [FOVa kel 13 el Lt B




GUTH LABORATORIES, INC.

530 KORTH £7th 8TREEY @ HARRISBURG, PA 17111 4511 @ TELEPHONE: 747-564-6470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13280 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on October 18, 2013, using a Perkin Elmer Gas
Chfomatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1217% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 16,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances,

LS
Ted L. Pauley, Preside
GUTH LABORATORIES, INC.

NIST Traceablillty:

Testing was conducted using Cerilflant Reference Standard lot number FNI22211-02 whose
values are traceable to NIST.

Ail balances are callbrated annually by an outside agency using NIST traceable weights.
Caltbration verification is done prior to each use utilizing NIST traceable weights.
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REORDER ALL SUPPLIES FROM N.P.AS.

- FACE THIS SIDE:DOWN - THIS EDGE IN FIRST ! FACE THIS SIDE.DOWN - THIS EDGE IN FIRST

BAC. DataMaster
Evidence Irgket

sc.bl_ll.l‘vll ETATE: HIPHUH FATROL

BAC DataMaster
Evidence Ticket

MISSOURT STRTE HIGHWAY PATROL

DATAMAZTER SERIAL HUMBER 204123
SRt P T

BRC BHTHHH*TER SERIHL HUMBER 204125 BRC

i E’!.5‘?’ .

TESTING OFFICERE ARREST TINE: 25200
EQF@EPxﬂEmﬁvHEgBEE _ EU?JEET HAME:

OFFICER I.D.% 041 . : ; A _

Fgmﬂrnmﬁsr"wna1f DOB: @l/81-61

ZEE: M

EXPIRHTION DATE: @S-25/15 STATEDL L. ¢ HR
MIZCELLAMHEDOUS DATA: HRZ:E‘.\TIH!:I OFFICER:

» 186 VAPOR RCCURRCY CHECK AT
GUTH LABS LOT 13280 EWMF 187162615 . = LI
o : TESTING OFFICER:
CARYER. DEWAYHE-T!

~ SUPERVISOR MADE -—-
ERYLS " OFFICER 1.0.: Cdl

ELAMK TEST . LgEm 1111 PERMIT NUMBER: &30141
IHTERMAL =TAMDARD CVERIFIED  11:13 'EHE{ERTI9H UgTE_ B3/28s13

EXTERMAL STAMDRRET L iom SERE MISCELLAHEOUS BATH:

BLAMY TEST ‘ . B 11214 RFI TEST

ELTERMAL STAMDARD . L fleis e

BLAMK TEST L B 11515 -—— BREATH AHALYZIZ ——-

EXTERMAL STAMDARD , 1 11115 o - o
ELAME TERT . DG 11115  ELAMK TEST “E*'f IR
; Y OIHTERMAL ZTAHDART VERIFIED  11:i8
W= o ©EURJECT SAMPLE . B 1117
S =t FARID IMTERFEREMCE

AYE, = i
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