02-02-* 14 12:25 FROM- Festus Police Dept. 6369378086 T-096 P0002/0006 F-586
S MISSOURT DEPARTMENT OF HEALTH AND SENIOR SERVIGES

STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT RECEIVED

By Carol Day at 9:44 am, Feb 10, 2014
5\
TFor

Complete this report at the time of the regular monthly preventive maintenance check {not to exceed 3
Complete this report whenever the instrumenl Is serviced or repaired and whenever itis placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

DATAMASTER SN NAME OF AGENCY DATE OF INSPEGTION
204134 Missouri State Highway Patrol 02/02/2014
LOCAYION OF INSTRUMENT (STREET AND CITY} TIME OF INSPECTION
Festus P. D., 100 Park Avenue, Festus, Missouri 63028 9:30 am

CHECKLIST: Place a mark in the box by each item if found to be sallsfactory or i operating within established fimiis, (Write In observed values
where determined.) Unmarked items must be corrected before using instrument. '

/1 DIAGNOSTIC CHECK (PRINTOUT ATFACHED) DATE AND TIME (from printouty 02/02/14 10:08
1 compuTER 7l oeTECTOR
1 prOGRAM FlFurens
1 HEATERS SAMPLE CHAMBER 50°C [/] QUARTZ STANDARD
A FrLow pETECTOR /1 cauBRATION
] PUMP HIGH SPEED - 7] PRINTER

m INDICATOR LIGHTS

SIMULATOR SOLUTION SUPpPLIER RepCo Marketing, Inc, LOT # 13001 EXP. DATE 03/07/2015
B SIMULATOR TEMP (34°C + 0.2°C) 34,2 °C SIMULATOR SN G11039 EXP. DATE 04/16/2014

/] CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solulion. Al three tests must be within 25% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the slandard solulion being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.036% AND 0.042% INCLUSIVE

TEST 1% 100 TEST2# 401 TEST3 ™ 100

/] PERFORM R.F.l. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT;
(DO NOTY INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS (0-.04) {.05-.09) 1 (-10-14) 2 (16-19) OVER .18

LIST AHY NEW PARTS AND DESCRIBE ANY ALTERATION GR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPEAATE SATISFACTORILY AND WITHIN ESTABLISHED LIMTS
{USE OTHER SIDE IF HECESSARY).

INSPECTING OFFICER " i

PRINT FULL NAME

Cpl. Allen R. Flannery

TYPE 1 FERMIT NUMBER/EXPIRATION DATE A TELEPHONE NUMSER

220147 1 06-26-2014 : (636) 300-2800

RETURN COMPLETED REFORT TO THE: Breath Aleoho! Program, MO Dspartment of Health and Senior Services, Southeast District Office
2875 James Bivd.

Poplar Bluff, MO 63901



DayC
Received


02-02-"14 12:25 FROM- Festus Police Dept, 6369378086 1-096 POOG4_/ 0{?08 F-586
NEPCO MARKETING INC, — T
: - : " 9101188 STONVAROOH DRIVE
RALEGH N0 27604 -
. R&76 8480
CERTIFICATE OF ANALYSIS

AC‘TURER -AND SU'PPLIER. RepCo Markehng, Inc.

*. LOT NUMBER: 13001
EXPIRATION DATE: March 7, 2015 at Il 159 p.m

RepCo Marketing, Inc. certifies the followmg
RepCo Madcetmg Inc. manufactured; tested and supphed Lot Number.
13001 | of Aléohol Certified Solution for simulators. Random samples of said Jot -
: nmnben wete analyzed by an mdependent laboratory utlhz:lng a gas chromatograph ,
and found to contain 12;5 gms/dl +/-.003 gms/dl wi/vol: ethanol (95%
| Conﬁdence) : : | ' g
The alcohol anddlsulledwaterusedmthe solution were foundto be free of - - -
any mt@femng subsbance ' : - _
ms solution will produte a vapor. aloohol valué of 100 +/-3% gms/210L
Breath when heated to 34 Degrees Célsius +/-0.2 Degrees Celsius in a- simulator

- (95% Confidence). o | |
- The date of manufacture for this’ Lot humber is,__March 8, 2013 .

The expu*atuondatefor thlslotnumberls ,Mgr_ch 7,.2018 at
11:59 p.m, ' : ' - N
‘This docurnent is true representation of the original Certificate of Analysis. -

Cecil B. Garner, President
- RepCo Marketing, Inc.

. meRMin
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Face This Side Down - This E Edge In First

'BAC DataMaster
Evidence Ticket

MISSOURT 3 ATE HIGHWARY PRIRGL .

BAC LATAMASTER SERIAL NUMBER 204134
2o 14
ESTIMG OFFICER:
FLATHERY A Li_:rixk
OFF LL_’J .0, B8
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02-02-"14 12:25 FROM- Festus Police Dept, 6363375086 1-098  P0003/0006 F-B86

State of Missouri
DEPARTMENT OF HEALTH

PER MIT
TYPE |

ALLEN R FLANNERY

is hereby authorized to Instruct and supervise operators, train instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for fhe dete'rmlnation of the alcoﬁollc content of blood from asample of expired (ailveolar) .
air, Issued under the provistons of sectlons §77.020 through 577.051155'::;%0 1988.

06/26/2012 LA .

Dlrelctor of Stato Publio Health Laboratory
omter 220147

- "T(@»’m— .
sxores 06/26/2014 /% g Z

Director, Department of Health
10 8300771 (7-80) Leb, 4 (R7-88)




