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&:%%@ ) BREATH ALCOHOL PROGRAM
%8S DATAMASTER MAINTENANGE REPORT | RECEIVED

LMEN By Carol Day at 9:44 am, Apr 08, 2014

|

Complete this report at the ime of the regutar monthly preventive maintenance check (not to exCeearoo-cuysr:
Gomplete this raport whenever the instrument is serviced or repaired and whenever it is placed inlo service.
Retain the otiginal and send a copy within 15 days to the Breath Alcohol Program, DHSS.

DATAMASTER SN NAME OF AGEHCY DATE OF INSPECTION
204136 Missouri State Highway Patrol 04/03/2014
LOCATION Of INSTRUMENT (STRERY AND 0ITY) TIME OF INSPEGTION
Amold P. D,, 2101 Jeffco Bivd., Amold, Missowr 63010 10:69 am

CHECKLIST: Place a mark in the box by each item if found to be sallsfactory or if operating wilhin cslablished limits. (Wrile in observed values
where determined.) Unmarked ltems mitst be corrected before using instrument,

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) 'DATE AND TIME (from printout) 04/03/14 11:32
A compuTER I/ bETECTOR
PROGRAM ' M rrers
HEATERS SAMPLE CHAMBER 49°c M1 QuARTZ STANDARD
i FLow pETECTOR I/] CALBRATION
PUMP HIGH SPEED : PRINTER
[l INDIGATOR LIGHTS '
| K simuLaror SOLUTION SUPPLIER Guth Laboratories, Inc. LoT# 13280 exp pave 10/20/2015
] SIMULATOR TEMP (34°C 2 0.2°C) 34.1 °C SIMULATOR SN 611039 Exp paTE 04/16/2014

CALIBRATION GHECK — (ONLY ONE STANDARD I1S.TO BE USED PER MAINTENANCE HEPORT)

Run three tests using a standard solution. All three tesis must be within #5% of the slandard value and must have a spread of .005 or
Igss. Mark the box corresponding fe the standard solution being used. (PRINTOUT ATTACHED)

¥ 0.100% STANDARD - MUST READ BETWEEN 0,095% AND 0.105% INCLUSIVE
] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
L—_l 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1% 101 TEST2% 101 TEST3 » 402

PERFORM R.F.|. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 1 |(0-.04) 1 (.05-.09) 5 ,(.10-.14) 11 {15-.19) 7 OVER.19 . 2
0 OPERATE SATISFACTORILY AND WITYHIN ESTARRISHED LIMITS

| LISTANY NEW PARTS AND DESCRIRE ARY ALTERATION O MODIFIGATION THAT WAS MADE TO RESTORE THEINSTRUMENT T
{USH OTHER BVE IF NECESSARY).

* | PRINT FULLNAME

2876 James Bivd,

; "3 . Cpl. Allen R, Flannery
TVPE || FERMIT NUMBEREXFJRATION DATE 7 7 TELEPHONE NUMBER
220147 / 06-26-2014 . (636) 300-2800
RETURN COMPLETED REPORT TO THE; - Breath Alcohel Program, MO Depariment of Health and Senior Services, Southeas! District Office | ©

Ponfar Bluff, MO 63301

LAB-118

MO 560-14E6 (2-08) AH EGUAL OPPORTURNITY/AFFRMATIVE ACTION EMALOYER
. Z400CHS foaaded 00 B NANGIAT MY sy
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GUTH L.ABGRATORIES, INC.

; HORTHI?H\STREET‘RARRB ; P111ﬂ4611 & JELEPHOMNE: 1178846470

CERTIFICATE OF ANALYSIS

. Certified Alcohof Reference Solution for Simulator.

_ Random Samples of Lot Number 13290 of ,
Alcohol Reference Solution for Simulator were analywd by
gas chromatography *on October 31, 2013, us:ng a Perkm Elmer - Gas
Chmmatograph Autosystems XL S/N: 610N9030209 and found to. contain’
0.1202% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 29,2015 at 11:59 PM,

When used in a cahhrated Simulator, operatmg at
34°C  +/- .2°C; this solutmn w:li give ‘2 breath alooho! -
analysis ‘instrument reading of 0.100 g/210L +/-'3%.

The al¢ohol and: wafer uscd in tlus sofution were

free of test interfering substances.

Ted L. Pauley, President’
: GUTH LABORATORIES, INC.

NIST Traceability: ’

Testing was canducted using Cerﬂ!ranr Reference S:andard lot number FNI22211-02 whose
values-are traceable to NIST.

All bolances are calibrated annua”y by an oul.wde agenay using NIST traceable weighfs
Calibration verificafion is done prior {o each use u!ilizlng NIST lraceab!e welghts,
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S, TESTING OFFICER:

U OFFICER I.D.¢ 551

- BLAMK TEST
.. INTERNAL STAMDARD
S EMTERNAL STANDARD
. “BLANK TEST

- . BLANK TEST
' ENTERNAL STANDARD
' BLANK TEST :

et S TM,
L TAVG.

o1
. 1813

i

. FLRNNERY-ALLEN/R

" PERMIT NUMBER: 220147
- < EXPIRATION DRTE: B&/26/14
© - MISCELLANECUS DATAS
' CALIBRATICON TEST

L EXTERNAL STAMDARD

. MISSOURI "STATE HIGHWAY PATROL .
;7. BAC DATAMASTER SERIAL NUMBER 204136 .
‘ . B4 o314 '

~-~ SUPERVISOR MODE -~~~

- 388

VERIFIED

.16
. 0809
161
. BEa

Tl

. 056

Face This Side Down - This Edge In First
BAC DataMaster
“Evidence Ticket

11143
11743
11:d4

11145°

11:45
11346
11:46
11:47

T
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: Operator $ignature£'/ é AK W _
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DEPARTMENT OF HEALTH .

PERMIT

ALLEN R FLANNERY
ls herety authorized to Irstruct and a.upe'rvise operators, fraln lnairuotors, Inapect, . '
- callbrate, perform field repilrs, and operate the following breath snalyzer(s):.
o o . DATAMASTER = -
lveolar)

for the dete}niknatinn of the alcéﬁauc' content of blood from asample of expired (a
&lr. Issued under the provislons of sections 577.020 through 577.041, RSMo 1586.

e 08260012 (s _ .
. i _ ' Dirzotor of Stats Publlo Hotlth Laborelony
v 0626/2014 .. 7 Wz

" woswarn g



