STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT

MISSOURI DEPARTMENT OF HEALTH AND SENIOR LEHVICES

[RECEIVED ]

By Carol Day at 12:47 pm, Apr 02, 2014
REPORT #6

Complete this report whenever the instrument is serviced or repaire
Retain the original and send a copy within 15 days to the Breath Alc

Complete this report at the time of the regular monthly preventive m{iintenance check {not to exceed 35 days).

and whenever it is placed into service.
hol Program, DHSS.

DATAMASTER SN NAME OF AGENCY

204137 Missouri State Highway Patrol - Tropp C 04/01/2014

DATE OF INSPEGTION

LOCATION OF INSTRUMENT (STREET AND CITY}

301 N Second Street, St. Charles, Missouri, 63301, St. Charlg

TIME OF INSPECTION

5 county D.O.C. | 8:23 pm

where determined.) Unmarked items must be corrected before using

CHECKLIST: Place a mark in the box by each item if found to be satislactory or if operating within established limits. (Write in observed values

instrument.

] DIAGNOSTIC CHECK (PRINTOUT ATTACHED)

DATE AND TIME (from printouty 34/01/2014 2023

/] compuTER ] peTeCTOR

] ProGRAM KA FILTERS

/] HEATERS SAMPLE CHAMBER 50°C ] QUARTZ STANDARD

FLOW DETECTOF: ¥] caLiBRATION

PUMP HIGH SPEED Y] PRINTER
¥l INDICATOR LIGHTS
1 simMuLATOR SOLUTION suPPLIER Guth Laboratories Inc. LOT # 13290 EXP. DATE _10/29/2015
[¥] SIMULATOR TEMP (34°C + 0.2°C) 34.2 “C SIPULATOR SN G11079 EXP. DATE 10/16/2014

Run three tesis using a standard solution. All three tests must b

E CALIBRATION CHECK — {ONLY ONE STANDARD IS TO BE UJED PER MAINTENANCE REPORT)

within £5% of the standard value and must have a spread of .005 or

lass, Mark the box corrgsponding to the standard solution being

(1 0.040% STANDARD - MUST READ BETWEEN 0.038% AND

E 0.100% STANDARD - MUST READ BETWEEN 0.095% ANDJ0.1056% INCL.USIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% ANDJ0.084% INCLUSIVE

sed. (PRINTOUT ATTACHED)

042% INCLUSIVE

TEST1w 103 TEST2w 403

TEST3 w 103

|_7_| PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWIN[Z RANGES SINCE THE LAST MAINTENANCE REPORT:

(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 }(0-04) 0

(.15-.19) 3 OVER .19 1

LIST ANY NEW PARTS AND DESCRIBIZ ANY ALTERATION OR MODIFICATION THAT WAS MADE
(USE OTHER SIDE IF NECESSARY).

BIGNATURE

TN i A%

(.05-.09) 2 l.10-.14} 10

RESTORE THE INSTAUMENT TO OPERATE BATISFACTORILY AND WITHIN ESTABLISHED LIMITS

PRINT FULL NAME

Trooper B. W. Long

TYPE Il PERMIT NUMBER/EXPIFATION DATE

230035 02/27/2015

TELEPHONE NUMBER

(636) 300-2800

2875 James Blvd.
Poplar Bluff, MO 63901

RETURN COMPLETED REPORT TO THE: Breath Alcohol Pragram, MC Department of Health and Senior Services, Southeast District Office

MO 580-1468 (2-08) AN EGUAL ORPORATUNITY/A|
Iervices providad o

FIRMATIVE AGTION EMPLOYER LAB- 11§
a nondiscrimatory basis
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Il

BRYAN W LONG

and operate the following breath analyzer(s)

DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired air. Permit issued under the provisions of sections
577.020 through 577.041, RSMo and 306.111 through 306.118 RSMo.

- /_D
e 0212772013 Lo e

DIRECTOR OF STATE PUBLIC HEALTH LABORATORY
NUMBER 230035

2ol \JthQj
expimes 0212712015

Acting Director
MO 580-0771 (5-10)

DIRECTOR OF DEPARTMENT OF HEALTH AND SENIQR SERVICES
LAB-4 (R6-10)
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