s, MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
2 STATE PUBLIC HEALTH LABORATORY

i) BREATH ALCOHOL PROGRAM {RECEI VED }
WY DATAMASTER MAINTENANCE REPORT

Emp!ete this report at the lime of the regular monthly preventive maintenance check {not to exceed 35 days).
Complete this report whenever the instrument is serviced or repalred and whenever il is placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

DATAMASTER SN NAME COF AGENGY DATE OF INSPECTION
204148 Missouri State Highway Patrol 04/02/2013

TIME OF INSPECTION

By Carol Day at 10:10 am, Apr 11, 2014

PR UHT 70

LOCATION OF INSTRUMENT [STREET AND CITY)

110 W. Elm St. Room 70 Ozark /7Y
CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within eslablished limits. (Write in observed values
where determined.) Unmarked items must be corrected before using instrument,

[/l DIAGNOSTIC GHECK (PRINTOUT ATTACHED) DATE AND TIME (rom printouty 89 /02//4) 1024
[7] comPuTER i/l bETECTOR
i1 PrROGRAM W Futers
I/l HEATERS sAMPLE cHAMBER . 49 °C V1 QuaRrTZ sTANDARD
/1 FLOW DETECTOR [/l cALIBRATION
[¥] PUMP HIGH SPEED [/] PRINTER

/] INDICATOR LIGHTS

SIMULATOR SOLUTION suPPLIER RepCo Marketing inc. LOT # 13001 EXP. DATE 03/07/2015
SIMULATOR TEMP (34°C + 0.2°C) Y A °C SIMULATOR SN G11046 EXP. DATE 03/26/2014

CALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three lests using a standard solution. Al three tests must be within £5% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

IZI 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 o 09 % % TEST 2 - . 099 %0 TEST3 » 099 7o

PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)
(.10-.14) /Z

(.05-.09) ,7\

OVER .19 0

ND WITHIN ESTABLISHED LIMITS

(.15-.19) l

REFUSALS 0 ’(0-.04) L/

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY A
{USE OTHER SIDE IF NEGCESSARY).

Alcohol Vapor Concentration .100% Bottle #166 Lot #13001 RepCo Marketing Inc.

SPECTING OFFICER .
PRINT FULL NAME

) W Wwe pe— Michael W. Lee

TYPE Il PERMIT NUMBER/EXPIRATION DATE TELEPHONE NUMBER
240060  03/07/2016 {417) B95-6868
RETURN COMPLETED REPORT TO THE: Breath Alcohot Program, MO Department of Health and Senior Services, Southeast District Qffice

2875 James Blvd.
Poplar Bluff, MO 63901

AN EQUAL OPPORTUNITY/AFFIAIMATIVE ACTION EMPLOYER
senies provided on a nondiscrimatery hasis

110 580-1468 (2-08} LAB-116



dayc
Received


REPCO MARKETING INC.

3101-188 STONYBROOK DRIVE
RALEIGH, N.C. 27604
219-876-5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Markefing, Inc.

LOT NUMBER: 13001
EXPIRATION DATE: March 7, 2015 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following: .
RepCo Marketing, Inc. manufactured, tested and supplied Lot Number.
13001 _ of Alcohol Certified Solution for simulators. Random samples of said ot -
number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain __.1215 - gms/dl +/-003 gms/dl wt/vol ethanol (95%

Confidence).
The alcohol and distilled water used in the solution were found to be free of

any interferring substance.
This solution will produce a vapor alcohol value of 100 +/-3% gms/210L

Breath when heated to 34 Degrees Célsius +/-0.2 Degrees Celsius in a-simulator

. (95% Confidence). :
The date of manufacture for this lot number is March 8, 2013

The expiration date for this lot number is _ - March 7, 2015 at
11:59 p.m. '

This document is a true represenz' on of the original Certificate of Analysis.

Cecil B. Garner, President
RepCo Marketing, Inc.

Form RM 02




Face This Side Down - This Edge In First

—~|BAC DataMaster
Evidence Ticket

MISSOURI STATE HIGHWAY FRTROL _
AC DRTAMASTER SERIAL NUMBER 284183 °
B ERold

BTING OFFICER:

LEEAM~id /
FIZER I.D.: 342

RMIT NUMEER: Z42@5H
PIRATION DATER Go-a7/16
SCELLANEDUS "DRTH:

——— SUFERYIZOR MODE ——m

ANK TEET - BEE 18132
TERMAL ETANDARD WERIFIED 19:3g
TERNAL STANDARRD 9 18132
FNK TEST - EUEE 16:39
TERMAL STANDRRD -89 1B:4g
ANK TEST . B 16:48
TERNAL STANDART Nk tEz41
ANK TERT . Bien idzag

Face This Side Down - This Edge In First

m | BAC DataMaster
Evidence Ticket

MISSOURT STATE HIGHWAY FATROL
BAC -DATAMASTER SERIAL HUMEER 29418%
B4-E2o14

RRREST TIME: o3:39
SUBJECT MNAME: |
TESTA AR -
PO Bloaless IEN: M ]
| STRTE-D. L. MO-183456 . :
ARRESTING OFFICER: :
LEE~MAT -
CFFICER I.D.: 242
TESTING OFFICER:
C LEE/MAN
COFFICER 1.D.: S«
; PERMIT NUMEER: c4poes
EXFIRATION DATE: B3/ETF-18
MISCELLANEDIUS DATA:

== EREATH ANARYSIS =em
BLANK TEST cEea 148231

IMTERNAL STANDART VERIFIED  1@:31
wmmumm INTERFERENCE

Face This Side Down - H‘_‘m‘m‘H‘mNn‘ ~=m,=.mﬂ
BAC DataMaster
Evidence Ticket

MISSOURI STATE HIGHWRY PRTROL
ERC DRTAMASTER SERIAL MUMEBER 264153
B4R 14
la:2
—~- DIAGNOSTIC CHECK ——
COMPUTER: KAy

PROGRAM (G4-a7-20850) AKkAY

HEATERS

SRIPLE CHAMBER: 45e
FLOW DETECTAR: ke
BUMP d .
HIGH SPEED:- - ORAY
DETECTOR: DK
FILTERS: nKAY
Tcmmqm STRMIARD: KR
CALYBRATION: kY

, PRINTER TEST .

COPTHERE S Ok - SB1229367E9 1 1 <=0 PEABCT
ImLRW320ﬂ@NW4CﬁEK{Nﬂfu>Iemwnam*ﬂ:wurp
‘ogrstussy (| pe™

signanre_ [T HE_LEE




