MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT | RECEIVED

By Carol Day at 12:21 pm, Oct 28, 2014

Complete this repott at the ime of the regular monthly preventive maintenance check (not to exceed 35 di,
Complets this report wheanever the instrument is serviced or repaired and whenever it is placed into gervice,
Retain the original and send a copy within 15 days 0 the Breath Alcohol Program, DHSS,

DATAMADYER SN HAME OF AGENCY DATE OF INSPECTION
2041564 Missouri State Highway Patrol 10/18/2014
LOCATION OF INSTRUMENT (STAEET AND CITY) TIME OF INSPECTION
Morgan County Jail, 211 E. Newton, Versalilleg, MO 65084 6:84 pm

CHECKLIST: Place a mari in the box by each ltem if found to ba satisfactory or if operating within establlshed limits. (Write In observed values
where detamined.) Unmarked itsms must b corrected before using instrument.

! DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 10-18-14, 1854
i computER ' i) beTECTOR
K] procram Kl FuteRs
I/} HEATERS SAMPLE CHAMBER 50°c i) QuARTZ 5TANDARD
¥ FLow DETECTOR CALIBRATION
71 PUMP HIGH SPEED 7] PRINTER

] INDICATOR LIGHTS
¥l SIMULATOR SOLUTION SUPPLIER Guth Laboratories LOT # 13001
[/} SIMULATOR TEMP (34°C + 0.2°C) 33.99 G SIMULATOR SN G8203 EXP. DATE 02/07/2016

/] CALBRATION CHECK ~ (ONLY ONE STANDARD {8 TO BE USED PER MAINTENANCE REPORT)

Run threa tests using a standard solution. All thres tests must be within £5% of the standard valug and must have a spread of .005 or
less, Mark the box correaponding to the standard solution being used. (PRINTOUT ATTACHED}

8 0.100% STANDARD - MUST READ BETWEEN 0.085% AND 0.106% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0,084% INCLUSIVE
[ 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

Exp DATE 08/07/2015

TEST 1% 0,096 TEST 2 0,096 TEST3 = 0,007

/] PERFORM R.F.. TEST (PRINTOQUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 1 (0-.04) 4 (.05-.09) -3 (.10-.14) 1 {.15-19) 2 OVER .18 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFAGTORILY AND WITHMN ESTABUSHED LIMTS
{USE OTHER GIDE IF NECESSAAY).

instrument meets Dapartment of Health Regulations.

SIGNATURE PRINT FULLNAME
Brian J. Gsier

MO SE-1AR3 122031

MR LSS Hdyd Tn o reacistemaAlit Lae

»
TYPE IF PEAMIT N TELEFHONE NUMBER
230324 12/23/2015 ) (573) 7511000
AETURN COMPLETED HEPORT TO THE: Breath Alcohol Pregram, MO Dapartment of Health and Senior Services, Southeast District Oftlce
2875 James Bivd.
Poplar Bluff, MO 63901
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REPCO MARKETING INC. |

B1O1-188 FTONYEROOK DRVR
RALEIGH, NC. 27604
P10-576-5480

CERTIFICATE OF ANALYSIES

" MANUFACTURER AND SUPPLIER: RepCo Marketing, Jac.
LOT NUMBER: 13001
EXPIRATION DATE: March 7, 2015 at 11:50 p.m.

RepCo Marketing, Inc, cemﬁes the following: ‘ :
RepCo’ Marketing, Ino. mapufactured, tested and supphed Lot Number .

© 13001 of Alcohol Certified Solution for simulators. Random samples of said lot -
numberwmanalyzedbyanmdependemmbomoryuhhmngagaschlomgmph
' and found to contain __J218 - gmsAdl +/-003 gms/dl wifvol ethanol (95%

~ Confidence).

The alcohol and distilled water used in the solution were foundtobeﬁeeof

any interferring substance. |
This solution will produce a vapor-alcobol value of 100 +/-3% gms/210L

Breath when heated to 34 Degrees Ceélsius +/-0.2 Degrees Celsius in a simulator

. (95% Confidence).

'Ihedateofmanufacmreforthislotmnnberzs March 8, 2013
'I'hee)qm'anondatzforﬂnslotnnmberm__mmms at
11:59 p.m.

Thlsdomnnentls a true represeny jon oftheongmalCertlﬁcaheofAnalysm

Cecil B. Garner, President
RepCo Marketing, Inc.

Form RM 02



_ Face This Side Down - This Edge In First Face This Side Down - This Edge In First

BAC DataMaster BAC DataMaster
Evidence Ticket o Evidence Ticket

HMIZSOURT SYATE HIGHWAY FSTROL
BAC DRTAMASTER SERIAL MUMBER 204154
18,5814
12:54

MISSOURT STHTE HIGHURY PATROL
EAC DATAMASTER SERIAL NUMEBER 84154
1 18,14

TESYING OFFICER:
GEIER/BRIAN I

OFFICER I.D.: 599

FERMIT MUMBER: 2329324

EXFIRATION DATE: 1&8/23-15

i MISCELLANESUS DATA:

— DIAGMOSTIC CHECK —-—-
COMPIITER: UKRY

PROGRAM (84-B7-gmdai:  GKRAY

v ettt Ak P b ke g m e e e e e 8

HEATERS
e SUPERVISDOR MODE = SAMPLE CHAMEER: SO
ELANK TEST .85 1203 i FLOW DETECTOR: By
INTERMNAL STRMDERD YERIFIED  19:9%
EXTERNAL STRANDARY 95 19: 48 FLMP
ELAMK TEST . BEG 191 ag HIGH SFEED: oKay
EXTERNAL STANDART .56 19: 49 i
BLANI TEST . B0E 19: 1@ ! DETECTOR: (KEY
i EXTERNAL STAMDARD @97 i9:1@
: BLANK TEST . B 19511 FILTERS: CKAY
L _H=3 . QUARTZ STRHDARD: BEAY
SIM. = .1 !
F==fVB. = .09 ===—rn_TERATION: CHRY

amria oy a—

PRIMNTER TEST
PUBEHG (b -, /DIRB45678T 5
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_ pgretuvwegz{] =7

Opesstor mmwuuﬁnng .“\\hﬂ%w“a Operator wmmews_d.J&\s \\&Wﬂ%



Face 1m Side Down - Ui IZdge in Firse

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Ii
BRIAN J GEIER

is heraby authorized o instruct and supervige operators, train instructors, inspect, calibrate, perform tield service and repairs
and operate the following breath analyzer(s):

DATAMASTER, INTOX DMT

for the determination of the alcoholic contant of bicod from a sample of expired air. Permit issued under the provisions of sections

577.020 through 577.041, RSMo and 306,111 through 308.119 RSMo.
g
L/\)ﬂ 'AQ;—_

DATE ___12/232013
DIRECTOR OF STATE PUBLIC HEALTH LABORATORY

NUMBER 230324
EXPIRES 12/23/20115 : _‘#cﬂng_dlnedur_.__
DIHEUTOR OF DEPARmENT OF HEAL AND SENIOR SERVICES

W40 620-0771 (5163 e
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