
MISSOURI D E P A R T M E N T O F HEALTH AND SENIOR S E R V I C E S 
STATE PUBLIC HEALTH L A B O R A T O R Y 
BREATH A L C O H O L P R O G R A M 
D A T A M A S T E R M A I N T E N A N C E R E P O R T REPORT #6 

Comple te this report at the time of the regular month ly preventive main tenance check (not to exceed 35 days) . 
Comple te this report whenever the inst rument is serviced or repaired and whenever it is p laced into serv ice . 
Retain the or iginal and send a copy within 15 days to the Breath Alcohol Program, DHSS. 

DATAMASTER SN 

204159 (inv# 127276) 
NAME OF AGENCY 

Missouri State Highway Patrol 
D.ATE OF INSPECTION 

10/02/2014 
LOCATION OF INSTRUMENT (STREET AND CITY) 

415 W. 3rd Street Platte City, Missouri (Platte County Detention) 
TIME OF INSPECTION 

11:41 am 
C H E C K L I S T : Place a mark in the box by each i tem if found to be sat isfactory or if operat ing within estab l ished limits. (Write in observed values 
where determined. ) Unmarked i tems must be corrected before using instrument. 

0 D I A G N O S T I C CHECK (PRINTOUT ATTACHED) DATE A N D T IME (from printout) 10-02-2014 1141hrs 

0 C O M P U T E R 0 D E T E C T O R 

0 P R O G R A M 0 F ILTERS 

0 H E A T E R S SAMPLE C H A M B E R 50 °C 0 Q U A R T Z STANDARD 

0 F L O W DETECTOR 0 CAL IBRATION 

0 P U M P HIGH SPEED 0 PR INTER 

0 INDICATOR L IGHTS 

0 S IMULATOR SOLUTION SUPPLIER Guth Laboratories, Inc. L O T # 13280 EXP. DATE 10/16/2015 

0 S IMULATOR T E M P (SA-'C ± 0 . 2 ° C ) . 34 "C S IMULATOR SN G11071 EXP. DATE 12/04/2014 

0 C A L I B R A T I O N CHECK - (ONLY O N E S T A N D A R D IS TO B E USED PER M A I N T E N A N C E R E P O R T ) 

Run three tests using a standard so lut ion. All three tests must be wi th in ± 5 % of the standard value and must have a spread of .005 or 
less. Mark the box corresponding to the s tandard solution being used. (PR INTOUT ATTACHED) 

0 0 . 100% STANDARD - MUST R E A D B E T W E E N 0 .095% AND 0 .105% INCLUSIVE 
• 0 . 0 8 0 % STANDARD - M U S T R E A D B E T W E E N 0 .076% AND 0 .084% INCLUSIVE 
• 0 . 0 4 0 % STANDARD - MUST R E A D B E T W E E N 0 .038% AND 0 .042% INCLUSIVE 

T E S T 1 * - .098 T E S T 2 " ^ ,098 TEST 3 .099 

0 P E R F O R M R.F.I. TEST (PRINTOUT ATTACHED) 

INDICATE THE N U M B E R OF B R E A T H T E S T S IN THE F O L L O W I N G R A N G E S SINCE THE L A S T M A I N T E N A N C E REPORT: 
(DO N O T I N C L U D E S E L F - A D M I N I S T E R E D T E S T S ) 

R E F U S A L S 0 (0-.04) 0 (.05-.09) 0 (.10-.14) 2 (.15-.19) 0 OVER .19 1 

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS 
(USE OTHER SIDE IF NECESSARY), 

Instrument is operating within DHSS specifications. 

I N S P E C T I N G O F F I C E R 

TYPE It-r»6e4i!l NUMBER/EXP 

240092 03/11/2016 

PRINT FULL NAME 

Trooper T.I. Goolsby 
TELEPHONE NU.MBER 

(816) 622-0800 
RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Depar tment of Health and Senior Services, Southeast Distr ict Off ice 

2875 James Blvd. 
Poplar Bluff, MO 63901 

MO 580-1468 (2-08) AN EQUAL OPPORTUNlTV..AFriRWATIVE ACTION EMPLOYER 
se'vices provided on ft nonddcrimalory b3s;s 

dayc
Received



G u t h L a b o r a t o r i e s , I n c . 
aeO NORTH «7M> STREET • HARRBBUWG, PA 17111-4811 • TELEPHONE: TT7-684-6«7D 

C E R T I F I C A T E O F A N A L Y S I S 

Certified Alcohol Reference Solution for Simulator 

Random Samples of Lot Number 13280 of 

Alcohol Reference Solution for Simulator were analyzed by 

gas chromatogr^hy on October 18, 2013, using a Perkin Elmer Gas 

Chromatograph Autosystem XL S/N: 610N9030209, and found to contain 

0.1217% (w/vol) ethyl alcohol. The expiration date for this lot 

number is October 16,2015 at 11:59 PM. 

When used in a calibrated Simulator, operating at 

34«'C +/- .2°C, this solution will give a breath alcohol 

analysis instrument reading of 0.100 g/210L+/-3%. 

The alcohol and water used in this solution were 

free of test interfering substances. 

GUTH L A B O R A T O R I E S , INC. 

NIST Traceability: 
Testing was conducted using Ceriiliant Reference Standard lot number FN1222U-02 whose 
values are traceable to NIST. 
AH balances are calibrated annually by an outside agency using NIST traceable weights. 
Calibration verification is done prior to each use utilizing NIST traceable weights. 



Face I his Side Down - This Edge In First 

BAC DataMaster 
Evidence Ticket 
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Face This Side Down - I his Edge In First 

BAC DataMaster 
Evidence Ticket 
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Face This Side Down - This Edge In F ir s t 

BAC DataMaster 
Evidence Ticket 
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Dperator Signature. 


