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Y., MISSOUR] DEPARTMENT OF HEALTH AND SENIOR SERVICES

sk, STATE PUBLIC HEALTH LABORATORY

£431) BREATH ALCOHOL PROGRAM RECEVED
A L0, :3 , 5
Y DATAMASTER MAINTENANCE REPORT S B e

Complete this report at the time of the regular mondhly preventive maintensnce cheék (hol lo exéeed 35 days).
Com_pleta ihis repont whenever the instrument is serviced or repaired and whenever it is placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohal Program. DHSS.

DAIAMASTER 61 LANE Or AIAEHEY OATC OF INGFECTIEN T
204185 Missourl State Highway Patrot <. =y }\‘l
1 OGAUON OF INSTRUMEHT (STREET AD CITY, TIVF OF INSPECTION

10405 St. Charles Rock Road, St. Ann, MO {St. Ann Police Depariment) | 2.5 7

CHECKLIST: Place a matk in the box by each item if found to be satisfactory or if operating within established limits. {Write in observed values
where determined.) Unmarked ltems must be corrected betore using insteument, -

[ﬁ DIAGNOSTIC GHECK (PRINTOUT ATTAGHED) DAFE AND TIME (trom printouy 3 3614 1257
B Eéompunsﬂ Ei)/ETECTOR | ) N
i | [ROGRAM [Frurers

Ef HEATERS SAMPLE CHAMBER _ S «¢ ) | @UARTZ STANDARD

ﬁ ELOW DETEGTOR ﬁ FALIBRATION

/E(PUMP HIGH SPEED [‘f PRINTER
m, INDICATOR LIGHTS
[ smuaron soLurion suppLier REPLD o+ (300 expowe 37 s
a« SIMULATOR TEWP (34°C 2 02°0) 3% T2 w6 smuuwtorsy_J[O o exp,oate | 015

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Auy three tesls using a standard solution. All three tests must be within £5% ot the standard value and must have a spread of .005 or
legs. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 1.105% iNCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INGLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0 038% AND 0.042% iNCLUSIVE

TEST 1 = . 1O} ’rssrz-r MO I’resw;r /02

ij FERFORM FLE1, TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) . s

{.05-.09) ’)_ 1(.10-.14) O (15-19) | OVER.19 )

1

AEFUSALS O |w-04 O

LIST ANY HEW PARTS AND DESCRIDE ANY ALTERATION OR MODIRCATION THAT WAS MAGE 1O RESTORE THE INSTHUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
H)IE GTHER $1DE IF NECESSARY;

INSPECTING OFFICER =~

SIQHATUNE - g PRI FULL MAME

b ;:\F 5.V, Buchheit

1YHL B OFAMY NU.‘.{BJ:R.'E.\'PW JELEPHONE NUMEES

240046 03/07/2016 {636) 300-2800

RETURH COMPLETED REPORT TO Tre: Breaih Alcohot Program, MO Depanment of Hezith and Senior Servicas, Southeast Distict Office

2875 James Blvd.

Poplar Biuff, MO 63901
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REPCO MARKETING INC.

3101-188 BTONYBRCOK DRIVE
RALEIGH, NC, 27804
919.076-3480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.
LOT NUMBER: 1300)
EXPIRATION DATE: March 7, 2015 at 11:59 p.n.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manufactured, tested and supplied Lot Number
13001 of Alcohol Certified Solution for simulators. Random samples of said lot
nuraber were sivatys‘ed by an independent laboratory utilizing a gas chromatograph
and found to contain _ 1215 gms/dl +/-.003 gms/dl wt/vol ethanol (95%

Confidence).
The alcohol and distilled water used in the solution were found to be free of

any interferring substance,

Tliis solution will produce a vapor alcohol value of 100 +/-3% omns/210L
Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator
(95% Confidence).

The date of manufacture for this lot number is__March 8, 2013
at

The expiration date for this lot number is __~ March 7, 2015
11:59 p.m.

I'his document i3 a true representatjon of the original Certificate of Analysis.
[ A wldr

Cecil B. Garner, Presi&ent
RepCo Marketing, Inc.

Foruw RM 0
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STATE OF MISSOURI RN

7
DEFARTMENT OF HEALTH AND SENIOR SERVICES 1 )
BREATH ALCOHOL PROGRAM ‘\ & /)

PERMIT
TYPE I

S V BUCHHEIT

g
& Wereny authoriied 10 inruct and supervise Dpecators, Irain instructors, wispect, calibrate, perlorm fsid satvica and repsis,
ara operate the fotlowing breath analyzex(s):

DATAMASTER, INTOX DMT i

for the datarminaton of tha alcgholle contani ¢l bxeod iramt a sampio ol oxpirad gir. Pormitissued Under 1hd ATQUIRONR o garilons
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