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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

| INTOX DMT MAINTENANCE REPORT

(RECEIVED

’I o1
Complete this report at the time of the regular monthly preventive maintenance check (not to exceed iBy Cargl Day at 2:21 pm, Nov 19, 2014

Compilete this report whenevar the instrument Is serviced or repaired and whenever it is placed into service.
Retain the oliginal and send a copy within 15 days to the Breath Alcohol Program, DHSS,

INTOX OMT SN NAME OF AGENCY DATE QOF INSPECTION
500012 Velda City Police Dept. 1119/2014
[LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION

2803 Maywood Ave. Velda City, MO 63121 13:19:06

Ea?ug%lesr::dggﬁ% i?] érg’t)art ir? nl]i;?ki(;%xi tlgn esar(r::'tj g?gweigmggg etg ggfg?gsdiﬁ}o? of s operating within established limits. (Write in observed
. g instrument. .
El DIAGNQGSTIC RECORD )
DATE AND TIME _11/19/2014 13:19:09 DETECTOR
K] PROQGRAM K| FILTER 1
Kl SAMPLE CHAMBER 48.8°C & FILTER2
Xl BREATH TUBE_45.7°C FILTER 3
B PUMP &l INTERNAL STANDARD

BREATH ANALYZER ACCURACY STANDARDS

B SIMULATOR STANDARD

Kl COMPRESSED ETHANOL-GAS MIXTURE

EXP. DATE _10/01/2015

El STANDARD SUPPLIER_INTOXIMETERS __ LOT#_AG327401

O SIMULATOR TEMP (34°C 1 0.2°C) SIMULATOR SN SIMULATOR EXP DATE

10% STANDARD - MUST READ BETWEEN 0.085% AND 0.105% INCLUSIVE
08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

Xl CALIBRATION CHECK. (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
" Runthree tests using a standard, Afl three tests must be within 5% of the standard value and must have & spread

of .005 driess. Mark the box corresponding te the standard being used.
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TEST 1: 0.076 TEST 2: 0.076

TEST 3: 0,076

Kl PERFORM R.F.). TEST

INDICATE JHE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS42 _IO-.04: 0 05-.09: 0 A0-.14:1

15-19: 0 OVER.18: 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN
ESTABLISHED LTS (USE OTHER SIOE IF NECESSARY)

| SISMATURE

INSPEC TN S OFFICER &
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PRINT FUI N\‘.E —_—
DANIEL PAULINO

230231

TYPE I PERMIT NOUMBER™ ~ ™ ’ ' EXPIRATION DATE TELEPHONE HUNMBER

10/17/2015 314-382-7004

Southeast District Office
2875 James Bivd, Poplar Bluff, MO 63901

RETURN Ci)MPLETED REPORT TO THE Breath Alcohol Frogram, MO Dapariment of Health and Senior Services

A0 5802808 (3-15 AN EQUAL OPPORTUNTY/AFFIRMATIVE ACTION EXMPLOYER
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Alrges USALLE (LA ')

2500 Bemnatd St
8t Louls, o, 63103
Phe (314) 533-3100

Fax; (374) 6337320

' Certificate of Analysis
' Test Date: 2.0u0-2013

Lot # AG327401

Certified Conce o

Cyl. Type Compone
108 Ethanol 0.080 £.0.002 BrAC (208 pipm)-
i : Nm‘ogen Balance ’
‘Certificafion Traceable to N.IS.T. RGM Ethanol Standards: '
Cohceentration . ©  SenalNo, .- Concentrafion
381.8 ppm EB0010603 382.6 ppm
269.8 ppm " EB0010553 266.9 pprn
200,0 ppm EB0010595 208.9 ppm
103.7 ppm : EB0010562 104.9 ppm
EB001057D ~ 5284ppm

62,22 ppmi
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Rod Marsala

ISO 17026:2005 A2LA aocredifed. Certiffcate Number 268001
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STATE QF MISSOURI
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