A S MISSOURI DEPARTMENT OF rEATH AND SERIOR SERVICES
"‘%f\smm PUBLIC HEALTH LABORATORY RECEIVED 1

\ ] i\ aREATH ALCOHOL PROGRAM
LEEE (NTOX DMT MAINTENANCE REPORT
Complete this report at the time of the regulat monthly preventive mantenance check (not to excesd 35 days).

Complete this report whenever the instrument is serviced or repaired and whenever it is praced info service.
Retain the original and send a copy within 15 days to the Breath Aleohol Program, DHSS.

By Carol Day at 9:43 am, Dec 19, 2014 [°RT &

INTOX DT SH NAE GF AGENCY DATE OF IMAPECTION
500258 Mountain Grove Police Depariment 12/17/2014
LOCATION OF INSTRUMENT {STREET AND CITY) TIME CF INSPECTICN

Mountain Grove Police 102 East State Street 13:19:48

CHECKLIST: Place a mark in the box by each item if found to be satisfactory of is operating within established limits. (Wiite in observed
values where determined), Unmarked items must be comected before using instrument.

DIAGNCSTIC RECORD

DATE AND TIME _12/17/2014 13:19:50 {1 DETECTOR
Kl PROGRAM B4 FILTER 1
K] SAMPLE CHAMBER_48.7°C k) FILTER 2
K} BREATH TUBE_48.1°C ® FILTER3
PUMP INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS
& SIMULATOR STANDARD [0 COMPRESSED ETHANOL-GAS MIXTURE
K STANDARD SUPPLIER_GUTH LOT #_ 14030 EXP. DATE_01/20/2016
Kl SIMULATOR TEMP (34°C £0,2°C)_34.0 SIMULATOR SN_§D3322  |SIMULATOR EXP DATE 12/16/2015

CALIBRATION CHECK -~ {ONLY ONE STANDARD 8 TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard. All three tests must be within £5% of the standard value and must have a spread

of .005 or less. Mark the box corresponding to the standard being used.
Rl 0.10% STANDARD - MUST READ BETWEEN 0.085% AND 0.105% INCLUSIVE

0 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

(] 0.04% STANDARD - MUST READ BETWEEN 0.036% AND 0.042% INCLUSIVE

TEST 4: 0.101 TEST 2: 0.101 ' TEST 3: 0.101

PERFORM R.F.. TEST

NDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS: 0 0-.04:1 .05-.08:0 A40-14:0 15-19: 0 OVER .18:0

IUET AR NEW PARTE AND DRGCRIBE ANY ALTERATION TR MODIFIGATION THAT WAS MACE TO R ESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN
ESTABLISHED LIVE'S (JSE OTHER GIDE IF NECEBSARY)

INGPECTING OFFICER .~ i e
EIGNATURE PRINT FULL NAME

NG DANIEL R BLEDSOE i

TYPE || PERMH HUMBERN EXFIRA TION DATE TELEPHONE NUMBER
240433 12/17/2018 417-926-5181
RETURN COMPLETED REPORT TO THE Breath Alcohol Progra, MO Department of Health and Senior Semvices
Sautheast District Office
2875 James Bivd, Poptar Bluff, MO 63901
MO 580-2858 313} AN EQUAL OPPORTUNI‘IYMFHRMATIVE ACTION EMPLOYER LAB-1

sardces provided ond nandizenminatary basis


dayc
Received


ﬁ—lé»l@% GUTH LLABORATORIES, INC.
T

»1\/ £20 RORTH 67t STREET ® HARRISBURG, PA 471{1, 4511 + TELEPHONE: 717264 5570

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Soluﬁon for Simulator

Random Samples of Lot Number 14030 of
Alcohol Reference Solution for Simulator were apalyzed by
gas  chromatography on January 22, 2014, using a Perkin Elmer Gas
Chromatograph Aufosystem X1, /N: 6 10N9030209, and found to contain
0.1215% (w/vol) ethyl alcohol. The expiration date for this lot
‘number is January 20,2016 at 11:39 PM.

When used in a calibrated Simulator, eoperating at
 34°C  +/- ,2°C, this solution will give a breath alcohol
analysis imstrument reading of 0.100 2/2T0L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

Tl
. Ted L. Paﬁley, President
GUTH LABORATORIES, INC.

NIST Traceability;
Testing wos ¢onducted using

values are traceable ta NIST.
All balapces are calibrated annwally by an outside agency wsing NIST traceable welighis,

Calibration verifieation iy done prior fo each uss utilizing NIST traceable welghts.

Cerilliant Reference Standard lot number ENI22211-02 whose




<3YON
“saINUILL Ma) B Ul Blep azAjeus ued NoA JBISuU] YUHAA

1emsul

<TI0W
“Bjep oynuaIos ok jussaid pue ydeib pue szAjeue ‘eziuebiQ

wsiid pedydelo

[ zes | 206 N

{r£1 19058200 0,1982284201 L0°0, UEBI
8'Z-07 0z-Z'1 |(jdnoig

(=]
(2]
)
o
-
0
<
-—
o
S
<
O
<!
&
(=]
©
(2]
<
L]
&
[
(=]
2
=}
=
w
[92]

elep JNoA mojroy

s)sipioslo sisAjeue seindod spedyudelsy spnjou; syul} sy "1se} 7 Palied Jo FEIedUD Ue woy synssl
Jo1d18)Ul 0) MOY Ules| uay | STEAISIUl 9UBPIUCD pue SBRIeA d Jo Bujueaw ay) maias! 1Siid "sonsiiels

uiea] nok disy UED Jey) wsiig pedudels 10} jenuel ay} jo suojuod sspnjoul 8)is gom s,pedydels
alow uiga

0000 = ouBIB)P JO JoNB piepuB)s
406 = Jp
L£05'1T =)
:SUONEBINOIBD U PASH SonjeA aje|pauuoiu]

9T9VLLBE£00°0 O) 8/9/9VP6Z00 0 W01 192UDIBYIP SIY) JO [BAISIU] SOUBPYUOD %56
€511Z121£00°0 slenbe g’z - 0'Z Shull 0°Z - Z'4 Jo uesti syl
{|eAI9}U] 8OUSPHUOD

Jueoipubis Aeonsiels AjlSWwal)xe 8q 0] PoIepiSu0D S| 8dUBISYIP SIL) "BIISILD [EUORUDAUCD Ag
LOO0 ¢ uBU} SS9 S| SN{EA d PajlE}-oMm} Sy L
reoued|uBIS [eo11Slje)s pUE 8NjeA d

S1|NSaJ4 1591 1 palied

| synsaimaip v Eepiaug E JoENOED 850000 ¢ Riobe1es o883 [

{ ynieog

e wm w m e -

HOYV3sS

SITHNSOANT 1991 1



(050D 517 1919) Le20¢as o

SSONHTS HOMNIS ANV MITVIH 40 LNBALSISA 4O BOLDILK:
IR (353 15 3 ey ‘ ; STOZT/LY/ZT S3dldxg

. 0 a n

KMWM;\J Y D @J.Q ﬂwﬂ K

AVOUYHOIY] HUVIH g ALvis 30 uCIaasia . :

sy PLOT/LITT — 3va

CEPOFT - HIGNNN

< .
JOWSH BL1aog :m:O.F_H Lil'sge pue QNSY _ww.o.&.hm :mzo.ﬁw 020248
SUDIIOBS 10 SUoISiA0ad eLy JepUN penssy HWwied e pastks Jo erduses e winy POOI J0 Juelco oloyoare ey 10 uoreLLIEIEp BU Jo)

LINd XOINT HALSVINVIVA

(S)hozfeus He9iq BLmal|of aly eresads ple
‘suteds) pue SAISS ey Wiojad ‘alelgiey Toadsy) ‘s1a1anxsU uel ‘suckeisdg aswedns pue WWRISUS 0} pezloyhe Agaisy 9

T HOSTATd TAINVA
“ : H3dAL

- LINd3d

NYH90HE TOHOY Hivaug g
SSOINGIS HOINIS ANV HLIYIH 390 INIW L LYUag e
[HNOSSIA 4O =EAARS G




