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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

BREATR ALCOHOL PROGRAM RECEIVED o
; CMI INTOXILYZER 5000 MAINTENANCE REPORT \By Carol Day &t 9:24 am, B8R e e
Complete this report at the lime of the regular monthly prevantive malntenance chock {not to exceed 35 days).

Complate this report whenaver the Instrument is serviced or rapaired and whenaver It Is placad Into sarvice,
Relain the ariginal and send & copy within 15 deys 1o the Breath Alcohol Program, DHSS,

INTOXRYZER 5000 SN NARE OF ABENCY DATE OF INSPESTION
66-003614 Lake Lotawana 02/07/2014
LOCATION OF INSTRUMENT {STREBY AND CTTY) TIME OF INAPECTION
100 Lake Lotawana Dr Lake |L.otawana, Mo 10:20 am

CHECKLIST: Place a mark by each itam if found to be satlatactory or Is operating within established (Imits. (Write in observad values
where datermined.) Unmarked liems must be correctad before using instrument.

[l DvM TEST: (250 = .150) 258 |
I 01AGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TIME (FROM PRINTOUT) 2/7/2014 1026

CHARACTER DISPLAY TEST

PRINT TEST (PRINTOUT ATTACHED )

SIMULATOR SOLUTION SUPPLIER Guth Labs LOT # 13010 EXF. DATE 01/08/2018

I SIMULATOR TEMPERATURE (34°C 0.2°C) d4c SIMULATOR SN ___SD3319  Exp. DATE

O CALIBRATION CHECK — (ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)

Run threa tests using a standard sclution. Al three tests must be within * 5% of the standard value and must hava & spread of .005 or
* less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

| 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[ 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1% 097 TEST 2% 097 TEST 3 & 096

[1] PERFORM RFI TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TEST ]

AEFUSALS 4 0-.04 0 ,05-.00 0 J10-14 3 18-18 0 Over .19 2

LIGT ANY NEW AARTA AND OESCRIBE ANY ALTERATION OR MODIFIGATION THAT WAB MADE 1O RESTORE THE FIBTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTARLIGNED LIMITS
(USE OTHER SID2 1P NEGRSSARY). |

INSPECTING OFFICER . . (oo oo

PRINT FULL NAME

R > T Chris F Hawkins
TYPE li PERMITRKBEREXPIRATION DATE TELEFHONE NUMBER
230048 03/21/2018 (616) 578-4333

AETURN COMPLETED REPORT TO THE:  Breath Alcohol Program, Missour! Dopanment of Health and Senior Sarvices
Southeast District Office

2875 James Blvd,

Poplar Bluff, MO 83901

1O BRG-1355 {P-08) AN EQUAL DPPOITIUNTY.AFFARIATIVE AGTION EMPLOYER LAE-84
ESNANA PIVES 84 & nonRaaiTiran hagly
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®
5185 GuTH LASORATORIES, INC.

£30 NORTH A7t STREET © HARRISBURG, PA 17411: 481 o TELEPHONE: 717.564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13018 of
Alcohol Reference Solution for Simulator were analyzed by
ges “ ghromatography on January 14, 2013, using 2 Perkin Elmer Gas
Chromatograph Autosystem XL &/N: 610N9030209, and found to contain
0.1218% (w/vol) ethyl alcohol. The expitation date for this lot
number is January 9, 2018 at 11:39 PM.,

When used in a calibrated Simulator, operating at
34°C  +/- ,2°C, this solutipn will give a breath alcohol
analysis instrument reading of 0.108 g/210L +/- 3%,

The aleohpl and wa,'ter.u"séd in this solution were

free of test interfering substances.

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceability:
Testing was conducted using Cerilliant Reference Standard lot number FNI122211-02 whose

values are traceable to NIST.
All balances are ealibrated annually by an outside agency using NIST traceable weights.
Calibration verification s done prior to each use niilizing NIST traceable welghts.
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" THIS SIDE UP/THIS EDGEN - ,
GUTH meqm’ronn—:s NG, 600 -253-2338 '

5 ia (100
INTORILYZER — ALCOHOL ANALYZER
N MODEL GaGm T8N RE-EEGG] 4

G202 2014 u
. TEST Rt TIME
M1k BLANK . GGG T rETEe
oAk, CHECK L P ja: 24
AIR BLANK . GG 12232
GAaL. CHECK « B37 1@ 2
AlR BLANK . PI8E 1A%
CAL. CHECK , 896 161 3%
AlR GBLANYK . BER 16133
NG, BF1 FRESENT

SUBJECT'S NAME.
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SN LOCAIIOR
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o [RT1ON ]
LENTOXILYZER ~ ALCOHGL

ANALYZER
MY MODEL, Hesd N BE-EE3nld

Bl B 2014

DIAGHNOSTIC TEST 1 26
PROM CHECE  EXa%, 23 PASKED
EA CHECK, PASISED
TEMP CUECK, FASSED
FROCESROR CHECK _
SYHC PULSE PASSED
SYND GREED BFHSSED
MEG STARILITY FHSSED
POS STARILITY FH53ED
REF RAHGE FASSED
PIAGHOSTIC FASSED

FRINTER CHECK
ABCDEFGH] JKLMHOPGRSTIVWRYE
F12345587R8% .

LML o W

TIME FIAST OBSERVED o INSTAUMENT LOGATION -+ - < ;
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