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GUTH L.ABORATQRIES, INC.

5% KORTH $7 STREET o HARRISBUNG, PA 17411. 4814 © TELEPHORE: 717-864.5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 14200 of
AIcohoi Reference Solution fgr Simulator were aralyzed by
gas  chromatography on August 6, 2014, using 2 Perkin Elmer Gas
Chromatograph Autosystem XI. $/N: 610N9030209, and found to contain
11213% (wivol) ethyl alcohol. The expiration date for thiy lot
number is August 5,2016 at {1:59 PM.

When used in a calibrated Simulator, operating at
L34°C /. :2°C, this solution wil] give a breath alcoho]
analysis instrument reading of 0.100 g/210L +/- 3%,

The alcohol and water used in thig solution were

free of test interfering substances.

L

Ted L. Pauley, Presidesdf
GUTH LABORATORIES, INC.

NIST Traceability:
Testlng was conducted using Cerilliani Reference

values are traceable 1o NIST, |
All balances are caltbrated annually by an outside agency using NIST traceable weights.

Calibration verification is done prior to each wse utilizing NIST traceable welghts,

Standard lot number FN122211.02 whose
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