MISSOURI DEPARTIMENT OF HEALTH AND SENIOR SERVICES {RECE’VED
;| BY Carol Day at 2:09 pm, May 22, 2014

STATE PUBLIC HEAUTH LABORATORY -
BREATH ALCOHOL PROGRAM | (
Cf1l INTOXILYZER 5000 MAINTENANCE REPORT i REPORT$i

Complele ihis Hepon al the lms of the regular monthly prevenlive malntenance ohook (not 1o exceed 35 days).
Complste this Hﬂpon whenever the Insltumeni 1s sarviced or repalred and whenever il ls placad Into service.

Retaln the orlglnal and send a copy within 15 days to the Breath Alcoho! Program, DHSS.

LyZER 5000 8H NAME OF AGERGY / .. DATE GF INSPES t/
ch:JON OF Naém-:mg? Ermo cmr)l)m /{Cﬂ M/ﬁ TIME OF lepm{j 2/ Zﬂ/
6005 Lt Slveef- Gunsas 17 19754

CHECKLIST: Place a mafk by each tem If found to bo eatlsiactofy or la operaling within establlshed Ilmits (Write 1d observed vélues
whare determined.) Unmarked items myst be cortected before ushng insirument,

EZI/DVM TEST: (350 £.160) ¢ L . ‘
ZI/DJAGNosﬂc CHECK (PRINTOUT ATTACHED) /2&,; DATE AND TIME (oM pRINTOUT) £5° 2+ /% //95%

i CHARACTER DISPLAY TEST [y 4 _ : -
IZ/P/HJNT YEST (PRINTOUT ATTACHED ) % . - | -
DT SIMULATOR SOLUTION SUFFLIER 4/%r Labe or# [280 - expome 0t 15"

B/)MULATOH TEMPERATURE (40 < 0.220) 37, 0 SIMULATOR SNP 26 5] . exe. DATE é' ¢ 2/

E] CALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER-MAINTENANCE HEPOHT}

Run three fests using a slandard soluton, All three tests must be within & 5% of the standard valus and mual havé a spread of ,005 or
ik 1he box corresponding to the standard salufion belng used. {PRINTQUT ATTACHED) “

leas.
0.100% STANDARD - MUST READ BETWEEN 0.085% AND 0,105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.078% AND 0.084% INCLUSIVE -~
0.040% STANDARD - MUST READ BETWEEN 0.088% AND 0.042% INCLUSIVE

TEST 1 o ,/0/_% JTesT 20 l/ﬁﬂ’% .Tzzsra.r MO%%

E] PERFORM RF) TEST {PRINTOUT ATTACHED) /é;ﬁ
INDICATE THE NUMBER OF BREATH TESTS IN 'THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE BEPDH‘I‘

{DC NOT INCLUDE SELF-ADMINISTERED TESTS) .
. .11
REFUSALS @ 0-04 }b 05-09 4014 (& 1518 @ Over .19
LIST ANY HEV/ PARTS AND DESCAIBE ANY ALTEAATION OR tNODIFIGATION YHAT \AS MADE mnnsmnamams‘mummr TD OPERATE amamc‘rommun \!nmm mmuensn LS
H ..

{USE OTHER SIDE IP NEGESSARY).

;INSPECTfNGOFFIC'R e T T T T T x
e PAINT FULL NAME -
JSe

TRUEFPHONE NUMBEH

waurmumnﬁaiamﬂmw T é
230032 27/) 7015 255 /575

RETURN COMPLETED REPORT TO THE:  Brealh Alcohol Program, Mlasour Depanment of Health and Senlor Se‘rvlces

Southeast Disidet Offlce

2876 James Blvd.

Poplar Bluff, MO 83901
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GUTH LABORATORIES, ING,
LARDRTAT $TREET W HACRIBBUAS PAATIII 411 0 Lk

GERTIFICATE OF ANALYSIH

Certified Alooho! Reforence Solutfan for Simulator

Random Sumplés of Lot Numher 13280 of
Alechol Refererice Sotutlon for Simulator were analyzed by
ged  olxomitograply on October 18, 2013, vslng & Pefdn Blmer Gag
Chionsefogmiph Autosystern XE SIN: G10KS050209, and fotmd o contaln
0.1207% (w/vol) sthyl aloohel, Tho sxpliation date figr this lot .

numbar {3 Uotoher 16, 2018 at 11:59 PM.
J

When used in @ ealibrated Shnulator, opersting st
34°C  h 2°C, ihis sodution wiil glve a- byenth dloohol
andlysly ldstriment raading of 0,100 g/2101, +i- 3%.

The aloohol and water used in this s::luﬂo'm were

frap of test interfering subsfances,

Ted L. Pauley, Preside
GUTH LABORATORIES, ING

NISYT Traceqbill(y: .
eference Standard Jot number ENIE2211-02 whose

Tasting was vonducted using Certlilant R

values ard iraceable fo NIST,
AN balanoes are calibratéd annually by an oitside dagenay wsing NISD trayeabls weights,

Calibration verification ls done prior fo euch use utillzing NIST tracenble welghts.
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