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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY ,

BREATH ALCOHOL PROGRAM _ . received 1/18/14-cd
CMi INTOXILYZER 5000 MAINTENANCE REPORT S J

Complete this report at the dime of tha regutar monthly prevenlive mainlenance check {not to excead 35 REVIEWED
Coenplete Ihis repont whanever the instrument is serviced or tepaired and whenaver it is placed inte seryi By Carol Day at 11:54 am, Feb 05, 2014

Retain the origimal and send a copy wilhin 15 days 1o lhe Breath Alcohol Program, DHSS,

INTOXILYZER 500G 5N RAME OF AGENGY DATE OF INSPECY:ON
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LCCATION OF INSTAUMENT (STREGY AND CITY) THE OF INSPECTSGH
201 s Kirg gl by St Sy ey G xled 2.24a

CHECKLIST: Place & mark by each tlem if found to be satisfactary of s operaling within established imits. (Wrile in observed values
where delermined.) Unmatked flems must be cortected belore using Instrument.

E]/DVM TEST {350 £.150) __+ Y B

ﬁAGNosnc CHECK {PRINTOUT ATTACHED) DATE AND TIME {(FROM PRINTOUT) 0112248 2 2 4 ¢

[4-CHARACTER DISPLAY TEST

LCF-PRINT TEST (PHINTOUT ATTAGHED )

[T SIMULATOR SOLUTION SUPRLIER Gl LoT# {3290 EXP. DATE /P 24 - 200y
N s _
[} SIMULATOR TEMPERATURE (34°C £ 0.2°C) _248° _____ SIMULATOR SN 30 2245 EXP. DATE o212 S

%ALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Aun three tests using a standard solution. All thiee tests must ba within = 5% of the standard value and must have a spread of .005 ar
tess. Mark the box corresponding o the standard solufion being used. (PRINTOUT ATTACHED)

[ Q077009 STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0,038% AND 0.042% INGLUSIVE

TEST3® |, 0]
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[j/PEHFOHM RFI TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS iN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 5% 004y 0509 s 1014 ,Q’ A5.19 1% Over .19 5K

O HESTORE THE IRSTRUMERT TO OPE RATE BATIRFACTORILY AND WITHIH ESTABLISHED LMITS

LISTANY NEW F‘#IIITS ANDDESCHIDE ANY ALTERATION OR UOBIFICATION THAT WAS MADE T
(USE OTHEN SIDE 1¥ HECESIARY]. .
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RETURN COMPLETED REPORY TO THE:  Breath Alcoho! Program, Missouri Department of Health and Senlor Services
Southeast District Office
2875 James Blvd.
Foplar Bluft, }0 63901
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]85 GuTH LaBoraToRIES, INC.

860 HORTH $7th STREET @ HARRISBURG, PA 17141. 4311 & TELEPHONE: 7176846470

CERTIFICATE OF ANALYSIS

Certified Alcoho! Reference Solution for Simulator

Random Samples of Lot Number 13290 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on October 31, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XI. S/N: 610N9030209, and found lo contain
0.1202% (w/vol) ethyl alcohol. The expiration date for this lot
number i3 QOctober 29,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances,

iy

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceabiiity:
Testing was conducted using Cerilliant Reference Standard lot number FNI22211-02 whose

values are traceable (o NIST.
Al balances are callbrated annually by an ouislde agency using NIST iraceable welghts.
Callbration verification is done prior 1o cach use wtillzing NIST traceable weighis.
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State of Missourt
DEPARTMENT OF HEALTH

PERMIT
TYPE I

CASEY RIDDLE

Is hereby authorized to Instruct and supsrvise operatora, train Instructors, inspect,
calibrate, perform field repalrs, and operale the following breath analyzar(s):

INTOXILYZER 5000

for the determination of the alcoholic content of blood from a sampte of expired (alvgolar)
air. Issued under the provislons of sections 577.020 through 577,041, ﬁ%ﬂo 1988,

11/19/2012 (s hSez”

Data
Director of Gtate Public Health Latoralory

. 220395
Home /%7,*%77 ﬁgﬁ

eires 11/19/2014
Dirsotor, Dapanimant uf Health

WO BAD-OTT (788} Lib. 4 (BT 43}




