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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY {RECEIVED

CMI INTOXILYZER 8000 MAINTENANCE REPORT

By Carol Day at 9:35 am, May 12, 2014
REFORT #2

Complete this report in duplicate at the time of the regular monthly preventive maintenance check, and whenever ihstrument is
repaired. Send one copy to Dopantment of Health and Senior Services, and retain one copy in department file.

INSTRUMENT SERIAL NUMBER LOGATION OF INSTRUKIERT OATE OF INSPECTION TIME OF INGPECTION
80-005827 ORONOGO POLICE DEPT 05/11/2014 02:45
CALIBRATION CHECK RESULTS CALIBRATION CHECK SUMMARY -
STANDARD TYPE STANDAAD LOT & STANDARD EXPIRATION CATE
Tegt g/2100L Time DRY 33913080 01/01/2016
__________________________________ S TEMPERATURE SIM SERML HUMBER SIM CERTIFICATE EXPIRATION
Air Blank 0.000 02:55 | N/A N/A N/A
Cal Check 0.079 02:55 [STAORDVATE [ STAROAO SUprLIER
Air Blank 0.000 02:55 | 0.080 CMI INC
Cal Check 0. 080 02 ! 56 CALISRATION CHECK RESIAT
Air Blank 0.000 02:56 0.073
cal Check 0.080 02:57 [CRIERATONGRECK RESULTZ
Air Blank 0.000 02:57 o 0.080
CALIBRATION CHEGK RESULT 3
0.080
P a s s MAXIUM DEVIATION (MUST BE WITHIN 5%) | SPREAD (MUST BE .005 OR LESS)
l1.2% 0.001
DIAGNOSTIC TEST RESULTS RFI TEST RESULTS ‘ )
Voltage/Current Test Pags | Test g/210L Time
RAM Test Pagg | - - -~ e e s
EEPROM Checksum Test Pass | Air Blank 0.000 02:58
Real Time Clock Test Pass | Subject Teat RFI* 02:59
DSP Test Page | Air Blank 0.000 02:59
Analytical Stability Test Pass
Modem Test Pass | *RFI Detect
Temperature Regulation Test Passg
NUMBER OF REFUSALS AND SUBJECT BREATH TESTS IN EACH RANGE SINCE LAST MAINTENANCE REPORT
REFUSALS U4 0508 A0 14 As-16 OVER .59
i3 Q ) 1 0 0

List any new parts and describe any alteration or modification thal was made to restors the instrumnent to operate satisfactorily
and within established limits {use other side if necessary).
LOT NUMBER 33913080374

INSPECTING OFFICER . ...

SIGNATURE PRINT NAMC

o> TALBOTT

TVPE Il PE}’M‘IMBEF; t EXPIRATION DATE T I YELEVRONE HLBABER N
230336 12/23/2015 4176731916

N 550-2801 (6-10} AN EQUAL OPPORTUNITYIAFFIRMATIVE ACTION HIL.OVER o TAB16?

services providad oA 8 nondiserininatary basls
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Received
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specialty gases

7 Enstgate Dx « P.O. Box 790 » Jacksonvibs, IL 6265 40790
2{7-245-2183 + Foc1i7-2437634 + wwwikmoproducts.com

Certificate of Analysis

Certificate ID: 5972

Part#: BAC165L080T

Cylinder Size:  165L

Lot Number: 33913080A4

Expiration: 1/1/2e16 .

0.0B0 8AC (For the callbeation of Instriimants usad o datermine brexth akohol ¢concentration)

Contents: 105 Liters @ 1000 psig 70°F (21°C)

Component: Concentration: Accuracy: Method;

Echanot 08 PPM += 0,002 & 3K NDIR.

Nirogan Balance g‘f‘ “:rm

*NIST Standard Referencs Matertl
Cylindar No. CC14290 / Job No, 09160202 Store In dry area, away from sources of heat, ignition
Certified 212.8 ymolimol Ethanol in Nitrogan and direct sunlight. Do not allow storage area to

far ILMO Products Co., Jecksonvilla, i axcand 52 °C (125 °F),

Spechlty Gas Lsb Tech Dute

Distributed by: CMl Inc.
316 East Ninth Street
Owensboro, KY 42303
Phone 866-835.06%0

wwye alcoholtest.com

ISO/IEC 17025:2005 Accredited Laboratory
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STATE OF MISSOURI!
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH.ALGOHOL PROGRAM
PERMIT
TYPE II
SETH TALBOTT

is hereby authorized to.instruct and supervise oparators, traln instructors, inspect, cahbra!e perforr field ‘servite: and. repairs
and operale the following breath-anaiyzer(s):

INTOXILYZER 5000 INTOXILYZER 8000

for the determination of thé aléehalic.content of-blood frorit a:aample of expired.alr. Permitissied urdértha. -provisioris of séctioia
677.020 thfdugh 877041, RSMo afid 308,111 thfangh 308.119 RSMo. -
Lase w&n—'ﬁfﬁ-—’

paTE __12/23/2013
- DIRECTOR OF STATE: PUALIGHEALTH CLABORATDAY
nousen 230336 - N0 Vsol
expipes 12/23/2015 Acting director
' DIRECTOR'OR . DEPARTMENT OF HEALTH ANDSENIOR SERVICES
1O 58007 7L {8-10) LAD0T5:10)

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR BERVICES
BREATH ALCOHOL PROORA’_‘

INSTRUMENT OPERATOR CARD .

The namad cardholehr Is aithorized 1o operoin en aviddniis! brsath alcohol
ngprumant for tha datarinnation of the aloohot conten! & tropth Rem of axpived a¥)

Q[ |

Oparslor  TALBOTT, SETH

PermiiNo 230336
Daie lasued 12/23/2013  Date Explres 12/23/2015




