FROM (MONYFEB 10 2014 11:58/S1. 11:57/No. TA63607732. P .2

MISSOUR| DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

CMI INTOXILYZER 8000 MAINTENANCE REPORT RECEIVED

By Carol Day at 12:22 pm, Feb 10,2014

Complete this report in duplicate al the time of the regular monthly preventive maintenance check, and whenever instrument is
repairad. Send one copy 1o Departmant of Heaith and Senior Services, and retain one copy in department file,

IHSTRUMEN‘I' SERIAL NUMBER LOCATION OF INSTRUMENT OATE OF INSPECTION TIME OF INSPEGTION
80-005827 ORONOGO POLICE DEPT 02/10/2014 11:56
CALIBRATION CHECK RESULTS CALIBRATION CHECK SUMMARY
STARDARD TYPE STAKDARDLOT 9 STANDARD EXPIRATION DATE
Tegt q/210%L Time DRY 33913080 01/01/2016
__________________________________ 51 TEMPERATURE SIMSERIAL HUMBER SIMCERYIFIGATE EXPIRATION |
Air Blank 0.000 11:58 | N/A N/A N/A
Cal Check 0.081 11 :59 |Stanpanovaue STANDARD SUPPLIER
Air Blank 0.000 11:59 | 0.080 CMI INC ) .
Cal Check 0.081 11:;59 [CALBRATIONGHECK RESULT 1 A —
Air Blank 0.000 12:00 0.081
Cal Che Ck 0 . 0 8 1 12 ' 0 0 CALIHMATION CHECK HESLLT ¢
Air Blank 0.000 12:01 0.081
CALIBRATION CHECK RESILT 3
0.081
a S S MAXIMUM BEVIRTIGN (MUST BE WITHINGY) | SPREAD (MUST BE 005 OR LESS]
1.2% 0.000
DIAGNOSTIC TEST RESULTS RFI TEST RESULTS
Voltage/Curxent Test Paag | Test g/210L Time
RAM Test Pasg | -—-------rccmrfrmm e e cm e e mmmmm
EEPROM Checkagum Test Passg | Air Blank 0.000 12:01
Real Time Clock Test Pasg | Subject Test RFI* 12:02
DSP Test Page | Air Blank 0.000 12:02
Analytical Stability Test Pass
Modem Test Pass | *RFI Detect
Temperature Regulation Test Pase
NUMBER OF REFUSALS AND SUBJECT BREATH TESTS IN EACH RANGE SINCE LAST MAINTENANCE REPORT
REFUSALS M 04 : D508 A0-14 ABA0 QVER .15
0 31 0 0 0 0

List any new parts and describe any alterallon or modification that was made (o restore the instrument to operale satisfactorily
and within established limils (use other side if necessary),
LOT # 33913080Aa4

INSPECTING OFFICER 0o o R
PRINT NAME

SETH TALBOTT

TIRE iTFERMIT NUNBLR EXPIRATIGN DATE o TELEPHONT NUMBER
230336 12/23/2015 4176731916
20 856200 R AN EQIA OPPORTUNITY/AFFIRMATIVE AGTION EMPLOYER LAB-187

Senices provided on A nondiseiminaloty bashs
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specialty gases

7 Eastgate Dr, » PO, Box 790 + Jacksenvile, IL 6245 10790
2172452183 * Fax: 2172437634 » wwwiimoproductecom -

Certificate of Analysis

Certificate I1D: 5972

Part #& BAC1o5L080T

Cylinder Size: 1esL
Lot Number: 33513086A4
Expiration: 1/1/2016 .

0.080 BAC (Por the ealibration of Instrumants ussd to datermine breath sleoho! conosntration)

Contents: 105 Liters @ 1000 psig 70°F (21°C)

Component: Concentratdon: Accuracy: Method:

Ethunal 208 PPM +/- 0.002 or 2% NDIR
BAC whichevsr
Niwogen Balance is greacer
*NIST Standard Reference Material . L
Cylindar No. CC142%0 / Job No. 69160202 Store in dry area, away from sources of heat, ignition
Certified 212,68 pmol/mol Ethanol-in Nitrogen and direce sunlight, Do not allow storage area to

for ILMO Products Co., i
or ILMO Products Co,, Jatksonville, IL axceed 52 °C (125 °F).

ol
Distributad by: CMI Inc. |

316 East Ninth Street
Owensbore, KY 42303
Phone B66-835-065%0

www.alcoholtest.com

Speclalty Gas Lab Tech

ISO/IEC 17025:2005 Accredited Laboratory




FROM (MON)FEB 10 2014 11:58/97,11:57/No. 7363607782 P 83

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES:
BRFATH ALCOHOL PROGRAM

PERMIT
TYPE Il
SETH TALBOTT

is hereby autharized 1o instruct and superviss operators, train instructors, Inspoct; calibrate; patform:floid service.and repairs;
and oparatg the follgwing breafh-analyzer(g):

INTOXILYZER 5000, INTOXILYZER 8000

- for the deferminaliori of thé-alécholic coritant of blaad front.a sampie of expired-alr. Permitissisd undertha: pravisions of sectidis

§77.020 thtdugh 577041, RSMe and 308.)11 through 306,119 RSMA. oy
oare  12/23/2013 Lo inSeme”
' DIRECTOR OF STATE PUBLIC:HEAITH CABRORATORY o
Numagr 230336 Do Uosk
HRECTOR!OF DEPARTMENTIOR HEAUTH AND - SENIOR 'SERVICES

MQ 580-0771 {B-10) LAD-4.(AB:D)

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SEHKOR SERYIGES
BREATH ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD

Tha naried vardholoer & eithorized 1o operela an evilential breath sfoohol
hitrumont fol the daterminglivn of the Alcoholi content in brasth form of expred ai

i

Qperator  TALBOTT, SETH
Parmit No -~ 230336
Date lssued 12/23/2013  Date Explres 12/2/2015




