" MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
7] ‘ -y STATE PUBLIC HEALTH LABORATORY RECELES

CM! INTOXILYZER 8000 MAINTENANCE REFPORT By Carol Day ot S

REPORT #2

Complete this report in duplicate at the time of the reguiar monthly preventive maintenance check, and whenaver instrument is
repalred, Send one copy to Depariment of Health and Senior Services, and retain one copy in depariment file.

INSTRUMENT SERJAL NUMBE-R LOCATION OF INSTRUAENT DATE OF INSPECTION TIME GF INJPECTION
80-005827 ORONOGO POLICE DEPT 12/10/2014 09:52
CALIBRATION CHECK RESULTS CALIBRATION CHECK SUMMARY
STANDARD TYPE STANDARDLOT # STANDARD EXPIRATION DATE
Test g/210L Time | PRY 3391308024 | 01/01/2016
_________________________________ S VEMPERATURE £ SERIAL FUMEER ST CERTIFICATE EXPIRATION
Air Blank 0.000 | 09:56 | N/A N/A N/A
Cal Che ck 0 . 0 8 l 0 9 0 5 7 STARDARD VALUE STAHDARD SUPPLIER
Air Blank 0.000 09:57 | 0.080 CMI INC
Cal Check 0 . 080 09 : 5-7 CALIBRATION CHECK HESERT §
Air Blank 0.000 09:58 0.081
cal CheCk 0 . 0 8 1 09 ' 58 CALIBRATION CHECK RESIAT 2
Air Blank 0.000 09:59 0.080 L
GALIBRATION CHECK RESWLT 3
0.081
a s s TAAXINUM DEVIATION (1AUST BE WITN %] | SPREAG IMUST BE 405 OR LESS)
1.2% 0.001
DIAGNOSTIC TEST RESULTS RFI TEST RESULTS
Voltage/Current Test Pacss | Test g/210L Time
RAM Test PASS | mm==c-mmmmmmm e e e e e b oo
EEPROM Checksum Test Pagsg | Aixr Blank 0.000 09:%9
Real Time Clock Test Pass | Subject Test RFI* 10:02
DSP Test Pass | Aix Blank 0.000 10:02
Analytical Stability Test Pass
Modem Test Pagg | *RFI Detect

Temperature Regulation Test Paas

Pass Pass

NUMBER OF REFUSALS AND SUBJECT BREATH TESTS IN EACH RANGE SINCE LAST MAINTENANCE REPORT
REFUSALS 00-64 0509 0.14 519 OVER .10

0 0 0 o 0 0

List any new pans and describe any alteration or modification that was made to restore the instrument to operate satisfactorily
and within established limits {use other side if necassary).

]

INSPECTING OFFICER 0 o

SIGNATORE 77 T PRINTRAME

iy SETH TALBOTT

- a . e
TVPE Il FERMIKUMBER EXPIRATION DATE TELEPHONE NUMBER
230336 12/23/2015 4176731916
MO b2 50 (5 10) AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTIDHN BIMELOYER VAR 157

serdras proddad on A nanEHATINRINY Yosis



dayc
Received


specialty gases

7 Easygae Dr. * PO, Bent 790 ¢« Jacksenvilie, 11, 6245 1-0790
217-245-2183 + oo 217243764 + wwwiknoproduceecom

Certificate of Analysis

Ceortificate ID: 5972

Part# BAC105L880T

Cylinder Size: 1e5L

Lot Numbewr 33913080A4

Expiration: 1/1/2a616 .

0.080 BAC (For the callbration of Instruments ised to determine brasth aiohol concentration)

Contents: 105 Liters @ 1000 psig 70°F (21°C)

Component: Concentration: Aczuracy: Method:

Edanol 208 PPM H-0002002% © NDIR
_ BAC whichever
Nitrogen Balance It grater
*NIST Standard Reference Muteria! o
Cylindar Ne. CC14290 / Job No. 07160202 Store in dry area, away from sources of heat, ignition
Cortifisd 212.8 yimolima Ethanol In Nitrogan ' and direct sunfight. Do not aliow storage area to

for ILMO Products Co., Jacksonvills, 11, exceed 52 °C (125 °P),

- ik
Distrlbuted by: CMl inc,

316 East Ninth Street
Owensboro, KY 42303
Phone 866-835-0690

yrerw alcoholtast.com

Spaclaley Gas Lab Tech

ISO/IEC 17025:2008 Accreditad Laboratery




STATE OF MISSOQURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES.
BREATH ALCOHOL PROGRAM
PERMIT
TYPE I
SETH TALBOTT

is horoby. authorized to-instruct and supervise: operators, raity instructots, inspect; calibrate; ;perform field service. and repairs,
and oparate the following breath-analyzer(s):

INTOXILYZER 53000, INTOXILYZER 8000
for the deteimination of thé:alcohalic.content af'blood tiorna,sarhple of gkpired.air, Pefriitiganed underthe provisions of.sections

577.020 thtough 577.041, R&MS and 306,111 {hirdlgh 306.179 RSMo. . .

DATE, ,
DIRECTOR OF STATE. PUALIC HEALTH LABORATORY

NUMBER 230336 ' M \J%L‘—/‘Qj

T —y

12/23/2013

yacting director
DIRECTOR OF - DEPARTMENT.OF HEALTH AND-BEMIOR SERVICES
MO 640-077E (B-10)- - LAB-4:(R8:0).

STATE OF MISSOURI
DEPARTMENT OF HEALYX AND BENIOR SERVICES
PREATH ALCOHOL PROGRAM

INSTRUMENT QPERATOR CARD

The named cordheider is euthorized 1o oysvais an evikipntial breath alconol
insthunan] for e delerminetion of the aloohall content in tvaath foen of expred s

e

Operator  TALBOTT, SETH
ParmitNe 220338
Date lasued 1272372013 Date Explres 12/2372015




