MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

CMI INTOXILYZER 8000 MAINTENANCE REPORT (RECEIVED

~

pm, May 19, 2014

Complete this report in duplicate at the time of the regular monthly preventive malntenanca By Carol Day at 2:55
repalired. Send one copy to Department of Heallh and Senior Services, and retain one copy in departmanit file.

' INSTRUMENT SERJAL NUMBER LOCATION OF INSTRUMENT DATE OF INSPECTION TIME OF INSPECTION
80-005854 LIBERTY POLICE DEPT. 05/06/2014 14:25
CALIBRATION CHECK RESULTS CALIBRATION CHECK SUMMARY
STANDARD TYPE STANDARD LOT # STANDARD EXPIRATION DATE
Test g/210L time | DRY AG319201 07/11/2015%
__________________________________ SIM TEMPERATURE SIMSERIAL HUMBER SIMCERTIFICATE EXPIRATION
Air Blank 0.000 14:27 | N/A N/A N/A
Cal check 0 . 0 9 9 14 : 2 8 STANDARD VALUE STANDARD SUPPLIER
Air Blank 0.000 14:28 § 0.100 INTOXIMETERS
Cal Check 0.100 14:29 |CAIBRATONCHECKRESULT §
Air Blank 0.000 14:29 0.099
cal Check 0.100 14:29 |CATERATION CHECK RESULT2
Air Blank 0.000 14:30 0.100
CALIBRATION CHECK RESWLT 3
0.100
P a s s ‘ AN OEVIATION [NAUST 85 VATHIN 5%) ] SPREAD (MUST BE 003 OR LESS)
1.0% 0.001
DIAGNOSTIC TEST RESULTS RFI TEST RESULTS
Voltage/Current Test Pass | Test g/210L Time
RAM Test Pagg | e mem e — e e m e — L —
EEPROM Checksum Test Pagss | Alxr Blank RFI* 14:30
Real Time Clock Test Pass | Alr Blank 0.000 14:31
DSP Test Pass
Analytical Stability Test Pass | *RFI Detect
Modem Tegt Pass
Temperature Regulation Test  Pass
NUMBER OF REFUSALS AND SUBJECT BREATH TESTS IN EACH RANGE SINCE LAST MAINTENANCE REPORT
REFUSALS 00-.04 0509 R 15,19 OVER.19
0 142 0 0 0 4]

List any new parts and describe any aiteration or modification that was made to restore the Instrument to operate satisfactorily
and within established limits {(use other side if necessary}.
N

IMSPECTING QFFICER :
3 PRINT NAME

BRATCHER
TYPE 1 PERANT ROMBER S EXPIRATION DATE TELEPRONE NUMBER
230145 08/01/2015 8164394701
MO 580-2501 (6-10) AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB-167

servicas provided oo a nongscriminatery basis



Alrgas USA LLC {LAB)
3500 Bernard Street

St, Louis, Mo. 63103
Ph: (314) 533-3100
Fax: {314) 533-7328

Certificate of Analysis

Customer Name Test Date: 11-Jul-2013

Intoximeters, ine.
2081 Craig Road
Si. Louis, Mo 63146

Lot # AG319201

Exp. Date Cyl. Type Component Certified Concentration
11-Jul-2015 108 Ethanol 0.100 £ 2% BrAC (260 ppm)
Nitrogen Balance

Certification Traceable to N.1.5.T. RGM Ethanol Standards:

Serial No, Concentration Serial No. Concentration
EB0G16581 391.8 ppm EB0010603 392.5 ppm
EBOO1G570 258.8 ppm EB0010559 258.9 ppm
EB0010285 209.0 ppm EB0010595 208.9 ppm
EB0010561 103,7 ppm EB0010562 104.9 ppm
EB0010681 52.22 ppm EB001057¢9 52,94 ppm
Analytical Method: NDIR

Digitally signad by Quatly Conlrol

Dato: 2013.67.11 14:32:20 -65:00
Reason; Bry ges slandard cedification of analysis
Lecation: Aurgras USA LLC (Lab) Ana[yst:

Red Marsala

1SO 17025:2005 A2LA accredited. Certificate Number 2989.01
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