. MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
¥ ?‘\STATEPUBUCF&ALﬂiLABORATORY
&&“V CMI INTOXILYZER 8000 MAINTENANCE REPORT

[RECEIVED

By Carol Day at 12:22 pm, Jun 18, 2014]

REPORT £,

Complete thls report in duplicata at the time of the regular monihly preventive maintenance check and whenever instrument is
ropalred. 8end one copy to Department of Health and Sentor Services, and relain cne copy in depantment file,

WOCATON QF INGTRUMENT

DATE OF INSPECTION

TIME OF INSPECTION

P

dSS

Pass

INSTRUMENT SERIAL NUMVBER
g0-005854 LIBERTY POLICE DEPT. 06/05/2014 21:40
CALIBRATION CHECK RESULTS CALIBRATION CHECK SUMMARY '

T } STANDARD TYFE STANDARD LGT & STANDARD EXPIRATICN DATE
Tesgt g/210L Time | DRY AG319201 07/11/2015
__________________________________ BV TEWPERATURE (1 SERIAL NURBER ST CERTIFIGATE EXPIRATION
Air Blank 0.000 21:45 | N/A N/A N/A
Cal Check 0.0099 21:45 STANDARD VALUE SYANBARD SURRLIER
Air Blank 0.000 21:46 | 0.100 INTOXIMETERS
Cal Check 0.099 21:48 "EALIAHATION CHECR RESULT ¥ ;

Air Blank 0.000 21:46 0.093 }
Cal Check 0 . 1 00 2 1 . 47 CALIBRATION CWHECK RESIAT 2
Air Blank 0.000 21:47 0.099
CALIBRATION CRECK RESULT &
0.100
a S S NFCHIUT DEVIATION (IAJST BE VATHIN 5%) | GPREAD MUST BE 006 OR LESS)
1.0% 0.001
DIAGNOSTIC TEST RESULTS " RFI TEST RESULTS
Voltage/Current Test Pass | Test g/210L Time
RAM Tezt Pagg | ~=====rr-m-m- |- - = =
EEPROM Checksum Test Pass | Air Blank 0.000 21:48
Real Time Clock Test Passg { Subject Test RFI* 21:48
DSP Test Pass | Air Blank 0.000 21:49
Analytical Stability Test Pages
Modem Test Pags | *RFI Detect
Temperature Regulation Test Page

NUMBER OF REFUSALS AND SUBJECT BREATH TESTS IN EACH RANGE SINCE LAST MAINTENANCE REPORT

TREFOEALS

8

00-04

0

0509

0

KAy

1

518

0

QVER.19

1

N

INSPECT!NG OFFIC

FRINT HAME

ROBERT D. BRATCHER

List any new paris and describe any alteration ar madification that was made to restore the instrument to operate satisfactorily
and within established limits (use other side if necassary). .

i PERIIT NOFRER

230145

EXPIRATION DATE
08/01/2015

TELERPRONE NUMBER

8164324701

LAD-161

10 5rRane (6-10)

AN EQUAL OPFORTUNITYAFFIRNATIVE ACTION EMPLOYER
gapvises proviged an  hondsotminatory basls


dayc
Received


is hersby authorized to.instruct and supervise operators, train: nstructors, inspest, calibrata, perform field service and repairs,
and operate the folibwing breditv-analyzer{s):

INTOXILYZER 5000, INTOXILYZER 8000

Tar the defermiiElon oFHe; ATCRENG cRTENT oTbIoH rom 4-SbMB1s STexplrsd.&ik FENDItigsed URder tie pravisivhs of $6tHone
577,020 thrdngh B77:04.1, RSM0 afid 308,111 throagh 308179 o, .
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saTE _ 8/1/2013 (A -
ERECTOR F STATE FORUE BT CAGORRTGRY

fovsEn 230145 < B Vacleldpr

EXPIRES 8/1/2015

MO SRDOTTLGID)

,acting dixector
BIRECTOR ORDELARTMENT OF HEALTH AND'BENIOR SERVICES
o . LAB(AE=1D)

;. STATE OF MISSOURI
23\ DEPARTMENT OF HEALTH AND SENIOR SERVICES
§ BREATH ALCOMOL PROGRAM

THe named cardhoidsr kb pudhodrad 1o opereie an evidaniel bresth a'cotal
Invtrumsal for the datermiaalion of tha eleoholc confent it broath form of piplid i

N

Operator  BRATCHER, ROBERT
PermitNo 230145
Date [oaued 8/1/2013  Daio Explras 8/1/2015




Airgas USA LLC (LAB)
3500 Bernard Street

St. Louis, Mo. 63103
Ph: (314) 533-3100
Fax: (314) 533-7328

Alrgas

Certificate of Analysis

Customer Name Test Date: 11-Jul-2013
Intoximeters, Inc.

2081 Craig Road

St. Louis, Mo 63146

Lot # AG319201

Exp. Date Cyl. Type Component Certified Concentration
11-Jul-2015 108 Ethanol 0.100 £ 2% BrAC (260 ppm)
Nitrogen Balance

Certification Traceable to N.I.S.T. RGM Ethanol Standards:

Serial No. Concentration Serial No. Concentration
EB0010581 391.8 ppm EB0010603 392.5 ppm
EB0010570 259.8 ppm EB0010559 258.9 ppm
EB0010285 209.0 ppm EB0010595 208.9 ppm
EB0010561 103.7 ppm EB0010562 104.9 ppm
EB0010681 52.22 ppm EB0010579 52.94 ppm
Analytical Method: NDIR

Digitally signed by Quality Control
Date: 2013.07.11 14:32:28 -05:00

Reason: Dry gas standard certification of analysis
Location: Airgas USA LLC (Lab) Analyst'

Rod Marsala

ISO 17025:2005 A2LA accredited. Certificate Number 2989.01
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