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4 BREATH ALCOHOL PROGRAM

DATAMABTER MAINTENANCE REPORT

EALTH AND SENIOR SERVICES

REPORT #5

Complate this report at the time of the regular manthly preventive malntenance check (not to exceed 35 days).
Complete this report whenever the instrument is serviced or repalred and whenever It Is placed Into service,

Retain the original and s:end a copy within 15 days to the Breath Alcohol Program, DHSS.

n.wqw\s\_mn SN t | name oF encY ¥ DATE OF INSPEGTION

31097 | Lawson Police Departmeny Q2 20//‘/

LOCATION OF INSTRUMENT (STREET AND GITY) = f‘ ' TIME OF sPECTION © 7
o4 ‘ Y06 R 259

CHECKLIST: Place a mérk In the box by each Item If found to be satlsfactory or if operating within established limils. (Write In observed values
where determined.) Unmarked items must be corrected before using Instrument.

[ DIAGNOSTIC CHEEK (PRINTOUT ATTAGHED)

" DATE AND TIME (from printout) O)/?O// Yy %89

[FEompuTER - [AoETECTOR
[frocRAM \ - [AfiTens
GHEAveRs sAMPLE cHavBer 4/ 9 ° Y QUARTZ STANDARD
FLOW DETECTI:CJR - [A€aLiBRATION
[#FUMP HIGH SPiEED eriNTER
[B-TNDICATOR LIGHTS

(1" SIMULATOR SOLUTION SUPPLIER ZEFLQ_&[@&[Q_L}L tot#_J3c0]  expoate £49/5
[4-8iMULATOR TEMP'(34°C = 0.2°C) __3%L O «c siuLatorsN_DR 5392 exe pare olfJo/0 /5
[LX CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Huh three tests using a standard solution. Al three tests must I;j_e within +5% of the standard value and mus! have a spread of .005 or
less. Mark the box cnf,;rresponding to the standard solution being used. (PRINTOUT ATTACHED)

[ 10.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[10.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1w 0099 TEST 2w o@??

[} PERFORM R, TEST (PRINTOUT ATTACHED)

INDICATE THE NUMB H OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

TEST 3 wr !/@O

v—— b

OVER .19

p—

(o-.io4) —

REFUSALS — (.05-.09) (.10-14) (.16-18) /

LIST ANY HEW PARTS AND DESCF:IIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
(USE OTHER SIDE IF NECESSARY).

Condorms with DoHSS Srandards

INSPECTING OFFICER R L LR L B e
SIGNATURE | PRINT FULL NAM
L@%&&Mﬂal Corpora! [SBruce Scimma Ze2
TYPE 1| FERMIY NUMBER/EXPIRATION DATE TELEPHONE NUMBER

2203/9  09/33/0/Y 8)b~$80-72/0
RETURN COMPLETED REPORT TO THE: Brealh Alcohol Program, MO Department of Health and Senior Services, Southeast Dislrict Office

2675 James Bivd,
i Poplar Bluff, MO 63901

! AN EQUAL OPPORTLRHTY/AFFIRMATIVE AGTION EMPLOYER
MO 580-1463 {2-08) ! IAFF e
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REerCo-MarrerveIne

3101.188 STO'NYBR60K DRIVE
CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.
LOT NUMBER: 13002
EXPIRATION DATE: June 19,2015 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:
RepCo Marketing, Inc. manufactured, tested and supplied Lot Number__ |
-13002___ of Alcohol Certified Solution for simulators. Random samples of said lot
number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain ___1217 - gms/dl +/-.003 gms/dl wt/vol ethanol (95%
Confidence), | | | L

The alcohol and distilled water used in the solution were found to be free of
any interferring substance, : -

This solution will produce a vapor alcohol value of 100 +/-3% gms/210L:
Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator
(95% Confidence).

The date of manufacture for this lot mumber is  Jume 20, 2013

The expiration date for-this lot numberis  June 19, 2015 at
11:59 pm.
This document is a trge representgtion of the original Certificate of Analysis.
i g v Q_S\L_,__
Cecil B. Garner, President
RepCo Marketing, Inc.

Form RM 02
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DEPARTMENT OF HEALTH
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o el lawad under th provisloris of sections 577,020 through 577041, R8Mo-1986.
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