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Complate this report al the time of the ragular monthly preventive maintenance check {nof to excead 35 days).
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Aun ihree tesls using a standard solution. Al three tesls must ba within +5% of the standard value and must have a spraad of .005 or
less. Mazk the box comaspanding to the standard solution being used.
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CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.
LOT NUMBER: 12002
EXPIRATION DATE: August 29, 2014 at 11:59 p.m.

chCoMaMmg,Immamzfacmred,twtedandsupphedLotNumbﬁ‘-'
12002 of Alcohol Cestified Solution for simulators. Random samples of said lot
mnnberwereanalyzedbyanm@endemlabmatmyuﬁhmgagascmﬂmmgmph
and found to comtain _ 1209 gms/di +/-.003 gms/dl wifvel ethanol (95%

Confidence).
The alcohol andd:stlﬂed waterused mﬂae sohximn were found to be fiee of

any interferring substance.
This solution will produce a vapor aloohol valus of 100 +/-3% gms/210L
Bmaihwhmheawdm34WCelsius+/-02Dengelsiysina§§m!ﬂamr

'(%%Cmﬁdmce)
’Ihedateofmannfwtureﬁrthlslctmnnberls égg s

The expitation date for this lot mumber is ____ Auguast 29, 2014 at

11:59 p.m.
This document is a true representation of the original Certificate of Aunalysis.
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Ii

MELVIN L TABER

is hereby authorized to instruct and supervise operators, train instructors, inspect, calibrate, petform field service and repairs,
and operate the following breath analyzer(s):

DATAMASTER

for the determination of the aleoholic content of blood from a sample of expired air. Permit issued under the provisions of sections
577.020 through 577.041, RSMo and 306.111 through 306.113 RSMo.

LAos ,,.,g;/_ii
DIRECTOR OF STATE PUBLIC HEALTH LABORATORY

NUMBER 230211 M \) &
[V p
EXPIRES 14}/2/2015 ,
DIREGTOR OF DEPARTMENT OF HEALTH AND gENlOH SERVICES

MO 560-0771 (6-10) LAB-4 (R6-10)

DATE 10/2/2013

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVIGES
BREATH ALCOHOL PROGRAM

i
“ INSTRUMENT OPERATOR CARD

The named caroholder is euthorized to operafe an evidential breath alcohol
instrument for the defermination of the alcoholic content in breath form of explred air]

R

Operator  TABER, MELVIN
Parmit No 230211
Date lssued 10/2/2013  Date Explres 10/2/2015
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BAC DataMaster
Evidence Ticket
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BAC DataMaster
Evidence Ticket

22(8-02




Operator Signature

Face This Side Down — This Edge In First
BAC DataMaster
Evidence Ticket

2208-02






