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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM Ig/ECCaEr(I)IVIEaDy at 2:33 pm, Mar 31, 2014
DATAMASTER MAINTENANCE REPORT 5

Complete This report al the time of the regular monthly prevenlive maintenance check {not lo exceed 35 days).
Complete [his report whenever the Inslrument Is serviced or repalred and whenever it is placed inlo service,
Retaln the original and send & copy wilhin 15 days to the Breath Alcohol Program, DHSS.

DATAMASTER 3N NAME OF ABENCY OATE OF INSPECT!ION
940160 ' Willard Police Depariment 03/27/2014
LOCATION OF INGTAUMENT (STREET AND £ TIME OF INSPEGTION
795 Hughes Rd. P.O. Box 187 Whilard MO, 657381 0:67 am

CHECKLIST: Place a mark In the box by each Item If found to be salisfaclory or if operaling within established limils. (Wrile In observed values
where delermined.) Unmarked ilems must be correcled hefore using instrumsn,

[/] DIAGNOSTIC CHECK (PRINTQUT ATTACHED) DATE AND TIME (from printout) 03/27/2014 00:57
lv] coMPuTER ; ¥ oeTeCTOR
PROGRAM . FILTERS
[/l HEATERS SAMPLE CHAMBER 48°C QUARTZ STANDARD
[/] FLOW DETECTOR - GALIBRATION
[¥] PUMP HIGH SPEED [/] PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER Guth LoT# 13210 pxp paTE 07/29/2015
[/] SWULATOR TEMP (34°C £ 0.2°C) 34 sC SIMULATOR SN SD2268 - Exp. pare 02/21/2015

CALIBRATION CHECK — (ONLY ONE STANDARD IS YO BE USED PER MAINTENANCE REPORT)

Run Ihiee tests using a standard solulion. All three lests must be within £5% of the slandard value and must have a spread of 005 or
lass. Mark the box corresponding 16 the standard solutfon belng used. (PRINTOUT ATTACHED) '

0.100% STANDARD - MUST AEAD BETWEEN 0.695% AND 0.105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[10.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST1* (48 TEST 2 W 097 ‘ TEST 3 » 098

¥ PERFORM R.F1. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) '

REFUSALS 0 {0-04) 0 {.05-.09) 1 {.10-.14) 0 (.15-.19) 0  |OVER.19 0

LIST ANY HEVI PARTS AND DESCAIBE ANY ALTERATION OH MODIFICATION THAY WAS MADE TO RESTARE THE INSTRUMENT TO OPEAATE SATISFACTORILY AND WITHIN ESTABUISHED LMIrs
{USE OTHER SIDE IF HECESIANY], ’

INSPECTING OFFICER -

SIGNATUARE PRAINT ULL NAME
’ ~7 = ) Ronald M. Payng
TYPE Il FERYIT NUMBEREXPIRATION DATE il TELEPHONE NUMBER
230050 03/21/2015 (417) 742-3077
RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Deparlntent of Health and Senior Services, Soulheast Disirict Office

2875 James Bivd.
Poplar Bluff, MO 63901

MO $80-1463 (208) . AN EQUALOPPORTUITYIAF AIRMATIVE ASTION ELPUOTYER
Loiviias previded 00 3 panTuime iy bast
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GUTH LABORATORIES INC.
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£5) HORTH 67Tth STREET @ HARRISAURG, PA 1711, ISH ® TELEPHONE; TIT54L5410 ; '. R
CERTIFICATE . OF ANALYSIS

Certified Alcohol Reference Solution for Simulator
Random Samples of Lot Number 13210 of :

_ Aicohol Rcference Solution for. Simulator were analyzed by
gas ch:omatography on July 31, 2013, using a Perkin Elmer Gas Chromatograph

 Autosystem XL S/N: 610N9030209, and found to confain  0.1216% (w/vol). RS

ethyl alcohol The expiration date for this lot

number is July29,2015 at 11 59 PM. ‘ ‘ S X f 5 Vo ‘

When used in a calibrated Simulétor of)eré.ting A .'l
34°C +/: .27C, ‘this solutien will give o breath aicobol '

analysis mstrument reading of 0.100 g/210L +/- 3%,
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NIST Trace abHHy

e et Wyt e

Testing was conducted using Cerilliant Refcrence Srandara’ fot number FN122211 02 whosc e

valuer are traceable o NIST.
All balances are calibrated annually by an outside agency using NIST traceable wergirf: :
Calibration verification is done prior to each use vtilizing NIST traceable weights. C
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. Is_haizby autherized to ifstruel and supérvise ooerators, traln instruslars, inspect,

calibratz, perform field repairs, and.operate the folloviing breath analyzer(s):
DATAMASTER

fgr the determination of ihe-alcohoh'c conlent of blood from a sampls of éxpired {alveolar)
air. 1ssyed under tha provisions of sactons 577,020 through 571.041, ASMo 1986,

t/\)_"; L\,.-.-;(f_::.:;--._
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