SURTE PORG SEALTE L AEOE AT RECEIVED
BREATH ALCOHOL PROGRAM By Carol Day at 9:40 am, Dec 19, 2014
DATAMASTER MAINTENANCE REPORT REPORAT #C
- I

Complele this repoii at the time of the regular monthly provontive mainlenance check (nol to exceed 35 days).
Complete this report whenever the instrument Is serviced or repaired and whenever It Is placed inlo service,
Relsin e original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

DATAMASTER 6N NAME OF AGENCY DATE OF INSPECTION
940160 Willard Police Departtment 12116/2014
LOCATION OF INSTRUMENT {STREET AND CITY) - TIME OF INSFECTION
795 Hughes Rd. P.O. Box 187 Willard MO, 65781 9112 pm

CHECKLIST: Place a mark in the box by each item if found to be salisfactory or i operailng wilhin established limils. {Write in observed values
where delermined.) Unmarked lems must be corrected belore using inslrument.

[l DIAGNOSTIC CHECK {PRINTOUT ATTAGHED) DATE AND TIME (from printout) 12/16/2014 21:12
K1 coMPUTER I/ pETECTOR
[l prOGRAM ] FiLTERS
[/] HEATERS SAMPLE CHAMBER 49°c /] QUARTZ STANDARD
FLOW DETECTOR CALIBRATION
[/ PUMP HIGH SPEED 7] PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER Guth Lot # 14030 EXP. DATE 08/05/2016
71 SIMULATOR TEMP (34°C % 0.2°C) 34 °C SIMULATOR SN 5D2268 EXP. DATE 92/21/2016

CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution, All thres tests must be within +5% of 1he standerd value and must have a spread of .005 or
less. Mark the hox corresponding 1o tha standard solullon belng used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.085% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0,076% AND 0.084% INCLUSIVE
D 0.040% STANDAAD - MUST READ BETWEEN 0,038% AND 0.042% INCLUSIVE

TEST1 % (g8 TEST2w (099 TESTa = (97

[/] PERFORM R.EI. TEST (PRINTOUT ATTAGHED)

{NDICATE THE NUMBER OF BAEATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: |
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |(0-.04) 0 (.05-.09) 0 (10-.14) 1 {.15-.19) 0 OVER.18 1

LIST ANY HEW PARTS AND DESCRISE ANY ALTERATION OF MODIFICATION THAY WAS MADE TQ RRSTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AHOD WITHIN ESTABLIGHED LIMITS
(USE OTHER SIDE }F HECESSARY).

INSPECTING OFFICER =~ B SRR i
SIGNAYURE / PRINT FULL NAME
) D% A //i% - Ronald M. Payne
TYPE IFPERMIT NUMBEREXPIRAYTIN 0ATEC TELEPHONE NUMBER
230050 0372112015 (417) 742-3077
RETURN COMFLETED REFORT YO THE: Breath Alcohol Program, MO Depaniment of Health and Ssnlor Services, Soulheast Dislricl Office
2875 James Bivd.
Poplar Blulf, MO 83901
MO 580-1468 (2:08) AN EQUAL OPPORTUNITY/AFFIRMATIVE AGTION £JPLOYER LAB-118
ranvdcss pravidad on B rerFIoineony bk



dayc
Received


r‘ﬁ \LO
@@ GUTH LABORATORIES, INC.

530 NORTH 67th STREET © HARRISBURG, PA PA 17111- -5511 3 TELEPHONE: 717-684.8470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number' 14200 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on August 6, 2014, using a Perkin Elmer Gas

Chironatogiaph Autosystem XTI S/N: ‘61(N%030209, and found * to ~“contain
0.1213% (w/vol) ethyl alcohol., The expiration date for this lot
number is Angust5,2016 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- ,2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/~ 3%.

The alcohol and water wsed in this solution were

free of test interfering substances.

/,/’Z/

Ted L. Pauley, Presuie
GUTH LABORATORIES, INC.
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Is hereby atthérfzed fo inshruel ang SUpBrvlse oparafors, (il instrustoys, inspest,
calibrats, perform el repajrs, and.operaie the following breath analyzer () o

DATANASTER

[ NS

far the délérminaiio_n of the zltoholic conlent of blood from a sampls of axplrsd (slveolar)
air., 1ssved undzr tha provislons of sactions 577,020 through 577041, RSMo 1985,

o 03102011 e
’ - Dlreclof ol Stafe Pyblie Hoth Leboralory

by 210031
ombur e fopid 7, Qag

Explres 03/10/20 3 ’ - © Blreelod Depitmen] of Healih

Mo sinsgry iy

Lab g {rYn]




