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MISSOURI DEPARTMENT CIF HEALTH AND SENIOR SERVICES

STATE PUBL|C HEALTH LABORATORY
BAEATH ALCOHOL PROGHAM [RECEIVED }
DATAMASTER MAINTENANCE REPORT By Garol Day at .52 pm, Wi

Complete this report at the time of the regular monthly preventive malntenance check {not to exceed 35 days).

Complete this repert whenever the Instrument is serviced or repaired and whenever it is placed into service.

Retain the original and gend a copy within 15 days 1o ihe Breath Alcohol Program, DHSS,

OATAMASTER SH NAME OF AGENCY OATE QF INGPECTION

940183 Charleston D.P.S. 03/27/2014

LOCAT QM OF INBTRUMENT (S8TAEET AND CiTY) TIME OF INGPECTION

204 N Main St, Charleston 15:58

CHECKLIST: Place a mark in the box by each ltom if found 6 be sallsfactory or if operating within ostaplishad fimits, (Write In observed values
whera determined.) Unmarked Items musit ba corrected before using instrument,

DIAGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TIME (from printouty 15:58
COMPUTER DETECTOR
PROGRAM | FILTERS
HEATERS SAMPLE CHAMBER __. 48°C QUARTZ STANDARD
FLOW DETECTOR CALIBRATION
PUMP HIGH SPEED PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER Guth LoT # 14030 exp. DATE 01/20/2016

DR2214 _EXP. DATE 02/10/2015

SIMULATOR TEMP {84°C £ 0.2°C) 34.0 *C SIMULATOR Si
CALIBRATION CHECK ~ (ONLY ONi: STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three lests using a standard sofution. All three tests must be within £5% of Ihe standard value and must have a spread of .005 or
legs. Mark the box corresponding to the standard solullon being used, (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
{_] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[10.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 = 103 TEST 2w 104 TESTa =~ 104

PERFORM RA.F.L. TEST {PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 | (0-04) 0 (.05-.09) 0 {.10-.14) 0 (15-.18) 0 OVER.18 O

LIST ANY HEW PARTS AND BESCAIBE ANY ALTERATION OR MODIFICATION THAT VWAS MADE TO RESTORD TIQ INSTAUMENT TQ OPERATE SATISFACTORILY AI;D YATHIN ESTABLIRHED LTS
fUSE OTHER SIDE IF HECESSARY),

INSPECTING OFFICER .~~~ | -

SIGNATIAE PRINT F1)L), MAME

;% ,é/ %_,é Brian K, Bickford Jr

TYPE || PERMIT HUMBER/EXPIRATION W TELEPHGIHE NUMBER

220384 11/13/12014 (573) 683-3737

RETURN COMPLETED REPORT TO THE: Braath Alcohol Program, MO Department of Health and Senior Services, Soulheast Distriet Offlca

2876 James Blvd.
Poptar BiuH, MO 63301
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550 NORTH 07Us STREET & MARRISBURG, PA 17111 4541 @ YELEPHONG: 797-£84-6470
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CERTIFICATE OF ANALYSIS

Certified Aleohol Reference Solution for Simulator

Random Samples of Lot Number 14030 of
Alcohol Reference Solution for Shuulator were analyzed by
gas  chromatography on January 22, 2014, using a Perkin Elmer Gas
Chromatograph Autogystem XL S/N: 610N9030209, and found (o contaln
0.1218% (w/vol) ethyl aleohol. The expivation date for this lot
numbey is January 20, 2016 at 1(:59 PM,

When used in a calibrated Simulator, operating at
34°C /- .2°C, this solution will give a breath alcohol

analysis instrument-veading of $:100 g/210L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Tracealility:

Pesting was conducied using Cerilfiant Reference Standard Iot nember FNI2221102 whose
values are traceable to NIST,

Al balanses are celibrated annuelly by an ouislde ageacy nyfng NIST traocable wulghts,
Calibration vertfisailon is done prior 1o each use uitiizing NIST traceable waighis,
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Face This Side Down - This Edge In First Face 1'his Nide Down ~ Lhis Edge In First

BAC DataMaster 5 BAC DataMaster
Evidence Tickat i Evidence Ticket
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DEPARTMENT OF HEALTH
- O PERMUIT
TYPE Il -

BRIAN X BICKFORD JR

ll

s h'ereby euthorized to Instruet and superviss operators, lraln Instruolors, Inapeot,
osllorate, perlorm fleld repalrs, and operate tha following breath analyzer(s):

DATAMASTER

for the dsterminallon of tha aloohollo conlanl of blood [rom & sémpie of explred {aivedlar)
alr, tssued under tha provisions of sestions 677.020 through 877,041, AR&Mo 1888,
T2

oy 1171312012 P VV!

Dlroster of Stale Publie Haslih Laboraiery
Nusmbor 220384 B ‘/;Z,// dgzm;n ;-2’
Explres ML " o W

Iraclor, Daparimeni of Hesflh
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