RECEIVED

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICLS
STATE PUBLIC HEALTH LABORATORY [

By Carol Day at 12:57 pm, Oct 07, 2014

|

‘ “Zﬁ; DATAMASTER MAINTENANCE REPORT REPORT #8

féon%jo"{é}'e this report at the time of the regular monthly preventive mainlenance chack (noz to excead 35 daya).
Complete this report whenever the instrument is serviced or repalred and whenever it is placod into service,
Retain the original and send a copy within 15 days lo the Breath Alcohot Program, DHSS.

DAMAMARTER GN NAME OF AGENGY DATE OF INSFEGT ON
940183 Charieston D.P.S> 08/25/2014
LUCAYION OF INSTRUMENT {STREET AND CITY) N e
204 N Maln St. Charleston MO 17:52

CHECKLIST: Place a mark In the box by each tem f fouind lo be satisfactory or If operating within astablished imits, (Wit In ohserved vaiucs
| where determined.) Unmarked items musi be corracted before uslng instrument.

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (fran{ ;;}amom) i7:52 i
B comruten PETECTOR |
PROGRAM FILTERS
HEATERS SAMPLE CHAMBER 48°c Y] QUARTZ STANDARD
[7) FLow DETECTOR [7] CALIBRATION
PUMP HIGH SPEED PRINTER
INDIGATOR LIGHTS
SIMULATOR éow*non supPLIER Guth Labs _ LoT # 14200 EXP. DATE 08/05/2016
SIMULATOR TEMP (34°C + 0.2°C) 34.0 “C SIMULATOR SN __ DR2214 = exp parg 02/10/2016

CALIBAATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANGE REPORT)

Run three lests using a standard solullon, All three lests must bo within £6% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used, (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.085% AND 0,105% INCLUSIVE
| 0.080% STANDARD - MUST READ BETWEEN 0.078% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN_QQ?Q% AND 0.042% INCLUSIVE )

TEST 1= 102 TEST 2« 403 TEST 3w 403

PERFORM R.FI TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF—ADMINISTERE(')_’EESTS)

- b —

REFUSALS 0O  {(0-.04) 0 (.08-.09) 1 } (.10-.14) 1 (.18-.19) 0 OVER .19 1

LIST ANY NEW PARTE AND DESCRIBE ANY ALTERATION OR MODIFIGAYION THAT WAS M;OE TC RESTORE THE INGTRUMERT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIWITD
{UAE QTHER 9iDE IF NEGESSARY).

INSPECTING OFFICEH B N o o RS
PRINT FULL NAME

SIGNATURE
;&_ o d W -~ Brian K. Bickford Jr
TVPE i FERKAT NUMRPREXPIDATIOTE TELEPHIONG HUMDER
220364 . 11/13/0014 (673) 683-3737
AETURN GOMPLETED REPORT TO THE: Breath Aleahol Program, MO Department of Health and Senlor Servioes, Southeast District Office

2875 James Bivd,

Poplar Blutf, MO 83801

MXT 83T JA8A [2-00) AN T2, RV ORT UNITVAFFRMATIE ACTION EXPLOYER R tAb-ite
mandees prodided on A ACNGSIAT ATHY sty



dayc
Received


A~ ®
%@5 GUTH LABORATORIES, INC,

' G NORTRO7th STREET ¢ HARRIGBURG, PA 17111 4511 # TELEPHONE: 7476848470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 14200 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on August 6, 2014, using a Perkin Elmer Gas
Chromatograph Autosystern XI. S/N: 610N9030209, and found to contain
0.1213% (w/vol) ethyl alcohol., The expiration date (or this lot
number is August 5,2016 at 11:59 PM..

When used in a c¢alibrated Simulator, operating at
34 +/- .2°C, this solution will give 4 breath aleohol

analysis imstrument reading of 0.100 g/210X, +/- 3%,

The alcohol and water used in this solution were

free of test inlerferiug substances,

Ted L. Pauley, Presidedt
GUTH LABORATORIES, INC.

NIST Traaeability:

Testing was condueted uxing Cerilliant Reference Standard tot number FNI22211-02 whose
values are fraceable 1o NIST.

All halances are calibrated annually by an outside agency using NISY traceable weights.
Calibration verification is done prior to each use wtilizing NIST traceable weights.
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ls hereby authorlzed o Instruol and suparvise opera!ore,,l,r'am Instruolors, Inspeol,
callbrate, perlorm Held ropalrs, &nd operale the loliowing braath analyzer(s):

- - . DATAMASTER
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