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CERTIFICA TE OF 4 NALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 14030 of
Alcohol Reference Solutjon for Simulator were analyzed by
gas  chromatography on January 22, 2014, using a Perkin Eimer Gas
Chromatograph Autosystem XL S/N: 010N9030209, and found to contain
0.1215% (wlvol) .ethyl alcohol. The expiration date for this fot
number is January 26,2016 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.200 g/210L +/+ 3%,

The alcohol and water used in this solution were

free of test interfering substances.

Ted ' L. Pauley, Presiden
GUTH LABORATORIES, INC.

};US!T Tmn{r:;:b:::;‘;ﬁw!ed using Ceriltiant Reference Standard lof number PN122211-02 whose
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