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PARC
A@ GUTH LABORATORIES, INC.

_650 HORTH 3tly STREET ¢ _HARIUSOURG, PA 17111 4511 4 TELEPHONEL 714685470

CERTIFICATE OF ANALYSIS

Cc.r';iﬁa_d Alcobol Reference Solytion for Simulalor

Random ‘San)ples of Lot Number 14030 of
Alcohol Rei"ere.nce Solution for Simul.alor were analyzed by
gas  chromatography on Jnriunfy, 22, 2014, using a Perkin Elmer Gas -
Chromatograph Autosystent XL S/N: 610N90'302Q9, and found 1o _ contain
0.1215% (wivol) ethyl alcohol. The é,\'piration. date for this lot '
number is January.20,2016 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C, +/- .2'°C, this solution will glve & bieath alcohol
enalysis instrument reading of 0.100 g/210% +/--3%.,

The alcohol and water uséd in this solution were

free of test interfering substances,

Ted L. i’auloy, Presiden
GUTH LABORATORIES, INCG.
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by an ontside ngency wsing NIST traceably welghts.

All balances are calibrated anuyally

Caltbraflon verification is done prior i¢ each use ultising NIST traceable walghts.
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Il
KARL CUSCHIERI

is hereby authorized to instruct and supervise operators, train instructors, inspect, calibrate, perform field service and repairs,
and operate the following breath analyzer(s):

Qavae
VEEOTEE ¥

DATAMASTER

for the delermination of the alcoholic content of blood from a sample of expired air. Permit issued under the provisions of sections
577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo.

DATE _ 9/15/2014 (A -

DIRECTOR OF STATE PUBLIC HEALTH LABORATGRY
NuMBeR 240335
ol Veolendl,
,acting director

expires 9/15/2016
DIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SERVICES
1O 580-2771 {6-1DY LAB-4 (RG-10}

_{_--—"—v—-—_>

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOMOL PROGRAM

INSTRUMENT OPERATOR CARD

The named cardholder is authonzed to operale an evidenbial breath alcokof
instrument for the defermination of the alcoholic contenl In breath form of expired air

L]

COperator  CUSCHIERI, KARL
Permit No 240335
Date Issued 9/15/2014  Date Expires $/15/2016




