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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM [RECEIVED 4
5

By Carol Day at 8:37 am, Jan 23, 201.

Compiete this report at the time of the regular monthly preventive malntenance check (not 1o exceed 35 days).
Cotrplete this report whenever the Instrument is serviced of repaired and whenever it is placed into service,

DATAMASTER 8N NAME OF AGENCY DATE OF INSPECTION
940442 Waverly PD 01/22/2014

LOGCATION OF INSTRUMENT (STRERT AND G TIME OF INSPECTION
111 E Kelling Ave Waverly MO 64096 5:33 pm

CHECK!JS‘I’; Place a mark in the box by each item if found to be satisfactory or ¥ operating within established limits. (Write in observed values
where determined.) Unmarked items must be corrected before using instrument.

] DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from prirtouty 01/22/2014 1733
7 computER I} petector
] PrOGRAM M FiLTERS
K] HEATERS SAMPLE CHAMBER 509¢ ] QuARTZ STANDARD
i4 FLow peETECTOR ] caLiBRATION
& puMp HIGH sPEED | 71 PRINTER

INDICATOR LIGHTS

K] SIMULATOR SOLUTION SUPPLIER Guth Labs LoT # 13210 EXP. DATE 07/29/2015

] sIMULATOR TEMP {34°C £ 0.2°C) 34 °C SIMULATOR SN SN 1070 EXP. DATE 07/24/2014

I CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard sofution. All three lests must be within 5% of the standard value and must have a spread of .005 of
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) ‘

% 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INGLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INGLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INGLUSIVE

TESTi® 100 TEST 2w 400 TEST3 w409

1 PERFORM RLF.. TEST (PRINTOUT ATTACHED)

INDHCATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE ll?EPORT:.
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS © (0-04) 0 {-05-.09) 0 {-10-14) 0 (15-19) 0 OVER .19 0

mmmmmmm&&mmwmuomﬁumﬂmﬂm MADE TO mmemmmm&wmmvmmm@mns
(LSE OTHER SIDE IF KECESSARY),

Meels DOH Standards

JNSPECTING OFFICER .. . -

PRINT FLRL NAME

Dale L. Cox
TYBE It PERMIT NUMBEREXPIRATION DATE TELEPHONE NUMBER
220033 02/09/2014 (660) 259-3622 .
RETURN COMPLETED REPONT TO THE: Broath Alcohot Program, MO Department of Health and Senior Senvices, Sottheast District Office

2875 Jarnes Blvd.
Prinlar Rudf M0 83601



DayC
Received
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> GUTH LABORATORIES, INC.

550 BORTH Tt STRETT FRARRIRINIRS, P, Br41-4511 © TELEPHONE: FERBL 850

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of 1ot Number 13210 of
Alcohol Reference Solution for Simulator were analyzed by
gas chmmingmphyonJﬂysl,uB,usingaPnddnElmGaanmmmph
Autosystem XL 8/N: 610N9030209, snd found to contain  8.1216% (wivel)
ethiyl alcohol. The expiration date for this lot
Pt pumber is July 29,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
I 0 Sl VA e thisselution ~wili-give—abreath- alechal . .

analysis instrument reading of 0.108 g/210L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Presidefff
GUTH LABORATORIES, INC.

NIST Traceability: .

Testing was condwcted wsing Cerilliant Reference Standard los namber FNI22211-02 whose
vaises are traceable to NIST. .

Al balances are calibrated annwvally by an owtside agency using NIST traceable weights,

Calibration verification is done prior to each use vtilizing NIST troceable weights. .




#OT70 P.0O04/005

WAVERLY CITY HALL

14:57 4832882

¢1/22/2014

2o

s — ageedfg Jom
o |
-
EQHE " = apd
" = "WIS
E = zr
gy Bae " L3IL ANENE
88121 a1 UAHINELS TTHNYILIXI
2EILY wee * § L8340 HETE
LBy (525 IAUHANE LS THNYIi%3
L PA neg * JE3L M
9T ell par- TAHINGLS TUNUELKT
S840 QATATYRA QALONELE TuNAILNT
SE4l gea* L33l AN

—=-- JA0W HUSIANZINS ——-

HIEE SA0ANYTIFISIW
P1/766/728 13180 HOTLEIIIXI

ELBERZ 1Y3IUNN

G2 X1 ¥I9140
IO
WFILAH0 SMILERL

1 ATd-=T "]

2P¥OIPE H3ALUTH THIEIS HILTWLBLNG oud

LINIWLAEEE3T 01704 A TISAHM
TSNOSSIM 40 ZEKLS

JOYO1]-00UaPIAY
ISBIABIRA DV |

LT3

= CamEulS Iote
oY )
AIMBU3HFINT O] aHY
Ip1dl D) ¢ E I THIHD LT "IHNM3 LN X

|$ 2P aaa LS3L AN
~-= STEATHNY HIHZHT —--

LS3L 14
HLBT SMOINYTIEISIN
P1/68/28 13160 NOIAHYI4RA
£EER2Z MIATWNN L YIWY3d
84T r"X"1 M301440
TrK0d
SHAILSH0 ONILSTL
84T ¥I°T A3DIAA0
d-¥00
TAEIA30 ST LS
EBLDAPEZL/OM "0 AL
W R3S 1271619 400
LE3L/1
sAWEN 133rEns
BEIIT 23UIL 1833y

123,18
SPPOPE HIALMN TWINIT YIALSHWGLNG THEg

LRZWLNEAIT S0 ATHAALA
LANOSHIW A0 ZIleLs

19)OL], 9OUSPIAL
JINSBIARIR(T YV



#0770 P.005/005

WAVERLY CITY HaLL

14:57 4932882

01/22/2014

-t ABAL EFARERS MU YE de A SLLE BAR e ALS A B R

BAC DataMaster
| miamsoo Ticket

STATE OF MISSOURI
WAVERLY POLICE DEPARTMENT

BAC DATAMASTER SERIAL NUMBER 940442
a1/28/14
17133

= DIAGNOSTIL CHECK —--

COMPUTER: OKAY

PROGRAM (B4~87-2083):  OKAY

HEATERS

SAMPLE CHAMBER: Siac

FLOW DETECTOR: oKaY

PLIME:

HIBH SPEED: oKAY

DETEGTOR: 0Ky
.azfﬁnmrqmmm" aKAY
" GUARTZ STANDRRD: OKAY

CALIBRATION: OKFAY

PRINTER TEST
m=awxm~nu*+,n.\ahmmﬁmmﬁmonmanvmmmwnumﬁm
mngrzanmqu:cex<Nﬁ/u>a,mvnam*asmuxHszo
parstuvagz {3

Opemtor Signature Ar R Pmmﬂu
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