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WHRY -DATAMASTER MAINTENANCE REPORT RECEIVED 3/12/14  reromss
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DATAMASTER SN NAMEE OF AGENCY DATE OF REPEGTION

940442 Wavarly Police Department 031172014

LOCATION OF INCTRLBSNT (STREET AMD GiTY) TR OF BGPCOTIN

111 E. Keiting Waverly, MO. 64096 4:19pm

CHECKLIST: Piace a mark in the mwmm#mwmmmammmmmmmm
MM)memmmmmm

I/l DIAGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TINEE frarn printout) 03/11/44 1619
] compuTeR i aeTecton
1 prROGRAM :  Firers
I HEATERS SAMPLE CHAMBER 49°c i quantz sTaMpARD
1 FLow DETECTOR ] causraTION
1 pump HiGH sPeeD 1 PRINTER
] inDicaTOR LIGHTS | | _
K] siMuLATOR SOLUTION supPLEER Guth Lor# 13210 EXP. DATE 07/29/2015
] SIMULATOR TEMP (34°C +0.2°C) 34 °C SIMULATOR SN 093752 EXP. DATE 07/24/2014

TEST1w 100 TEST2w 100 TEST3 W 100

REFUSALS 0 {(0-.049) 0 | (-05-.08) 0 (-10-14) 0 {15-19) 0 OVER .18 o

mwmmmmmmmmmvmmmmmmmmmmmmm
(USE OTHER 210E 5 NCCEREARY),

Meets DOH Standards

INSPEATING CEF!

PRENT RULL NAME

SEENATURE

RS ¥ L-—% % Dale L. Cox

TYPE & PEFMAT TEEAHDNE NUMBER

240038 | 02/11/2016 (660) 259-3622

{RETURN COMPLETED REPORT TO THE: m%mmmmdmmwmwmm
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> GUTH LABORATORIES, INC.

£8 BOXTH &6 STHEET & HANGUSRURG, PA £ 4541 © TELEPHOM: HI S84 84K

CERTIFICATE OF ANALYSIS

Certified Alcohol Referenmce Solution for Simulator

Random Samples of Lot Number 13218 of
Alcohol Reference Solution for Simulator were apalyzed by
gas chromatography on July 31, 2013, using a Perkin Elmer Gas Chromatograph
Antfosystem XL S/N: 610N9030209, and found to contain 0.1216% (w/vol)
ethyl alcohol. The expiration date for fhis lot
number is July 29,2015 at 11:59 PM.

When used in a c¢alibrated Simulator, operating at
T 3450+ 2GS R ktion. Wil give s breath aleohal . - o
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Presideft
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Certlliant Reference Standard lot number FNI122211-02 whose
values are traceable to NIST. ‘
All balances are calibrated annually by an outside agency using NIST traceable weights.
Calibration verification is done prior to éach use utilizing NIST traceable waights. .
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BAC DataMaster : y BAC DataMaster
Evidence Ticket f | Ewvidence Ticket
STRTE OF HISSOURI ; STATE OF MISSCURI
WAYERLY POLICE DEPARTHMENT : UAYERLY POLICE DEPRARTMENT
RAC DATAMASTER SERIAL HUMBER 948442 © BAC DATARASTER SERTAL NUMBER 940442
B2s11s14 ; G3-11-14
16119 :
. TESTING CFFICER:
—rme DIAGHOSTIC CHELK ~— . COMSDALE
: OFFICER I.B.:z {75
COMPUTER® DKEY * PERMIT NUMBER: 240034
: : CEXPIRATION DATE: 82-11-16
PROGRAM (Q4-97-206%Y:  OKAY - MISCELLANEQUS DATA:
HERTERS ; —— fupeavztnp M
) . } ELANK TEST .G 15: 20
FILOM DETECTOR: QKAY . INTERMAL STANDARD VERIFIED 16121
" EXTERNRL STANDARD .168 16:21
FUMP _ ' BLAMK TEST L 326 16182
HIGH SPEED: OKAY _ « EXTERNAL STANDARD . 10e 15228
. " BLANK TEST . AEH 16127
LETECTOR! DAY A . EXTERMAL STAMDARD .1ee 16123
' BLAMK TEST . 608 16:p4
—=aF 11 TERST oxay '
’ ]H
GURRTZ STANDARD: OKRY g[ﬁ_ = .1
CAYE. = .4
CRLIBRATION: QkRY -

PRINTER TEST
TUERR  (Dkty -, /B 1234567891 § {=>PERECDEFG ‘ "

HIJKLMNOPQRSTURIERYZIN]~_* abcdefghi jkinne
oqrsbusxyz il 2+~
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BAC DataMaster
Evidence Ticket

STATE 9F MISSOURI
WRYERLY POLICE BEPRRTMENT

BRC DATRMASTER SERIAL NUMBER 943442

8311714

ARREST TIME: 15:25
SURJECT HNRME:
RFI-TEST
DoB: al-sais7l SEXE M
STATESD, L.t M0-/L122456733
FARRESTING QFFICER:
COX-DRLE
OFFICER 1.D.% (VS
TESTING OFFICER:
COX-DRLE
GFFICER I.0.: 1735
PERMIT HUMBER: 2480836
EXPIRRTION IRTE: 82-11-16
HISCELLANEQUS IRTA:

RFI TEST
—=— BREATH AMALYSIS ——
- uiBLﬂNK TEST -6
INTERMAL STANDRRD VERIFIED

RADRIC INMTERFERENCE

~

16126

s,
L \-6,(;

Opﬁﬂwr&gmmne




03/11/2014 . 13:48 4932382 WAVERLY £ITY HALL ROBBE P 002/005

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Il
DALE L COX
is hareby authorized to instruct and supervise operators, train instructors, inspect, calibrate, pa-fonn field service and repairs,

and aperate the following broath analyzer(s):
DATAMASTER

for tho detormination of the alcoholic content of blood from a samgple of expired air. Permit issued under the provisions of sections

577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo,
Lasa »\_S:;;?_

DATE . 2/1122014
DIRECTOR OF STATE PUBLIC HEALTH EARORATORY
NUMBER 240036
EXPIRES 2/1112016
DIRECTOR OF DEPAHTHEWOF riEM_mN»ID SEMNIOR SERVICES
VD SA0-0771 (1) LABA 6-10

INSTRUMENT OPERATOR CARD

The et o I spathocived o iy Ay ereicioediyl beecl® glcobol
‘mmnrmmwumndmmwdmmumu

Dk logod 2HU2014 it Bxpires 2/11/2018






