04/01/2014  13:34 4332982 WAVERLY CITY HALL #1070 P. 0017003
MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES .
STATE PUBLIC. HEALTH LABORATORY
BREATH ALCOHOL PROGRAM
"

DATAMASTER MAINTENANCE REPORT RECEIVED

By Carol Day at 8:34 am, Apr 03, 2014
Compiete this report at the time of the regular monthly preventive maintenance check (not to exceed 35 days).

Complete this report whenever the instrument is serviced or repaited and whenever it is placed info service,
Retain the original and send a copy within 15 days 1o the Breath Alkcohol Program, DHSS.

DATAMASTER SN NAME OF AGENCY DATE OF INEPECTION
940442 : Waverly Police Department 04/01/2014

LOC&MNOFWSTHWF{STREETMC{T‘:’) .| IME OF INSPECTION
111 E. Kelling Waverly, MO. 64096 4:01 pm

CHECKLIST: Place a mark in the box by each itemif found to be satisfaciory or if operating within established s, (Write in obsewe& values
where determined.) Unmarked items must be corrected before using instrument.

I olaaNosTIC CHECK {PRINTOUT ATTACHED) DATE AND TIME (from printout) 04/01/14 1601
1 COMPUTER k1 pETECTOR
i} prOGRAM K FuTers
/] HEATERS SAMPLE CHAMBER 50 ¢ k] quarTz sTANDARD
¥ FLOW DETECTOR A cALIBRATION
M PUMP HIGH SPEED . E/] PRINTER

I/l INDICATOR LiGHTS

] SIMULATOR SOLUTION SUPPLIER Guth LoT # 13210 EXP. DATE 07/29/2015

/] SIMULATOR TEMP (34°C 1 0.2°C) 34.0 °C SIMULATOR SN 093752 EXP. DATE 07/24/2014

L3

[/l cALiBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run threa tests using a standard solution. All three lests must be within #5% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

Q] 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0,105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST1# (g5 TEST 2% (o3 TEST3 = (08

7] PERFORM RF.L TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 [(0-.04) 0 (05-09) 0 (10-14) 0 (.15-19) 0 OVER.19 D

LETT AKY HEW PAHTS AND DESCRIBE ANY ALTERATION Oft MODIEICATION THAT WAD MADE TO RESTORE THE INGTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTARUSHED LIBUTS
(USE OTHER SSOE IF RECESSARY)

Meeis DOH Standards

INSPECTING OFFICER

’ - "C Dale L. Cox
TYPE ti PEAINT N DATE™ TELEPHONE NUMBER
240038 02/11f2016 (660) 259-3622

RETURN COMPLETED REFORT TO THE: Breath Akcohol Program, MO Departrent of Health and Senior Senvices, Southeast District Office
2875 James Bivd.

Pnnlar Rt MO A2001



dayc
Received
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GUTH LABORATORIES, INC.

30 HOHTH 690 SYREEY ¢ HARIGSEING, PA fTHL 421 © TELEPHOWE: FT-S04.500

CERTIFICATE OF ANALYSIS

Certified Alcohol Referenmce Solution for Simulator

Random Samples of Lot Number 13216 of
Alcohol Refercnce Solution for Simulator were analyzed by
gas chromatopraphy on July 31, 2013, using a Perkin Elmer Gas Chromatograph
Autosystem XL S/N: 610N9030209, and found to contain 8.1216% (wivol)
ethyl aloohol. The expimation date for this lot
pumber is July 29,2015 3t 11:59 PM.

When used in a calibrated Simulator, operating at
e T 34°C /e 27°C, ~thits3olation Wil give u breath alcohol e
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Presidefit
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FNIZZR2I1-02 whose

values are traceable vo NIST.

All balances are calibrated annually by an outside agency using NIST traceable weights.

Caltbration verification is done prior to sach use utilizing NIST traceable weaights, i
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= e KA LG BFSRIL L LES EAEE 1R PIEST ) ' Face'l'hisS&d;eDown—ThisEdgeInFirst
|BAC DataMaster| BAC DataMaster
| Evidence Ticket |~ | “Evidence Ticket
STRTE OF MISSOLRT STATE OF HISSOURI
uﬂgERLv POLICE DEPRRTHENT : WAYERLY POLICE DEPARTHENT
BRC DATAMASTER SERIAL NUMBER 948442 | BBC DATAMASTER SERIAL MURPBER 94BEG 7
2381714 : : 64,8114
- 15151
FRREST TIME: 15:98
SUBJECT HAME: o —=-~ BIRGNOSTIL CHECK ~—-
RFI ,
NoE: 9t-81-71 SE¥: M . CORPUTER: OKRY
STATE/D. L.t HO/123456789 :
ARRESTING OFFICER:  PRUGRAM (B4-97-208851  OKAY
COX/DALE
OFFICER I.D.: 175 " HERTERS
TESTING OFFICER: | SAMPLE CHAMBER: 5@
COX/DALE .
COFFICER 1.D.: 175 © FLOW DETELTOR: OKAY
FERMIT MUMBER: 243526 :
EXPIRATION DATE: 82-11-16 . PUMP
MISCELLAREOUS DATH: i HIGH SPEED: "OKAY
RFI TEST ;
° DETECTOR: - OKAY
o -—— RREATH RANALYSIS -— ,
*-—*] ‘ 1FILTERS: DKAY
e BLANK TEST .602 15107 4 -
INTERNAL STANDARD VERIFIED  16:67 . QUARTZ STANDRRD: OKAY

RALIO INTERFERENGE
. CRLIERATION: OKRY

: PRINTER TEST
o VUREHE T Oy =, sBI23458789 1 1 (=DTRABCDEFG
HIJKLHROPORSTUYIMKYZIN I~ _*~ abcdeafghi jk 1eno
Copgrstuvusgz ity T

e 8o o o i e o, RSP A P15

i Ot T Dacg
| e - /
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kace 1Mmg D Down — LS fape In Mirst

BAC DataMaster
Evidence Ticket

STRTE OF MISSOURI
WRYERLY FOLICE DEPARTMENT

EAC DATAMASTER SERIAL NiJMBER 948442
B4r,81.014

TESTING OFF IGER:

COX-DRLE
CFFICER I.D.2 175
PERMIT MNUMEER: 2408236
EXPIRATION DATE: goritria
MISCELLANECUS DATA:

—=- SUPERVISOR MODE ~--

BLANK TEIT . 306 16x 14
IMTERNAL STANDARD YERIFIED 15514
EXTERNAL STRANDARD .B%% itsig
BLAMK TEST . 8848 : 148115
EXTERNAL STANDSRD -B58 16515
BLANK TEST » BB isz 1
EXTERNAL STANDARD -9z 6115
—"—TBLRHK TEST - DB 16117
N = 3
St = .1
AY6., = 8373

/—D,L (-

Operztor Signature

WAYERLY CITY HALL

#1070 P 005/005
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT

TYPE II
DALE L COX

_smewwmwmimammmammmmmqmm,mmmsm epajrs,
and operate the lollowing breath analyzer(s): e

DATAMASTER

DATE __2/1172014 - (/\”"’"S;—Z

OIRECTOR OF STATE PUBLIC HEALTH LABORATORY

NS 248036 ' Bod) Vsobeldy

EXPIRES 2/11/2016
OIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SEFVICES
LD S48 o1 LA . a

COX, DALE
Pornst Mo 240036
IMWZ’IW Badn Bwplrar 21112018




