MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT RECEIVED

BREATH ALGOHOL FROGRAM (

By Carol Day at 9:22 am, Jun 02, 2014}

Complete this repoit at the time of the regular monthly prevertive maintenance check (not 1o excesd 35 Gays).
Complete this report whenever the instrument is sarviced or repaired and whenever it is placed into service,
Retain the original and send a copy within 15 days 1o the Breath Akcohol Program, DHSS. - _
DATAMASTER SN NAME OF AGENGY DATE OF INSPECTION

940442 Waverly Police Department 05/30/2014
LOCATION OF INSTRUMENT (STREET AND CITY) . TIME OF INSPECTION
111 E. Kelling Waverly, MO, 84096 : - | 4:08 pm

CHECKLIST: Place a mark in the box by each itém if found 10 be satisfactory or if operating within established limits.. {Wiite in observed values
where determined.) Unmarked items must be corrected before using instrument. :

i/l DIAGNOSTIC CHECK (PR!NTOUTA‘ETACHED) DATE AND TIME (from printout) 85/30/14 1608
A comMPUTER DETECTOR
PROGRAM FILTERS _
] HEATERS SAMPLE CHAMBER 51°C &1 QUARTZ STANDARD
1 rLow peTECTOR | K] CALIBRATION
] PUMP HIGH SPEED ) PRINTER

K] INDICATOR LIGHTS

i1 SIMULATOR SOLUTION suPPLIER Guth LoT # 13210 EXP. DATE 07/20/2015

|/l SIMULATOR TEMP (34°C +02°C) 34.0 °C SIMULATOR 8N 093752 EXE. DATE 07/24/2014

CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within 5% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

E 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
EI 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[ ] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 # (08 TEST 2w ngg TEST3 ®* pgg

I PERFORM RF.L TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANGE REPORT:
(PO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |(G-04) 0 (.05-.09) 0 (.10-.14) 0 (.15-.19) 0 OVER .19 0

LIGT ANY NEW PARTS AND DESCRIEE ANY ALTERATION OR MODMFRIGATICN THAT WAS MADE TO RESTORE THE RSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
(USE OTHER SIDE ¥ HECESSARY),

Meets DOH Standards

INSPECTING OFFICER o 0 oo v oo e

PRINT FULL NAME

> =2 (& . Dale L. Cox
YPE i PERAIT NUMBEFVEXPIEATION DATE } TELEPHONE NUMBER
240036 02/11/2016 (660) 259-3622
AETURN COMPLETED REPORT TO THE: Breath Alcohal Program, MO Department of Health and Senlor Services, Southeast District Office
2875 James Blvd.

Panlar Rudfi MY Raant
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CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13210 of
Aloohol Reference Solution for Simulator were analyzed by
gas dmm&tsgzaphymhlyn,zels,usingaperkhzﬁm&s%rmnamm
Autosystern XL S/N: 610N9030209, and found 1o comtain  0.1216% (wivol)
ctiryl aleobol The expimtion date for this lot
nunber is July 29,2815 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°€C  +v 2°C,tHIT sthmien will give wbrouth aloohol — —
analysis instrument reading of 6.160 g/216L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Presidefit
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Cerflliant Reference Standard lo¢ number FNI2Z21002 whose
valunes are fraceable to NIST. o

All balances are calibrated anmually by an owtside agency using NIST traceable weights.
Caltbration verification is done prior to each use utilizing NIST traceable weights.
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BAC DataMaster

Evidence Ticket

STATE OF MISSOLRI
WAYERLY POLICE DEPARTMENT

EAC DATAMASTER SERIAL MUMBER 940442

83738714

TESTING OFFICER:
COX-DARLE

OFFICER 1.B.: 175

FERMIT NUMBER: 248536

EXFIRATION DATE: az-11,16

MISCELL ANEQUS DATH:

==~ SUPERVISOR MODE —--

BLANK TEST . 860

INTERNAL STRNDRRD VERIFIED

EXTERNAL STANDRRD .g98 :

BLANK TEST : ]

EXTERNAL STANDARD 898

BLANK TEST .9eD

EXTERNAL STRANDARD B899

BLANK TEST .B6a
=

N = 3

SiMe = .1

AYG. = 6983

16213
158: 13
i6: i3
16214
16414
i6e1g
16115
16216

s ek 1
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- Evidence Ticket

- STATE OF MISSOURT
WAVERLY ROLICE DEPARTMENT.

BAC DATAMASTER SERIAL NUMBER 94@d4n
852014
15168
—— DIASHOSTIC CHECK ——
COMPUTER: | - OKRY

PROGRAN (B4-87-20@9):  OKAY

HEATERS

SAMPLE CHAMBER: Sic

FLOW SETECTOR: OKAY
L PUMP
%" HIBH SPEED: OKAY
li?;;BETECTﬂﬂs OKAY
;i_‘FILTER8= DKAY
ji?ﬁ QUARTZ STRNDART: oKAY
- .. CALIDRATION: OKAY

PRINTER TEST
PRI (Xt~ RLE34UETET e 5 { <> ?@RBLDEFG
HIKLHOPSRSTUYBRYZ (3 sbrdefghijk Imno
v paretouueaz {17

Faca Thds Side Down - "This }i‘dge 7[]@ }%M
BAC DataMaster
|. Evidence Ticket

. STATE OF WISSOURI
'HRYERLY POLICE DEPARTMENT

85,2014

- RARREST TIME: 15:33

SUBJECT NAME:
RFISTEST
aB: 61-81-71 SEMr H
STRATEAD. L. MO-12345678%
RRRESTING OFFICER:
COs-DRLE
OFFICER I.D.2 175
TESTING OFF ICER:
COX-DALE
OFFICER I.D.! 1753

| PERNIT MUMBER: 240036

L EXPIRATION DATE: @211/16

¥ MISCELUANEOUS BATS:

5% RFI YEST

; —— BREATH ANALYSIS ~—
BLANK TEST . . BER 1
INTERNAL STANDARD VERIFIED  {

© . RANID INTERFEREMCE

BRC DATAMASTER SERIAL NUMEER 94@44:’:.‘“
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POy
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STATE OF MISSOUR!

DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT

TYPE Ii
DALE L COX

bmrewmmiwmmmmnimmmwc&haw,mmrmmmm,

and opetale the folowing breath analyzer(s):
DATAMASTER

mﬂuadabmﬁnaﬁonoithealcoho{iccommto{bbodlrtxna sample of expired air. Permil issued under the PrOVEsiONs of ssctions
577.020 through 577.041, RSMo and 306,111 tirough 306.119 RSMo. :

. ) g;'—"::»
DATE _ 2012004 - s '

DLRECTOROFSTKTEH&EFEM.NU\BORK_TGRY

NUMBER 24036 LDal \)w(:mQ:r
EXPIRES 2/112016. - DIRECTOR OF DEPARTMENT OF HEALTH AND BENOR SERVICES

LD SOOI 1% LAB4 -0y

Th (30 CamBaokier is chixicad 1o oppeain a0 il D aicobal .
izt 1o e SRR Of fuy al:choke coried K baveth e off enpired a]
L5 Alcxacond,




