STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

MIGSOLKS DEFARTMEING OF HEALTI AD SERNIOR SERVICES

y Carol Day at 4:01 pm, Jul 28, 2014
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CERTIFICATE OF ANALYSIS

Certified " Alcohol Reference Solution for: Simulator

Random Samples of Lot Number 14030 of .
Alcohol Reference Solution for Simulator were analyzcd by
gas chromatography on Janwary 22, 2014, using a Perkin: Elmer Gas
Chromatograph Autosystem XL $/N: 610N9030209, and fourd to contain
'0.1215% (wivol) ethyl alcohol, The expiration date for this Iot
number 1s Janna:yzo 2016 at 11:59 PM.

When - used in a calibrated Simulator, operating at
34°C H- .2°C, this solution will gi-ve a breath alcohol
;émaly—s_i;;; Instrumeat reading -of 8.108 8/2 10L -/ 3%,

The :alcohol and water used in ‘this solution were
free of test mterfermg substances.

7

~2d L. Pauley, Presiden
¢UTH LABORATORIES, INC.

NIST Traceability: ) ‘
Testing was conducted using Cerilliant Reference Standard lot number FNIZQ.‘_!H-M whose
valuex. are traceable to' NIST:

All balances are.calibrated: annuaily by an outside agency using NIST traceable weights.
Calibration ver:ﬂcanon iy done prior to each use utilizing NIST traceable weighrs
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~ TESTING OFFICER:
o DIAGNOSTIC CHECK ~-m | © COX/DALE
" OFFICER I.D.: 175
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. © i EXPIRATION DATE: 92-11,16
PROGRAN (B4-87-2069):  OKAY ¢ MISCELLANEQUS DRTA:
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. BLANK TEST . 683 13: 83
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: EXTERNAL STRNDARD B 13:85
FUNP . BLANK TEST . 8O3 3719
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STATE OF MISSOURI
HAYERLY POLICE DEPARTHENT

BAC TATAMASTER SERIAL NUNBER Sdiddz
87.25/14

ARREST TIME: 12:32
SUBJECT NAME:
RFYIZTEST
noe: Gl @i 7t SE¥:
STATE<D.L.: MD-123456723
ARRESTING QFFICER:
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM
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