STATE PUBLIC HEALTH LABORATORY

MISSQURI DEPARTMENT OF HEALTH AND SENIOR SERVICES [RECE’VED
BREATH ALCOHOL PROGRAM

By Carol Day at 8:20 am, Jul 07, 2014

DATAMASTER MAINTENANCE_HEPORT _ ‘ REPORT #6° ‘

Complste this reporl at the lima of the regular monthly preventive malntenance chack (nol 10 exceed 35 days).
‘Gompiate this report whanever the inslrument is serviced or repaired and whanever it Is plaged inlo service;
Retaln.the original and send a copy wilhin 15 days 10 the Brealh Alcohol Program, DHSS.

! ‘U:“AMASTE” SN . HAME OF AGENCY DATE OF INSPEGTION i
950083 " Troop CHQ' - . 081672014
LOCATION OF INSTRUMENT {STREET AND CiTY} ) TIME OF INSPECTION
2920 Nosth Shamrock Road, Jefferson City : 16:53

CHECKLIST: Place a mark in tha box by each ilem i found to be salisfactory or if operating within established lmils. {Write in observed vaiues
where determined.) Unmarked items must bs correclad hefore using instrumenl, - _ e . : ) o

W] DIAGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TIME (Irom printout) ___08/16/2014 @ 16153 '
) COMPUTER o 7] DETEGTOR
¥l PROGRAM o | ¥ FILTERS
[#] HEATERS SAMPLE CHAMBER __. +50°C v ouAnTé STANDAAD
W) FLOWDETEGTOR - - W] CALIBRATION
) PUMP HIGH SPEED - - . ] PRINTEA

INDICATOR LIGHTS -

%l SIMULATOR SOLUTION SUPPLIER _Guth Laboratories . LoT# 13060 EXP. DATE __ 02/04/2015

M SIMULATORTEMP(34°C  0.2°0) . *3400°C - gpauyiatorsn_  MP2122  eyp paTe ___ 06032015

WV CALIBRATION CHECK —{ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three lests: us,ing-é;sigr{dafd solulion, All thrae lests must be wilhin £6% of the standard value and must have a spread of 005 or
less. Mark the box corresponting to the standard seolution baing used, (PRINTOUT ATTACHED) :

- [Jo.100% $T__ANDAF§D;- MUST READ BETWEEN 0.095% AND 0,105% INGLUSIVE
[[]0.080% STANDARD:< MUST READ BETWEEN 0.076% AND 0,084% INCLUSIVE
v} 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

|TEST1e T llbd0; TEST 2 041 TEST 3 & 040

| W] PERFORM R.F.I. Tssfr' (PRINTOUT ATTACHED)

INDICATE_THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
| (DO NOT INCLUDE SELP-ADMINISTERED TESTS) . . i _

REFUSALS 0 [{0-.04) 0 {.05-.09) 0 (-10-14) _ 0 . {-15-.19) 0 OVER .19 0

* ] LIST ANY HEW PARYE AND DESCRIDE AHYALTERATION OR WODIFICATION THAT WAS MADE TO AESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIHTS
{USE OTHER SIDE IF NECESSARY). ST . _ L - i i o
Adjusied printer head for proper alignment to evidence llcket. Replaced two Drusz anchors en metal cover which ware loose. Removed sheared grounding
sceew from metal cover threading and replaced. Replaced RAM IC. Calibrated nstrument, " . . . -

INSPECTING OFFICER - 50 i

SIGNATURE )

FRINT FLAL NAME-

R PRy I {g 9.__[-!}) : o | - Dewayne D, Carver -
FYPE 3 penmgtg TION DATR . 14 - FELEPHONE NUMBER
) 10 i . (5/28/2016 {573} 751-4722

RETURN COMPLETED REFORT TO THE: Breath Alcohol Program, MO Department of Heallh and Senior Services, Southeast District Ofiice ]
‘ 2875 James Bhvd. : o _ - ‘
Poplar BlUMl, MO 63901 ST L :

L .
" M0 520- 1468 1206} ) . AM EQUAL OPPORTUSHTTAFT AMATIVE AGTION EVPLOVEN ©oLAR I
1avices pravided 0% d Adrcl s matcey bk -




GOONORTHEMSTREET d HARRISBURG PA 17111 4511 @ TELEPHONE: 717-564-5470

AI& GUTH LABORATORIES INC.

CERTIFICATE OF ANALYSIS

Certified Alcohol _Refé_renée Solution for -Simulator

Random Sample's of Lot Number 13060 ~of
Alcohol Reference Solution for Simulator were analyzed by
- gas . chromatography on February 7, 2013 using a “Perkin Efmer Gas
* -Chromatograph Autosystem XL S/N: 610N9030209 and. found to contain
0.0482% (wivol) ethyl alcohol. The expiration date for this lot
number is February 4,2015 at 11:59 PM,

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this soiution will give a breath alcohol
‘analysis instrument reading of'[_).040 g/210L +/- 3%,

The aIcohol and water uscd in thlS solutwn were

‘free of test interfering substances '

_ . Ted L. Pauley, Presidént
-~ GUTH LABORATORIES, INC,

NIST Traceab!my

. Testing was conducted using Cerilliant Reference Standard lot rmmber FNI120110-04 whose
values are traceable to NIST.

All balances are calibrated annually by an outside agency using NIST traceable weights.
Callbrar!on verification Is done prior to each use utilizing NIST traceable weights.
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- FACE THIS SIDE DOWN - THIS EDGE IN FIRST" FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster I |  BAC DataMaster

.:_Ewdgnggfﬂcket I o - Evidence Ticket

f

HIGHUAY PATROL , MISSOURT STATE HIGHWAY PATROL
L HUNBER 950062 § - BAC DATAMASTER SERIAL HUMEER 95m@as
' I BEo16o1

 HISSOURL,STH
~ BAC IATAHAST

TESTING OFFICER: - ARREST TIME: B@:ag

- - CARVER/IEWRYHE/TT © { SUBJECT MAME:
OFFICER I.D.e D4 A L 3
FERMIT HUMBERY Z3@191 o TOB: 816191 SERT M
EXPIRATION DATE: AS/R8-/1% : STATE/DLL. & KHoH
MISCELLAHEQUS DATA: ; ‘ARRESTING OFFICER:
CJBE VAPOR ACCURACY CHECK g T TR

GUTH LABS LOT 13068 EXP 2/4/2015 . OFFICER 1.D.: A
o o | | TESTING OFFICER:
s ==~ SUPERVISOR MODE ~-- | CARVER - DEWAYHED
CCERLAMCTEST T pme o 1eis7 - gggﬁ§gﬁﬂjﬁggésgg§a1@1
IMTERMRL ITANDARD VERIFIED  16:57 E4PIRATION IARTE: 85-23-15
Eﬁ;gﬁﬂ?;g%TﬂHﬂﬁEﬂ .gﬁg §g=§§ B MISCELLAMEDUS DRTA:
BLhbe 1B5T . IR A 12 RF1 TEST
EXTERMAL STANDARD 4 16159 ! R '
ELAHK TEST . .. . GG 18339 | -—— BREATH AMALYSIS —— -
T EMTERHAL  STAHDART: Y I 1 o T |

- BLAMK TEIT | . BEG 17908 . mom TEST - L BEE 17182
. __ INTERMAL ITAMDARD  YERIFIED  17:83
=3 | SHBJECT SAMPLE BB 17153
ol RANIID IHTERFERENCE

P A
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