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',\&': MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABQRATORY RECEIVED
BREATH ALCOHOL PROGRAM By Carol Day at 1:45 pm, Apr 01, 2014
DATAMASTER MAINTENANCE REPORT REPORT 46

Gomplele this report at the tine of the regular monthly praventive maintenance check (not 1o exceed 35 days).
Complete this report whenaver the inslrument is serviced or repalred and whenever it is placed into service.
Retain the original and send a copy within 15 days {0 the Brealh Alcohol Program, DHSS.

DATAMASTER 53 NAME OF AGENCY DATE OF INSPECTON

950107 Stone County Sheriff Depl. 04/01/2014

LOCATION QF INSTRUMENT (STAEET AHD CITY) TIME QF INSPECTION

P.0O. Box 245 or 110 S. Maple St. Galena, Mo, 65656 7:31 am

CHECKLIST; Place a mark in the box by each item if found to be satisfactory or if operating within eslablished limits. (Write In observed values
where determined.) Unmarked items must be correcled before using insirument,

[/} DIAGNOSTIC CHECK (PRINTOUT ATTAGHED) DATE AND TIME {from printouty 04-01-2014/07:31
] coMPUTER kA peTecToR
i PrOGRAM M FiLTERS
[7] HEATERS SAMPLE CHAMBER 49°C ) QUARTZ STANDARD
1 FLow DETECTOR £ CALIBRATION
/] PUMP HIGH SPEED A PRiNtER

[/l INDICATOR LIGHTS

I simuLaTor SOLUTION SUPPLIER Cuth Laboratories Inc. LOT # 13280 EXP. DATE _10/16/2015
] SIMULATOR TEMP (34°C + 0.2°C) 34 *C SIMULATOR SN $D2282 ExXP. DATE 01/16/2015

@ CALIBRATION CHECK ~ (ONLY ONE STANDARD iS5 TO BE USED PER MAINTENANCE REPORT)

Run thres 1osls using a standard solution, All three tests faust be within +5% of the slandard value and must have a spread of .005 or
fess. Mark the box corresponding 1o the standard solution being used. (PRINTOUT ATTAGHED)

¥ 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[ 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
I} 0.040% STANDARD - MUST AEAD BETWEERN 0.038% AND 0.042% INGLUSIVE

TEST 1% (0 TEST 2w (38 TEST 3 = gog

/] PERFOAM R.EL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 1 ](0-04) 0 (.05-.09) 0 (-16-.14) 1 (.15-.19) 0 OVER.19 1

LIST ANY HEW PARYS AHO DESCRIBE AHY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO QPEAATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
(VSE OTHER SIDE IF NECESSARY).

Operates wilhin DOHSS established limits.

INSPECTING OFFICER B T . SEaE .
°IGNM'URE PRINT FULL NAME
&L _‘j—ﬂm Sat. Trent Massey #123
TYFE ) PERAT uwaemxp@%}m TELEPROHE NUMBER
220218 08/04/2014 (417) 357-6116
AETURN COMPLETED REPORT TO THE: Breath Alcohel Pragram, MO Department of Health and Senior Services, Soulheast District Office

2875 James Bivd.
Poplar Bluff, MO 63901

MO £40- 1243 {208) AM EQUAL OPPOATUHITYAF FIAMATIVE AGTION ENFALOYER
L0Vt peavhind &n 3 awdstindleny Bl

LAB-118
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Received


04-01-"14 03:31 FROM-  Stone County Sheriff 4173578073 T-405 PCOG4/0006 F-043

GUTH LABORATOR[ES INC.

£30 HORTH ¢7th 8TREEY @ HARR!SBURG PA 1T144- 461! © TELEPHONE; 1T-564-5470

CERTIFICATE "OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot VNumber 13280  of
Alcohol Reference Solution for Simulater were analyzed by
gas  chromatography on October 18, 2013, using a Perkin Elmer Gas
'Chiomatogmph Autosystem XL S/N: 610N9030209, and found to contain
0.1217% (w/vol).ethyi alcohol. The expiration date for this lot
number is October 16,2015 at 11:59 PM,

When used in a calibi;ated Simulator, operating at
34°C +/. .2°C, this solution will give a breath .alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test intetfering substances.

Ted L. Pauley, Preside
GUTH LABORATORIES, INC.

NIST Traceabillty:
Testing wos conducted using Cerilliant "Reference Standard Iot number FMHZII—O? whose

values are traceable to NIST,
All balances are calibrated annually by an owtslde agency using NIST traceable welghts.

Calibration verification Is done prior to each use utilizing NIST traceable weights.
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Face This Side Down - This Edge In First

| BAC DataMaster
mﬁgmmf _,ﬁm,wﬁ .

Face This Side Down - This Edge In Ficst

w>0 DataMaster
- mﬁao nee Fieket

T-405 POOOB/0006 F-049

,
AT
FRRTST TIHSD U700 ) ARREST
PR 2 St voad e WS a i Y ST OO .
SR ._....h,..ﬂﬂ. ~ Vt il ; W
: (.r.r: e o — oy T =
o By O3 RN T - wrm TR VAR .
- il Dﬁ TN 5 BA AT 212 Ot e .
o T i%a . CSERe N L iirsig ATHe v X
willia «w&.\&h\v s R ¥’ 5, =T 3w B A% v . L
STOTE T MRS . - o I WD R T % ,
ani ..J.:I\ L, Yl-. e . ......_“, 5 PR T T e .
RTace ST TSI TIvg ST ALnRe .
. SRREITING .w |CW/. . TRDESE WYY Sl
- - i oy s ... . i eu\.\ TILNT
o oper iy r..(\ .( . i £ At T
22 H“ Sedhim A .:..I. o N mxhu T Tz 4R <
™ e WL IV L yerx X ey °,
2 i ﬂﬂ I-8.3 123 EET I - TeE T -
&L w. . ﬂ:u.....mmu foal LT YirilCRE b
R : SENT E MESBEY/TRENT )
v Ha b :
=~ SAEYTREN i OFFIDED .7,z 423
- T By oiPm TR AL Lrdlrd LT
- - = s dic e Tz g o BT TRATAT Y
PIER 1.D.0 52R FERWIT MUMDERY 2REID ,
P .ﬂ... FRIR Y SO A0 TUDCTDOT T T TOT e S e S
.||f.| Ma.J.M-.!-‘ BT 3w L o . W....TMMW,.\#. iy HEime BN ﬁ.r_.\w.& - “
[T, N P{w Sqlery Eoesyasid N T O MY 0T Ton T £
N ..i.l._ﬂ.nl.v BRTRI W N lwm.m w-_... S Eor s ] “ ’
-— LD IR - DET ~LTew ‘
w.m — = - T . S Piaes ﬁ. Pt ~
HV N .
o - :
5] Pt e VTR
~—- PRERTH MALYRIS — 8
> s s
e S
fd « AT
= Gaary F7e AT
=5 g7 888 7eE2
R . I o e e g - - Lo
< a7s YoRIFIED &7t E XN
@ s> : g
fon Py &
o =T
.
=
= . N
. u, o -
H- - i, i mfr’
——— FF o
. A
ﬂ“‘N \....u *
x> " .
=
X .
A= -
S
1 3 e
& -
[ B
2 :

umﬁ.ﬁoﬂ $i WBERV,W%V

FiGh&tor Signature . &wpw




POOO3/0006 F-043

04-01-"14 08:31 FROM- Stone County Sheriff 41 73578078 T-405

) R

' S‘tate ofiM1§§ourl .
DEPARTMEN OF HEAL.TH

s nqreby authonzaﬂ to lnﬁ v
callbrafe, parform ftalg!' epair i

forthe determmaﬁqn Of {46 dlaoholle cqﬁf ntef Blaay, g samplaz pIred (81\!90'3'0
alr, :ssued-undqr the, pmvlslons o? seations sz7 ozoimquqh 57 041' HSMO 1996

09/04/2612
*tumper 220213

Eh'pqua 09/04/2014 o . I SR TR
L T Dkactar, Depaﬂmenloquahh
' S a4 ATn)

Mo sauqm {?-aa) ’



