ML SUURL DRPARTMERT OF HEALTn ARND SENIDR SERVIUES
I3 STATE PUBLIC HEALTH LABOHA’IOP.Y

) BREATH ALCOHOL PROGRAN, ’ (RECEIVED

DATAMASTER MAINTENANCE REPORT
. By Carol Day at 1:43 pm, Sep 08, 2014

|

Complete this report al lhe time of the regutar monthly preventive maintehance check (no! 1o excesd 35 days).
Complete this report whenever the instrument Is setviced or repaired and whenever it Is placed Into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

DATAMABTER 8N NAME OF AGENCY DATE OF INSPECTION
850107 Stone Counly Sheiiff Dept, 09/01/2014
LOCATION OF INSTAUMENT {STREET ANB CITY) VIME QF INSPECTION
P.O. Box 245 or 110 S. Maple St. Galens, Mo. 65656 8:10 am

CHECKLIST: Place a mark in the box by each Item if found to be salisfactory or if operating within established limits. (Write in observed values
where delermined.) Unmarked items must be corrected before using instrument,

/] DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (frem printouty 09-01-2014/08:16
i compuTER t/1 DETECTOR |
k7 PROGRAM FILTERS
/] HEATERS SAMPLE GHAMBER . 49°¢ [7] QUARTZ STANDARD
/1 FLow DETECTOR _ /1 cALIBRATION
7] PUMP HIGH SPEED v PRINTER

INDICATOR LIGHTS

/] siMULATOR sOLUTION sUPPLIER Guth Laboratories inc, LoT # 13280 ___EXP. DATE 10/16/2015
SIMULATOR TEMP (34°C % 0.2°C) 34 °C SIMULATOR SN $D2282 EXP. paTE 01/10/2015

m CALIBRATION CHECK ~ (ONLY ONE STANDARD I8 TO BE USED PER MAINTENANCE REPORT)

Run three tesls using a standard solulion. All thres tests mus! be within +5% of the standard valte and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used, (PRINTOUT ATTACHED)

E 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[ ] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1% 100 TEST2# (g9 TEST3 * 100

m PERFORM R.FL TEST (PHINTOU:I" ATTACHED)

INDIGATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 [{0-.04) 0 {.05-.09) 0 (10-14) 0 {.15-.19) 0 OVER .18 0

UST ANY NEYY PARTG AND PESCRIBE ANY ALTERATION OR MODIFIGATION THAT WAS MADE TO RESTORE THE INSTRUMERY TO OPERATE SATISFACTORILY AND WITHIN ESTASLISHED LIMITS
(USE OTHER SIDE IF NECESSARY).

Operates within DOHSS established limits,

INSPECTING OFFICER

SBHATURE . PRINT FILL NAME

» Sgt. Trent Massey #123
TYPE [} PEAMIT NUMBEﬁrEXF?ﬁﬂJ(;J DATE TELEAHONE NUMBER
220218 08/04/2014 (417) 357-6116
RETUAN GOMPLETED REPORT TO THE: Breath Alcohol Program, MO Department of Healih and Senior Services, Southeast District Office

2875 James 8lvd.
Poplar Bluff, MO 63901

MO 880-1463 (.08} AN EQUAL CPPORYURITYIAFFIRMATIVE AGTION ewncwza LAB-116
SIS PHOVIIED 08 9 Al ioey b
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-:numbar is Oetoher 16 zm at 11 159 PM '

Whan usad m a calibrated S.tmulator, opcrating at
4*6. Ffu 2°C thzs aol‘wt;ian i l; give a braath -aleohol -
dan&lyms mstfume,nt readiﬂg of 0100 gf210L +/- 3 %.

Thc alcahal and watar used in thls solutmn Wﬁtﬁ :

'frce of test mﬁsrfarmg sabstanaas

Ted. L Pauley, Pvemde
GUTH LABORATQRIES INC.

'NI:S‘T l’mceabxlﬂy .
Testing was eonducted- usﬁzg Cerm.fam' Reference S‘!andard lor ninber szzﬂm Whose

- values gre fraceqble to NIST, .
" AT balanees are ealtbrated- -annually by an out;s':de age«rfcy using NIST traceable welgial.s' L

Cahbratwn veameanen Is done prior to each use. uﬁlismg NIST traceakle weights.
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