WMISSOJIRE DEPARTMENT OF MEALTt AU SEMIOR SERVIGES
Zenieyy STATE PUBLIC HEALTH LABORATORY
“;{/ BREATH ALCOHOL PROGRAM N

W DATAMASTER MAINTENANCE REPORT | (RECEIVED
By Carol Day at 12:06 pm, Nov 06, 2014

Complete this report at the time of the regular monthly preventive mainlenance check {nol to exced ys)
Completo this report whenever the Instrument is serviced or repaited and whenever it is placed Into seivice.
Retain 1he otiginal and send a copy within 15 days 1o the Breath Alcohol Program, DHSS,

DATAMASTER SN NAME OF AGENGY DATE OF INSPECGYION
950107 | Stone County Sheriff Dept, ' 11/03/2014
LOCATION QF INSTAUMENT {STYREEY AND CITY} TIME OF tNSPECTION
P.O. Box 245 or 110 S. Maple St. Galena, Mo, 65656 ‘ 9:34 am

CHECKLIST: Place a mark in the hox by each ltem if fouind to be satisfactory or if operating within established limits. (Write in observed values
wherg determined.) Unmarked items must be corrected before using instrument,

[/l DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME {from printouty 11-03-2014/09:34
i computeR ¥ bETECTOR
M ProsRAM ¥l enrers
IVl HEATERS SAMPLE CHAMBER 49°C K] QUARTZ STANDARD
Il FLow DETECTOR i caLiBRATION
i/} PUMP HIGH sPEED [/l PRINTER

K1 INDICATOR LIGHTS

LOT # 13280 EXE DATE 10/16/2016

kI siMULATOR SOLUTION SUPPLIER Guth Laboratories Inc.

502282 eXp pare 01/10/2015

SIMULATOR TEMP (34°C 2 0.2°C) 34 °C SIMULATOR SN _

lY] CALIBRATION CHEGK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE.REPORT)

Run Whree tests uslng a standard solution. All three tests must be within £6% of the standard value and raust have a spread of 008 or
tess. Mark the box corresponding to the standard solution belng used. (PRINTOUT ATTACHED)

] 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[_l0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1% (98 TEST 2 & gog TEST3 = 097

V1 PERFORM R.EI. TEST {PRINTOUT ATTACHEDY}:

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |[(0-04) 0 (.05-.09) 1 (.10-.14) 1 -ths-.w) g OVER.19 2

LIST ANY NEW PARTS AND DESCRIDE ANY ALTERATION OR MODIFICATION YHAY WAS MADE YO RESTGRE THE INSTRUMENT TO OPERATE SATISFACTCRILY AND WiTHIN ESTABLISHED LIMITS
{USE OYHER £IDE IF NEOESSARY).

Operates within DOHSS established fimits.

FRINT FULL NAME

I B Maddes Sgt. Trent Massey #123

FYPE 11 PERMIT NUMBER/E ¥ATHATHON DATE TELEPHONE NUMBER
240338 09/15/2016 (417) 357.6116
RETURN COMPLETED REFORT TO THE: Breath Alcohal Program, MO Departinent of Heallth and Senior Services, Southeast District Oftics

2675 James Bivd,
Poplar Bluff, MO 63801

MO 580~ 1463 (2.08) AN EQUAL OPFORTUNITNVAFFIRVAIVE ACTION EMILOYER
SRR PUATO] 0 AEACLLARBINY 5%

LAB-116
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STATE‘ OF MISSOUR]
DECARTMENT OF HEALTHAND ’SEN[OR SERVICES
. BF{EATH ALG@H@L PR@GF%AM

TRENT MASSEY

s herehy aulharized o Istruct and supanﬁss operatos, fraln fnstnmfore, inspech; calibrate, perform-fisld .genftce;-sinc'f:'.%gafrs,'
ancf oparats e ronewmg breafh analyzerig): .

ALCO SENSOR 1V: WITH PRIN'I‘ER DATAMASTER

mrjha détérmmat [oH i meﬁleéhbﬁoawlt@nfof hierafi it saﬁlbfaof eﬁpiféd a?r Pe’rmli Issueﬁ Undm'“the‘ p?o\xisiorf&ﬁf wct{ohs
HEL, mg ihﬁ)ugﬁ 527’041} FSNo 3hd 366.711 Ihreugh 08119 RaMa.

OATE. _‘2ﬂ§ui4 - ) S i '«v—g—ﬁq—_ -

: . LHEQThBQF sréfs prm HEAL?H LABDWORY
NUMBER _._Q336 : _ "

EXRIRES 9/'.15/201.6 :
. o . DIREETOR' oma‘?ﬁ.mmmmmmmma SENIOR SERVIGES
o MOEEYTL (i) . - ' }; o LAESNI%00)
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