MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIG HEALTH LABORATORY
BREATH ALCOHO!. PROGEAM

DATAMASTER MAINTENANCE REPORT

Complete this report at the lime of the regular monthly preventive maintenance check (nol 1o exceed 35 days).
Complete this report whonever the instrument is serviced or repaired and whanaver it is placad inlo service.
Retain the origlnal and send a c{ap‘y within 16 days to the Breath Aicohol Program, OHSS.
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By Carol Day at 1:54 pm, Sep 09, 2014
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CHECKLIST: Place a mark in the box by each item if found to be satlsfactory or if operating wilhin established limits. (Wrile In obsarvad values
where determinad.) Unmarked items must be corrected before using instrumant,
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[FHEALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three lests using a standard solulion. All three tests must be within £5% of the standard valug and must have a spread of .005 or
less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE .
D 0.040% STANDARD - MleT READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 w O, lOb TEST 2 & 5,100 TEST 3 - 5,101

[ PerrFoRM R.F1, TEST (PR{NTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS ¢ |(0-04) & 14.05-.09) & 110-.14) ©  [(.15-.19) o

LIST ANY NEW PARTG AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTOAE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITMIN ESTABLIEHED LIMITS
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REYURN COMPLEYED REPORT TO THE: / Breatf Alcohol Program, MO Department of Heallh and Senior Services, Southeas District Office
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REPCO MARRETING INC. -
2101988 STONYEROOK DIVE

MANUFACYURERAND SUPPLIER: RepCo Marketing, Inc.

R 2
DATE: June 19, 2018 at 11:59 paoe

RepCo Marketng, Inc. certifies the following: | |
RepCo‘&VImiming Inc. manufctured, tested and supplied Lot Numbai‘_.“
- 13602 ofA?mholcaﬁﬁadSohimﬁerRandommmplmofsmdlot
mmwwmmmmﬂmawmm

and found to ; J2L7 - ems/dl 003 gms/dl wifvel ethanol (95%
The and distilled water used in the solution were foond to be free of

- This sohui w’llpmduceavapm-alonholvah{eof.gl,&+f-3%@ﬂ5/2101;
MWhmhmdbMDegm Celsius +/~0.2 Degrees Celsius in a simulator

. (95% Canfidence). _
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1o cxpirtion ds forthis ot muenber is __Jume 19,2015 at
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State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE i

DAVID MOSER

is hereby authorized to iistruct and supervize operators, traln Instructors, inspect,
calibratz perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

+

for the deterfmlnatlon of the alcoholic content of biood from a sample of expired (alveolar)
air. issued under the provisions of sections 577,020 through 577.041, RSMo 1886.

o 12/14/2012 e -l
a 220400 Diractor of State Publie Health Laboratory
Numbsr &O—Q \) :,...DL,QT ACTING DIRECTOR

Expireg [2/1 4/20 id
Dlrector, Department of Heglth

MO 6BO-0771 {7-38) . Lab. & (R7-88)




