02-03-"14 13:00 FROM- EL DORADO SPRINGS PD 4178768512 T-431 P0002 F-083

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY . _
BREATH ALCOHOL PROGRAM [RECEIVED
By Carol Day at 2:06 pm, Feb 06, 2014
#6

DATAMASTER MAINTENANGCE REPORT R

rajmplete this report at the lime of the regular monthly preventive maintenance check (not to exceed 35 days),
Complete this report whenever the instrument is serviced or repaired and whenever it is placed into service.
Retain the original and send a copy within 15 days 1o the Breath Alcohol Program, DHSS.

DATAMASTER SN NAME OF AGENCY DATE GF INSPECTION
960018 El Dorado Springs Police Department 02/03/2014
LOGATION OF INSTRUMENY (STREET AND CITY) TIME GF INGPECTION
1207 South Main Street El Dorado Springs IR Ys

CHECKILIST; Place a mark in the box by each item if found 10 be satisfactory or if operating within established limits. (Write in observed values
wher'determined.} Unmarked ftems must be corrected belore using instrument,

IE/ DIAGNOSTIC CHECK (PRINTQUT ATTACHED) DATE AND TIME (from printout) _@/{é ;‘4/5( VTAL T

[compuTeER EroerecToR
[L}rrOGRAM Pleiens
Elieavers sampLe chiaviser 77 °C FlctiarTz sTANDARD
[f] FLow DETECTOR | | [AcaBRATION
[dPuMP HIGH SPEED [ZFRINTER

Ll-notcator Latits (v, , o/
&l SIMULATOR SOLUTION SUPPLIER Guth Laboratoties Inc

LOT # 13280 EXP. paTE _10/16/2015

/] SIMULATOR TEMP (34°C £ 0.2°¢)___ 34.02 °C SIMULATORSN____ SD3148 EXP. DATE 01/23/2015

¥ CALIBRATION GHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a stondard solution. All three tests must be within £5% of the standard value and must have a spread of .005 or
less. Matk the box corresponding to the standard solution being used, (PRINYOUT ATTACHED)

%moo% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

TESTiw 409 esT2e L, (198 TESTS & G

P

IB/PEF{FOHM R.F.L TEST (PRINTOUT ATTAGHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT;
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)
(15-19) O IOVER 195

REFUSALS @ l(o-.oa) | (.05-09) I l (10-14) ()
LISY ANY HEW PARTS AND BESC RIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTAUMENT TO OPEAATE SATISFACTORLY AND WITHIN ESTABLISHED LIMITS

wi;fﬁ?:gsm;tz:ﬁ%ﬁmw‘r meecs Deﬂ"ﬂ“‘"’f ~uT 0/ el anol Setliot. Serevices,

Lolso and Feyolu1ions,

INSPECTING OFFICER . ol
FPRINT FULL NAME

SIGNATURE S
- Jarrod Schiereck
d Q..&“é,’&?/x-{_,{/

TYPE 1l PERMIT RUMSEREY] DATE TELEPHONE NUMBER
220227 yﬁ 09/05/2014 (417) 876-2313
RETURN GOMPLETED REPORT TO THE: Breath Alcohol Program, MO Department of Health and Senfor Services, Southeast Distiict Office
2875 James Bivd.
Poplar Bluff, MO 63801
MO S80-1468 (2-08) AN EQUAL OPPOATUITY RS ¥ IARTIVE ACTION EMPLOYER LAB-116

AL ROOWIad On 3 ALOGLEYVTIIIXNY Daxs
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()

GUTH LABORATORIES, INC.

630 RORTH o%th STREEY ¢ HWARRISBURG, PA 47{11- 4511 © TELEPHONE: 717-6045470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13280 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on October 18, 2013, using a Perkin Elmer Gas
'Chfomatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1217% (w/vol) ethyl alcohol. The expiration date for this lot
number is Octoﬁer 16,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/. .2°C, this solution will give a breath alcohol
analysis instrument reading of 0,100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Preside
GUTH LABORATORIES, INC,

NIST Traceabiliiy:
Testing was conducted using Cerilliant Reference Standard lot number FNI22211-02 whose

values are traceable to NIST.
All balances are calibrated annually by an outside agency using NIST traceable weighis.

Calibration verification is done prior to each use utilizing NIST iraceable weights.
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State of Missour
DEPARTMENT OF HEALTH

PERMIT
TYPE Ul

JARROD D SCHIERECK.

i3 hereby authorized to instruct and supervise operators, train Instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired (alveolar)
air, Issued under the provisions of sections 577.020 throunh 577,041, RSMo 1986,

09/05/2012 (A
220227 Director of Stale Fublle Heatth Labaratory
Numeor ﬂ?@w’[ / r t@lﬁugﬁ
s 09/05/2014 74
Direstor, Deparimant of Health
MQ 3800774 (1-88) Lab, 4 (AT7-£0)




