MIOSOURT DEPAIRTIMENT OF MEALTe AND SERICH SERVICE
STATE PUBLIC HEALTH LABORATORY RECEIVED
BREATH ALCOHOL PROGRAM By Carol Day at 10:08 am, Jul 14, 2014
DATAMASTER MAINTENANCE REPQRT REPORY #6

( )\mlele this repott al the time of the regular monthly preventive maintenance check {not 1o exceed 35 days),
vomplete this report whenever the instrument is serviced or repaired and whenever it is placed into service.-
Retain the original and send a copy within 15 days to the Breath Alcoho! Program, DHSS.

DATAMASTER SN NAME OF AGENCY DAYE OF INSPECTION
860016 El Dorado Springs Police Department 07/1172014
LOCATION OF INSTRUMENT {(STREET AND CITY} TIME OF INSPECTION
1207 South Main Sfreet El Dorado Springs GOy
CHECKLIST: Place a mark in the box by each iter il found to be sallsfactory or if operaling within gstablished limits. (Write In observed values
whsre determined.) Unmarked items must be corrected hefore using instrument,
/] DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) ﬁ?@égz g Z29%
COMPUTER I peTECTOR
PROGRAM ] FiLTERS
] HEATERS SAMPLE CHAMBER Y9 °C 1 quarTZ STANDARD
FLOW DETECTOR ] cALBRATION
K1 PUMP HIGH SPEED Kl PRINTER
-
INDICATOR LIGHTS (5 ¢ o w0/
[/1 siMULATOR sOLUTION SUPPLIER Guth Laboratoriss Inc Lor # 114110 EXP. DATE 06/01/2016
34.02 ¢ SIMULATOR SN 503146 £xp, DATE 01/23/2015

JSIMULATOR TEMP (34°C 2 0.2°C)

m CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution, Ajl three tests must be within £5% of the standard value and must have a spread of .005 or
less. Matk the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)
E 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0,165% INCLUSIVE

[:] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0,084% INCLUSIVE
[10.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 w- ° @?7 TEST 2w o @97 TEST 3 =~ é(/}?f

m PERFORM R.EL TEST {(PRINTOUT ATTACHED)
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

(DO NOT INCLUDE SELF-ADMINISTERED TESTS)
HEFUSALS@ (0-04) 5‘ (.05-.08) ‘ (.10-.14) O |(.15-.19) O IOVEH AT

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATICN OR MODIFICATION THAT WAS MADE YO RESTURE THE INSTRUMENT YO OPERATE SATISFASTORILY AND WITHIN £6TADLISHED LIMITS
(USE DTHEA SI0E IF NECESSARY), .

This instrument meets Department of Health and Senior Services rules and regulations.

INSPECTING OFFICER
SIGNATURE

T PRINT FULLNAME
Jarrod Schisreck

VELEPHONE NUMBER
(417) 876-2313

RETURN COMPLETED REPORT TO THE: Breath Alecho! Program, MO Depattment of Health and Senior Services, Southeast District Office
' 2875 James Bivd,
Poplar Bluff, MO 63901

MO 580-1468 {2-G0) AN EOUAL OPPOATUNITYIAFFIRMATIVE ATYEON EMPLOYER
sendoes provided on a nonEserimalony banis
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A@é- GUTH LABORATORIES, INC.

B30 NORTH 87ih STREET. ® HARRISBURG, PA 17411- 4511 ¢ TELEPHONE: 717-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference ‘Solutien for Simulator

Random Samples of Lot Number 14110 of
Alcohol Reference Solution. for Simulator were analyzed by
gas chromatography on May 3, 2014, using & Perkin Elmer Gas Chromatograph
Autosystem XL S/N: 610N9030209, and fonnd to ‘contaiin 0.1206% (w/vol)
cthyl alcohol. The expiration date for this lot
number is May 1,2016 at 11:59 PM.

When used in a_ cahbrated _Simulator, _operating at

e e — ———

34°C +/- .2°C, this. solutwn w1]I give a breath ‘alcohol
analysis’ Instrument. reading of 0.100 g/210L +/~ 3%,

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Paulc:)(; .1"r"es'ide'n .
GUTH LABORATORIES, INC.

NIST Traceabifiy;
Testing was conducied using Cerilliant Reference Standard lot. number FNI22211-92 whose

valuas arve traceuble 1o NIST.
balances are calibraled annually by an outside agency using NIST traceable weights.

( )ib: ‘ation verification is done prioy 1o each use wlilizing NIST traceable weights.
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Face This Side Down — This Edge In First
{BAC DataMaster
| -Evidence Ticket

- STATE OF MISSOURI
EL TORADO SPRIMGS POLICE DEPARTMENT

RAC DRTAMRSTER SERIAL MHUMIER 959816
@riisis

. TESTING CEFICER:

SCHIERELK 7 SARFOD- D
OFFICER I.DL: 189
PeaMiT NUHEER: 2oesey
ZAPIRRTION DRTE: B2va5-14
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BLENK TEST . B3P 37152
INTERMAL STANDART WERIFIED  ®7:52
EXTERMIL STRNDSET . 297 27152
... BLANK TEST . A6 v
o EXTERMAL STRNDSRT LEG? B7Is2
BLAMK TEST  BO3 755
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State of Missourt
DEPARTMENT OF HEALTH

ERMIT
TYPE |l

JARROD D SCHIERECK

is hereby authorized to instruct and supervise operators, train Instructors, inspeot,
caliprate, perform fleld repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcohotic content of blood from & sample of expired (aiveolar)
alr. Issued under the provisions of sactlons 577.020 through 577.041, REMo 1986,

s S

09/05/2012
Dlrector of Btats Public Hedlth Labaratory

Drate
vonber 220227 A

soes 09/05/2014
Dlractor, Bapartmant of Heallh

ek, 4 {AT-88)

MO 5804771 (7-88)




