@2 Bb-"15 11:32 TO- 15738469139 FROM- Creve Coeur Police  POOB1/@804 T-763 F-275

MISSOURI BEPARTMENT OF HEALTH AND SENJOR SERVICES
STATE PUBLIC HEALTH LABORATORY

. ek -:';
. . ] , By Carol Day at 9:00 am, Feb 06,
Complete this report in duplicale at the time of the regular monthly preventalive maintenance chack) :

Send copy to Department of Health and Senlor Services; retain original in depatiment fife.

ALCO SENSOR Iv SN PRINTER SN DATE OF INSPECTION
094802 007.3584.333 02/05/2015

LOCATION OF INRTRUMENT (STREET AND CIYY) TiME OF INSPECTION
300 N.NEW BALLAS RD. CREVE COEUR 11:00 am

| CHECKLIST: Place a mark in the box by each item if found to be salisfactory or If operating within established limils. (Write in observed val-
ues where determined.) Unmarked items must be corrected hefore using inslrument,

r

/] DIGITAL READOUT (ALL ELEMENTS OPERATIONAL).

TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

PRINTER WORKING PROPERLY

@ TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

[/ SiMULATOR SOLUTION - L] COMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPPLIER REPCO MARKETING INC. o7 # 13001 EXP. DATE 03/07/2015

SWAULATOR TEMPERATURE (84°C £ 0.2°C) __ 34.0  SIMULATOR SN __ SD2784  SMULATOR EXP DATE 07/15/2015

. ¥l CALIBRATION CHECK — (ONLY ONE STANDAHD IS TO BE USED PER MAINTENANCE REPORT) ‘
Run three tests using a.standard solution. All three tests must be within £6% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard solution bsing used, (PRINTOUT ATTACHED)
Y] 0.100% STANDARD - MUST READ BETWEEN 0.005% and 0.105% INCLUSIVE
[ | 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSWE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST1 % 401% TEST2m 101% TEST3 % 101%

RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
- (DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 1 ©0-04 O (05.099 1 [(10.14) 2 (15-19) 1 (OVER .18) 2
List any new pars and describe any alteration or modification that was mads to restore the insirument to operate satisfactorily and wilhin
established limits (use other side if necessary).

: IENSPECTING OFFICER

PRINT RAME

8IGN

) PO MICAHEL DEUTMAN #885
TYPE Il PEANIT NUMBEREXPIRATION DATE ! TELEPHONE NUMBER

230330 12/31/2015 .| (314) 432-8000

Return completed report to the: Breath Aleohol Program, MO Department of Health and Senior Services, Southeast Disrict Ofﬂce
2875 James Boulsvard )

Poplar Bluff, MO 63901

MO 681351 (6-10) AM EQUAL OPPORTUNITVIARFIRVATIVE ACTION EMFLOYER LAB-134
& VRS provided oh & hond'senminatory basts N

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT ( RECEIVED
2015 |



dayc
Received


| G2-85-15 11:32 TO- 15738489133 FROM- Creve Coeur Police POBE4/B004 T-763 F-275

C_ER'I'IMATE OF ANALYSS

| MANUFACIURER AND SUPFLIER: RepCo Markeirg
-LOT NUMBER: 13861

EXPIRATIONDAT®: March 7, 2015 st 11:59 py

RepCoMarketing, Inc. certifies the following:

RepCo Mirketing, Inc. mamufictured, tésted wd supled Lot Number
13081 of Aleshol Cetfed Sotic for smulstoes, Kb sspls of il
nmbammﬂyudbymwwwmgmdnmm
wd found to coctain __ {215 ga/dl +/-.003 gowdl wihel éhanol 95
Ihealwholuﬂdlauﬂedmmedmﬂwmlmwmﬁmdtobcﬁmf |
mymtﬂ'fmingwbme.

muselmmwmmmvmalmm«_&mmm ,
Mwmmmm@mwmﬂmmwmmm |
(95% Confidence)., | .

, ’Iheddoofmmﬁctmﬁrﬂmhtnmuw T
mmm&mmmm_mm___,__u'
1159p.m.

'Ihmmmmatw yeTisgor ofﬁhemsﬂlfhhﬁmofa@lym

Cecil B. Garoer, President
RepCo Marketing, Inc.

Foom R (2 ) :




PBRO02/0004 T-763 F-275

Creve Coeur Police

FROM-

15738403133

BZ2-05-"15 11:32 TO-

&S 1Y Serizl notx 994862
Usrsion rior  S32B

TEST RECORD &3hBd 5
=
Teme  Date Time 2161

&ir Blznk:

G2/85,15 11208 .06
Calibratlion Check!
25 w2/en/15 1160 .18t

Subdect Hame

Subdect 1.0

Orerator MHame, 1.0.

DEGIPANM-L S

Location

e Bookawis

£5 1V Serizl no: @948H2
Version not D32%

TEST RECORD 6B6BS ,
3

Temer  Date Awmm 2i8L

fsir Blank:
mwxmmxmﬂ t1ig2 508
Calibration Checks
25 6XSERS1D 11082 (180

Sub Ject Name

BubJject I.D.

Oeerztor Hame, I.T1.

b@.ms@\ﬂ&m

LOTa 100

Ce o Ruxspnb

A% IU Serizl nor 534382
Version nor  332B

TEST RECORD G&6H5
57/

Teme  Isle stm 216l

fir RPlanks

B2/85/15 1104 . 006
nwwpdxwﬁwnj J?mnwu
25 B2/85/15 11554 (18

SubJdect Hane

wz_wu.rmm_.ﬂmu H L} w .

T

o Nl e

fi3 IV Serial no: 894892
Version not 532%

TEST RECIRD @8547
-7
Tewr  Date Time 2Zi8L
VoI &FI
12 82785715 t1

SubJject Hame

Subdect 1.D.

drerastor Rame: 1.1

DEF A €85

Prerstor Nsme, I.0.

DECTAN LS

Locztion

corr o L&v

Location

Cefro Fosjerl




* is heraby authorized to inatruct and Supervise opsrafors

82-05-"15 11:32 TO- 15738409139 FROM- Creve Coeur Police P0063/0064 T-763 F-275

STATE OF MISSOURI
PEPARTMENT OF HEALTH AND SENIOR S¢RVIGES
BREATH ALCOHOL PROGRAM

‘PERMIT
TYPENl.

_MICHAEL DEUTMAN

\ f . 4 v 1% P . '
ond Oporto ho following brolh nlyaone) rain instruetors, inspac, ¢aibrate, perform fisld agrvice and rapairs,

ALCO-SENSOR YV WITH PRINTER, INTOXILYZER 5000

for the delermination of the alcohalic content of blood from sa irod eir. Permili
. l " !
577,020 thratigh 677,041, RSV sug a0 Irough 306 1 wmgg ';o’axplred g f’emul issued undor !he provisions of sactions

. DAYE __12/31/2033 ' . b ‘A’C
' ‘ . DIRESION OF STATE PUBAIC HEALTH LAGORATO)
NUMBER 230339 ..~ -~ )

PN \)ij
T BIRECTOR oF CEPARTMENT 0F mew“w?"‘

EXPIRES 13/31/2015

HO 5500771 {e~10)

e %;ATE OF MISSOURI
. ARY TOEREALYH AND
.% | BREA ALcovor Enon nﬁ!' BENIOR BERVIGES

W (NSTRUMENT OPERATOR CARD .

T namad vanindicr 15 auiponnod (o operars an vid
i £ il brealh aboohat

, _ _ - LYY

Oparztor  PEYTMAN, MICHAEL
Permit fo 230338
Date foatted $2/3112018  Dalo Explrex 103172018 ‘_l

st




