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ERMAINTENANC! pECEIVED
the time of the regular monthly preve By Carol Day at 11:16 am, Jul 20, 2015 |
and Senior Services; retain original in depsrserrrrermer

DATE OF INSPECTION
Pglsaﬁs?e.aao 07/14/2015
TIME OF INSPECTION
AND CITY) ‘
ellston, MO 63133 0:45 am

mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed val-
hined.) Unmarked items must be corrected before using instrument.

-
READOUT (ALL ELEMENTS OPERATIONAL)

BREATH ALCOHOL ACCURACY STANDARDS

[

Y SIMULATOH SOLUTION

] coMPRESSED ETHANOL-GAS MIXTURE

STANDARD SUPPLIER Guth Laboratories LOT # 14220 EXP. DATE 09/24/2016

SIMULATOR TEMPERATURE (34°C +0.2°C) __ 34 SIMULATOR SN __ 093752  SIMULATOR EXP DATE 04/01/2016

/| CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
- Run three tests using a standard solution. All three tests must be within +5% of the standard value and must have a spread of .005 or
less. Check the box corresponding 1o the standard solution being used. (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

F'EST 1@ 097 TEST2 =& (05

TEST3 & (g9

'RFI DETECTOR OPERATING

NDICATE THE NUMBER OF BREATH TESTS IN THE FOL

DIC LOWING RANGES SINCE THE LAST MAINTENANCE REPORT-
DO NOT INCLUDE SELF-ADMINISTERED TESTS)

0 (0-04) O (05-09) O (10-14y O

new parts and describe any alteration or modification that was
ed limits (use other side if necessary).

(15.19) O (OVER.19) O
made to restore the instrument to Operate satisfactorily and within



dayc
Received


CO-SENSOR IV WITH PRINTER, DATAMASTER

311 of the alcoholic contant of biood from a sample of expired air. Pmmummmmolm
5§77.041, RSMo and 306.111 through 306.119 RSMo.

mmosuermumror mmmm

STATE OF MISSOUR!
;,_ '\ DEPARTMENT OF HEALTH AND SENIOR SERVICES
X P‘.,’ BREATH ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD

The named cardholder is authorized lo operate an evidential breath alcohol
A0 instrument for the determination of the alcohalic content in breath form of expired air

| '""'”°”"‘| SN A

Operator  MARTIN, JESSE
Permit No 250089
Date Issued 5/11/2015

Date Expires 5/11/2017




,' 13210 of
or were analyzed by

mmm XL S/N: 610N9030209 and fmmd to contain 0.1216% (wlvol)
~ ethyl alcohol. The expiration date for this lot
number is July 29,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, tnis solution will give a breath alcohol

analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Presidefit
GUTH LABORATORIES, INC.

Cerilliant Reference Standard lot number FNI122211-02 Whas‘e

~annually by an outside agency using NIST traceable wu’ hts ,
2 prior m mlt use MMg MST traceable wigim. & "
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Subject Nane

Jolan

AS U Serial mos
cm...ﬁ_uz Fos 535p

TEST m.mn.umu m_m.mmw

Tepe Date Time mu mh
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