@3-05-'15 17:3@ TO- 15738403133 FROM- Creve Coeur Police PO001/0604 T-849 F-847

MiSSOURI DEPARTMENT QF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT RECEIVED ]
Complete this report in duplicate at the time of the regutar monlhly preventative maintenance ohem?y A9 DAy 8tk B MAL OiaP S
Send copy to Department of Health and Senior Seivices; refain ariginal in department file.

ALCO SENSOR IV SN PRINTER SN DATE OF INSPECTION
097445 . 096.3580.951 03/06/2018

LOGATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
300 N.NEW BALLAS RD. CREVE COEUR - 6:28 pm

TCHECKLIST: Place a mark In the box by each item if found to be salisfactory of if operating within established limils. (Write in observed val-
ues where dstermined.) Unmarked ifems must be corrected before using instrument. o

m DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

[l TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

[7] PRINTER WORKING PROPERLY

B TiME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL AGCURACY STANDARDS

[l SIMULATOR SOLUTION ‘ [] cOMPRESSED ETHANOL-GAS MIXTURE

[/l sTANDARD SUPPLIER REPCO MARKETING INC. Lot # 13001 Exp. DATE 03/07/2015

7] SIMULATOR TEMPERATURE (34°C + 0.2°C) __34.0 _ SIMULATOR 6N __SD2784 _ SIMULATOR EXP DATE 07/15/2015

Q] CALIBRATION CHECK — (ONLY ONE STANPARD IS TO BE USED PER MAINTENANCE REPORT)
RAun three 1ests using a standard solution. All three lests must be within £5% of the slandard value and must have a spread of .005 of
less. Check the box corresponding to the standard solution being used, (PRINTOUT ATTACHED)
] 0.100% STANDARD - MUST READ BETWEEN 0.085% and 0.105% INCLUSIVE
| | 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 = 102% TEST 2 & 102% TEST 3 ¥ 402

RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

ReFUsals 0 004 O (05-09) 0 (01 O etsa9) O loverag) O
[ List any new pars and describe any alieration or modification that was mads to restore the instrumant (o operate satisfactorily and within
eatablished limits (use other side if necessary).

INSPECTING OFFICER =~
SIGNATURE

y PO, !M’ .

Ifl7 7 L~ <cE 5
TYPE {1 PERMIT NUMBER’EXP]RATIOWTE TELEPHONE NUMBER

230339 12131/2015 ' ' (314) 432-8000 |
Return completed report lo the: Breath Alcohol Program, MO Department of Heallh and Senior Services, Southeast Dislrici Office

2875 James Boulevard
Poplar Bluff, MO 63901

MO BA0-1351 {6-10) AN EQUAL OFPORTURTYAAEFIAMATIVE ACTION EMPLOYER
R zerdced provided oh & rgndELimAslY basy

| am' NAME .
PO MICAHEL DEUTMAN #885

LAB-114



dayc
Received


@3-@5-'15 17:3@ TO~ 15738403133 FHOM- Creve CDeur Police P@0@3/6604 T-849 F-847
‘ : T

CERTIFICATE OF ANALYAS ~

 MANUPACTURER AND SUPPLIER: RopCo Marisog
LOT NUMBER: 13991
EXPIRATIONDATE: March 7, 2015 at 11:59 p.o

RepCo Marketing, Frc. cirtifies the fllowing: .~
RepCo Maketing, Ino. mamufuotured, tostsd s sypled Lot Number,
13081 of Aleshol Certifed Solution for simulitors, Riskon sepes of sl
ﬂlﬂﬂhﬂ'mmﬂlﬂdwﬂnmwﬂmﬂgﬂw
and found fo oo _ 1215 gmﬂdl-!—l-ﬂﬂ.? e wihol bl (95%
Confidence). : .
T’hsalwh}lmddlshﬂedwmmedmdwadlnimmwmhﬁwof s
&nymi&’fﬁrhgm ' _ : S
Mmltﬁmwﬂlmd:mwmahdnlvﬂmd_i_ﬂ%gmm S
memummmwzmcm“mm- "
(95% Confidence). . _
mmwmhmmmumw -
mwmmmmmm___mﬂ_____a |
11:59 pai, A
Thumwmmx eprescntagio ofﬂ!emmuﬁmofm.. ' |

CemlBGlnﬂ'Prmdmi ' L
RepCo Marksting, Ins. f

Foom RM 12 : . E
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157358409139 FROM- Creve Coeur Police  PGO@4/0004 T-843 F-847

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

~PERMIT
. TyPEn
MICHAEL DEUTMAN

s hereby autharized fo instruet and sUpe}visa 0 ini i " - naite
qnd oporite the followmq braall analyzer(s); perators, train instructors, inspst, ce?;b!ale.-parfonn liald sérvica and tepalrs,

ALCO-SENSOR IV WITH PRINTER, INTOXILYZER 5000

DATE __12A1013 - _ W»QZ.

DIRECICR OF STATE PUBLIC HEALTH LAEORATORY

NUMBER 230139 L :
| R (PN \)mhﬂj

B3-85-"15 17:36 TO-

EXPIRES 12/3112015 : , : .
WO e 10 | . GIRECTOR OF DEFARNIRNT OF Hmﬂi AND ..ﬁcmon BERVICER

—_—

mor sasoun
BREATH AL EOHL ﬁilégi ﬂﬂ‘ﬁ REHIOR SERVICES

W INSTRUMENT OPERATOR CARD .

The nassed eanthikr b aldhorizad I cpeiahy an Svtorkis broalh sioond
;‘sigmbrm defetmiraton of fhe akohol sontunt iy besalh b of esgied ag

agh
W,
by

Operaior  DEUTIMAN, MICHAEL
Pamit Ho 230339
Date fesued {2/31/2063  Dals Explrea 125172015




