MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY RECEIVED
ALCO-SENSOR Iv WITH PRINTER MAINTENANCE REPOH-’[By Carol Day at 11:24 am, Jun 30, 2015 |REPORT #7

Complete this report In duplicate at the time of the regular monthly praventative maintenance check, and whenever instriment Is repaired,
Send copy to Department of Health and Senior Services; rataln original in departmant file.

ALGO SENSOR iv SN PRINTER $N DATE OF INSPECTION
105448 009.3586.164 06/29/2015

LOCATION OF INSTRUMENT (STREET AND CITY] TiME OF INGPEQTICN
401 N Bynum, Lone Jack, MO. 64070 2:34 pm

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limits. (Write in observed val-
ues where determined.) Unmarked items must bs corrected before using instrument,

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

M PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL AGCURACY STANDARDS
SIMULATOR SOLUTION [0 compRESSED ETHANOL-GAS MIXTURE

LoT # 14220 EXP. DaYE 09/04/2016

1 stanpaRD sUPPLIER Cuth Laboratories

SIMULATOR TEMPERATURE (34°C £ 0.2°C) __34.0 _ SIMULATOR $N___SD3319  SIMULATOR EXP DATE 02/09/2016

CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a stendard solution. Al three tests must be within 25% of the standard value and must have a spread of .005 or
loss. Check the box corresponding to the standard selution baing used, (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE

0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE

0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 # 0,100 TEST 2= 0,100 TEST3 =« 0,100

[ RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 (0-.04) 0 (05-09) © (10-14y O (15-19) O (OVER .19) O
List any new parts and describe any alleration or modification that was made fo restore the instrument to operate satisfactorily and within

established limits (use other side If necessary).
Calibration done on instrument, was testing consistent ,108%

INSPECTING OFFICER -

PRINT NAME

SIGNATUAE )
Y LR Zach Argetsinger
Tyred PEA S IMBEREXMRATION DATE TELEPHONE NUMBER
250044 02/20/2017 (816) 697-2417

Breath Alcohol Pregram, MO Degpartment of Health and Sanfor Servicas, Southeast District Office

2875 James Boulavard
Poplar Bluff, MO 83904

MO 5901357 {610} AN EGQUAL OPRORTURITY/AFFIRMATIVE ACT/ON EMPLOYER
SONITL HOEd £a o ranckeniningiody basla

Return completed report to the:

L&B-114

98/28 3ovd a1 4281 S18Z/62/90


dayc
Received


14> GUTH LABORATORIES, INC.
wwmcm;_zr 4 MASRBEIRG, PA (1L 4041 0 YELEMOME: PG

CERTIFICATE OF ANALYSIS

Certified Alcobel Refercmce Solution for Simulator

Random Samples of Lot Number 14220 of
Alcohol Reference Solution for Simulater were analyzed by
gas  chrematography on Septemsher 25, 2814, using a Porkin Elmer Gas
Cheomatograph Awtosysiem XT SIN: §10N9030209, and found fo contain
0.126%% (wivol) ethyl alcobol. The expiration date for this Jot
number is Sepiember 24,2016 ot 11:59 PM.,

i, - When used i & calibfated Simulator, epersting st -

I
e A T

34°C  +/- 2°C, this solution will give a breath alcobol
analysis instrument reading of 0.180 g/210L +/- 3%,

The alcchol and water used in this solution were
free of test interfering substamces.

A C.~ (el date

Ted L. Pauley, Presidod]
GUTH LABORATORIES, INC.

NIST Traceability:
Testing was oondweted usimg Cerilliant Reference Stamdard lot nmwmber FNOEOSIIE! whose

velues are iraceable to NIST,
Alt balances are callbrated annwnally by en awiside agency wyisg NIST tracszable weighty.
Calibration verification s done prisr to each nas wtilizing NIST iraceable weighis.
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STATE OF MISSoUR,

REPARTMENT OF HEALTH AND s:'&mqm BERAVICER

BREATH ALCOHEAL rﬂm@n‘}m

TYPE ||

and apsrets thy foliwing brgath ‘analyzer(g):

DATE. 202012018

. ALCOQ-SENSOR IV WITH PRINTER

F itia ditarininaticp Ghithi dlenhalie cantant of bladd ton a-sampla of ey s « i T LSS rgif 1w s e o
R0 Wik srpy ealic cantent of ¢ G0 14 e, OXPired & Pantit lssued untsritha i Gl wetion
$7.R0 W igh BFE.C1, RS g S ths6ligh 45, 17 Sty R nstihe bradsish ot sections

NUMBER lﬁﬂﬂﬂ‘__.___

EXHINES wm

MESIBQAIN Y
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STATE OF MISSOUR)
DEPARYKENT Q¥ HEAL''H AND SENIOR BRAVIGHS
BREATH ALCOMDL FROGRAN

¥ INSTRUMENT OPERATOR CARD

THi ey carholter fy authyaed tervgurste g widentiGl dtoath aleohot
iwg;men{ft for the delatniinution of the QMGG COlant B breeth T of explrd
t Mlssou
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Cparator ARGETSINGER, ZAGHARY

Formit Mo 260044
Date lygued 2202018 Date Explewys 22012017

and syparvise oparatars, train ingtractors, imsgiact,- calibzate, petfony fipld senlee. and: Yepsire,
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