MISSOUR! DEPARTMENT OF HEALTH AND SENIOR SERVICES
2 STATE PUBLIC HEALTH LABORATORY
KEneY ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT RECEIVED [

By Carol Day-at 8:15 am, Aug 10, 2015

E):mpiete this report in dupllcate at the time of the reguiar monthly preventative malntenance check, and whenever instrumaent is repaired.
Sand copy 0 Departtnent of Hoalth and Senior Services; retajn original In dapariment flle.

ALCO S8ENSOR IV SN PHINTER SN DATE OF INSPECTION
105446 099.3586.164 09/03/2015

LOCATION OF INSTRUMENT (ETREET AND CITY) TIME OF INSPECTION
401 N Bynum, Lone Jack, MO. 64070 2:42 pm

CHECKLIST: Place @ mark in the box by sach item If found to be satisfactory or if Qperaling within established limits. {Write ih obsgrved val-
ues whers determined.) Unmarked items must be correctad befors using instrument,

m DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

] TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY

BREATH ALCOHOL ACCURACY STANDARDS
M

SIMULATOR SOLUTION D COMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPPLIER Guth Laboratories LoT # 14220 —_EXP. DATE 09/04/2016

/] siMuLATOR TEMPERATURE (34°C £ 0.2°C) __ 34.0__ SIMULATOR SN __SD3319  SIMULATOR EXP DATE 02/09/2016 _

CALIBRATION CHECK — (GNLY ONE STANDARD IS TO BE USED PER MAINTENANGE REPORT)
Run three lesls uslng a standard solution. Al three tests must be within +5% of the standard value and must have a spread of .008 or
lgss. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.096% and 0.105% INCLUSIVE

0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE

0.040% STANDARD - MUST AEAD BETWEEN 0.038% and 0.042%, INCLUSIVE

TEST 1 & (,096% TEST 2 % (.096% !TEST S* 0.097%

RF! DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINGE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS O {004y O (05-09) O {(10-14) O (16-19) 0 (OVER.,19) O
List any new parts and describe any alteration or modification that was made to restors the instrument to operate satisfactorlly and within
established fimils (use other sids if necessary).

INSPECYING OFFICER

PRINT NAME

BIGNATURE
y =6 Zach Argetsinger
TYPEAf FER| MEER/EXPIRATION DATE TELERHONE NUMBER
250044 02/20/2017 (816) 697-2417

Return completed report to the: Breath Aicohol Program,; MO Departmant of Health and Seniar Services, Southeast District Office
2875 James Bouwlovard
Paplar Bluff, MO 63901

MO 580-1351 (B-10) AN EQUAL CPPORTUN FYAFMIRYATIVE AGYION ENGFLOTEA LAB-114
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> GUTH LABORATORIES, INC.

B HORYS 6750 NTEET 8 WABRISBURO, PA YHIL 456 v TEl Eruoes: 74046550

CERTIFICATE OF ANALYSIS

Cerfified Alcohol Referemce Solution for Simulator

Rendom Samples of Lot Number 14220 of
Alcobol Reference Solution for Simulater were amalyzed by
gss WymwmmltmaPmmw
Cheomatograph Awtosysiens XL SAN: 610N9Q30209, and found to contain
0.1269% (wivol) ethyl sicobol. The expiration date for this ot
nember is Seplomber 24,2016 8t 11:59 PM.

. Whea used in a eahbmmd Simulator,

ey L TN

e

34°C - 4/~ .2°C, this seolution will give a hmzth ai,cehol
analysis instrument reading of 0.149 g/210L +/- 34,

The alcohel and water used in this solution were
free of test interfering substances,

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NISF Traceability:
Testing was comsdwcied using Cerilliant Reference Stendard lot nuwber FNOROSII@! whose

values are iracesbie 1o NIST.
AN Balances are calibreted asnselly by an owtside agemcy szivg NIST traceable weights.
Calibration verification is dose prior to each wse wtilizing NIST traceable weights.

58/p8 Z9vd 2] 6P:E1 GIBZ/ET/60



STATE oF MISSQUR)
REPARTMENT OF HEALTH AND BENIOR BERVICES
BREATH ALCOHOL PROGRAN

PERMIT
TYPE Il
——ZACHARY A ARGETSINGER o

T ——— et e e L -—.._-——-—_._..,_,.“..._-\.m.._

.

Is haroby au't_rmr{fﬂd to Instruct ang. Supervige operatars, train instrustors, inapact, talibrate, perfona field ‘Serviee. and. rapairs,
and opsrate the lollowing brgath analyzeng); '

ALCO-SENSOQR [V WITH PRINTER S

fok tho datetiminatign ol thy e;lagheil‘a.o:;ah’tan_t of bload fram a-sample of ex Rired alr. Parmit issygd uhderths provisionis efsections
S¥7.020 thiaigh §77.041, RSMo and 06111 through 506,118 R8Ma, _
Ars Sy

OATE. __2/20/2015 S T B REToR SR S
QATE PIRECTOR QF STATE RUBLIC HEALTH LagOndrany

MBER 28 A ] -
Nwess 230044 Ball M)(WL)“T
e BT T S

MOgBnLrA:10 LA (410

STATE OF MISSOURI
OEPARIMENT OF HEALYH AND SENICR SERVIGES
BREATH ALCOHOL PROGRAM

‘ INSTRUMENT OPERATOR CARD

The nantyd cargholade s sutsenized i VLRI Qit avIkunilel bivatt: alcohiol .
inSuman] for tiv detennination of Yo vahon: coniant fn Drseth fosm of eapired o]

lﬂmm@m&?%ﬁ@ﬁﬁmm

Qpargtor ARGHTSINGER, ZAGHARY

Pormlt No 220044
Uate [skuaq 220/2015 Dutv Expliag 2t2002097

a1 BpET ST8C/E1/68
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